Journal of NeuroEngineering and Rehabilitation© The Author(s) 2021
https://doi.org/10.1186/s12984-021-00838-y

Research

On the way home: a BCI-FES hand therapy self-managed by sub-acute SCI participants and their caregivers: a usability study

Anna Zulauf-Czaja1  , Manaf K. H. Al-Taleb1, 2  , Mariel Purcell3  , Nina Petric-Gray1  , Jennifer Cloughley3   and Aleksandra Vuckovic1  
(1)Biomedical Engineering Research Division, University of Glasgow, Glasgow, UK

(2)Wasit University, Wasit, Iraq

(3)Queen Elizabeth National Spinal Injuries Unit, Elizabeth University Hospital, Glasgow, Queen, UK

 

 
Anna Zulauf-Czaja (Corresponding author)
Email: a.zulauf.1@research.gla.ac.uk

 
Manaf K. H. Al-Taleb
Email: eng.manaf78@googlemail.com

 
Mariel Purcell
Email: Margaret.Purcell@ggc.scot.nhs.uk

 
Nina Petric-Gray
Email: n.petric-gray.1@research.gla.ac.uk

 
Jennifer Cloughley
Email: Jennifer.Cloughley@ggc.scot.nhs.uk

 
Aleksandra Vuckovic
Email: aleksandra.vuckovic@glasgow.ac.uk



Received: 11 November 2020Accepted: 10 February 2021Published online: 25 February 2021
Abstract
Background
Regaining hand function is the top priority for people with tetraplegia, however access to specialised therapy outwith clinics is limited. Here we present a system for hand therapy based on brain-computer interface (BCI) which uses a consumer grade electroencephalography (EEG) device combined with functional electrical stimulation (FES), and evaluate its usability among occupational therapists (OTs) and people with spinal cord injury (SCI) and their family members.

Methods
Users: Eight people with sub-acute SCI (6 M, 2F, age 55.4 ± 15.6) and their caregivers (3 M, 5F, age 45.3 ± 14.3); four OTs (4F, age 42.3 ± 9.8). User Activity: Researchers trained OTs; OTs subsequently taught caregivers to set up the system for the people with SCI to perform hand therapy. Hand therapy consisted of attempted movement (AM) of one hand to lower the power of EEG sensory-motor rhythm in the 8-12 Hz band and thereby activate FES which induced wrist flexion and extension. Technology: Consumer grade wearable EEG, multichannel FES, custom made BCI application. Location: Research space within hospital. Evaluation: donning times, BCI accuracy, BCI and FES parameter repeatability, questionnaires, focus groups and interviews.

Results
Effectiveness: The BCI accuracy was 70–90%. Efficiency: Median donning times decreased from 40.5 min for initial session to 27 min during last training session (N = 7), dropping to 14 min on the last self-managed session (N = 3). BCI and FES parameters were stable from session to session. Satisfaction: Mean satisfaction with the system among SCI users and caregivers was 3.68 ± 0.81 (max 5) as measured by QUEST questionnaire. Main facilitators for implementing BCI-FES technology were “seeing hand moving”, “doing something useful for the loved ones”, good level of computer literacy (people with SCI and caregivers), “active engagement in therapy” (OT), while main barriers were technical complexity of setup (all groups) and “lack of clinical evidence” (OT).

Conclusion
BCI-FES has potential to be used as at home hand therapy by people with SCI or stroke, provided it is easy to use and support is provided. Transfer of knowledge of operating BCI is possible from researchers to therapists to users and caregivers.
Trial registration Registered with NHS GG&C on December 6th 2017; clinicaltrials.gov reference number NCT03257982, url: https://​clinicaltrials.​gov/​ct2/​show/​NCT03257982.

Keywords
ElectroencephalographySpinal cord injuryBrain computer interfaceFunctional electrical stimulationRehabilitationUsability
Abbreviations
	EEG
	Electroencephalography

	BCI
	Brain computer interface

	FES
	Functional electrical stimulation

	SCI
	Spinal cord injury

	OT
	Occupational therapist(s)

	AM
	Attempted movement

	QUEST
	Quebec User Evaluation of Satisfaction with Assistive Technology

	ADL
	Activities of daily living

	UCD
	User centred design

	AIS
	ASIA (American Spinal Injury Association) Impairment Scale

	ERS/ERD
	Event related synchronisation/desynchronization
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	NASA Task Load Index

	ROM
	Range of movement

	TP
	True positive

	FP
	False positive

	TN
	True negative

	ICA
	Independent component analysis

	GUI
	Graphical user interface

	MMT
	Manual muscle test




Introduction
In recent years, there has been a shift towards healthcare at home away from hospital, it is an appealing strategy reducing healthcare system costs [1]. Among the many who could potentially benefit from such innovations are persons suffering from traumatic spinal cord injury (SCI). A significant portion of these people are young and live with the condition for decades [2]. Depending on the neurological level and severity of their injury they may be significantly or totally dependant on carers for activities of daily living (ADL). For such persons achieving maximum hand function is crucial for ADL, and studies have shown hand function is the top priority for people with tetraplegia [3]. While the greatest degree and most rapid recovery of function has been shown to occur within the first year of injury [4], in a cost-conserving strategy, rehabilitation facilities discharge patients often within a few months of injury. This may limit the person’s recovery as access to physiotherapy and rehabilitation is limited outwith specialised centres and barriers to such treatment include the lack of social support, inadequate therapist knowledge about needs of people after SCI, and cost concerns [5]. Therefore accessible, easy to use, and effective solutions are needed to facilitate community rehabilitation for people with SCI.
Brain computer interface (BCI) technology has been combined with Functional Electrical Stimulation (FES) for rehabilitation after stroke and SCI, and has been shown to be effective in a clinical setting with some studies reporting significant motor improvements [6–10], while others neurological changes [11, 12]. Neuroplasticity via motor priming has been suggested as the underlying principle, meaning BCI facilitated motor cortex activation occurs for some time prior to FES induced motor response and sensory stimulus being delivered [13].
These BCI systems were designed to be administered by researchers in a clinical setting, however while people are in a hospital during the acute and sub-acute stage numerous obstacles such as limited time and the fragile physical and mental state of the users prevent effective BCI therapy [14]. These BCI systems also cannot be easily transferred to users as a community healthcare tool as they typically require expert knowledge to operate. Hence over the last few years studies have emerged which have paved the way for introducing BCI technology into the end users’ homes. The focus has shifted from BCI performance to ease of use and feasibility of the transfer of knowledge of such technology to the users and their immediate caregivers.
In light of this, caregiver opinions of particular BCI systems for communication have been assessed in addition to those of end users [15, 16]. For users the effectiveness and accuracy of the system was important, while caregivers stressed the need for simplicity of the hardware setup and user friendliness of the user interface. Studies in which caregivers were actually taught and used a BCI communication system with the end user in a home setting did not report caregivers’ views of the technology [15, 17]. A BCI system called BackHome used for communication and other functions, was tested in a clinical setting by users, caregivers, and therapist, and was generally well received by all groups [18]. Other groups have combined BCI with Functional Electrical Stimulation (FES) as an assistive device. Most notably the MoreGrasp project debuted a BCI-FES neuroprosthesis worn on the arm by people with chronic SCI as an assistive device at home, rather than a rehabilitative device [19].
Other studies have involved caregivers and therapists via focus groups or questionnaires not necessarily using any particular BCI system but investigating general attitudes and barriers toward adopting BCI technology [20]–[22]. It has been shown that clinicians tend to be more cautious and critical of BCIs than the potential end users [21, 23] hence the concept of user centred design (UCD) has been applied BCIs and rehabilitative devices [18]. Since many assistive devices are abandoned completely by the users even though they perform the intended function [24, 25], such an approach to designing a BCI is essential in order for the technology to be used and effective. Hence to test the feasibility of introducing a BCI system as a community healthcare tool, information is needed about the needs and obstacles each of the three interest groups, therapists, caregivers, and end users experience during the process of learning and using the system in order to include them in the process of UCD.
Therefore in light of the above, the aim of the present study is to test the feasibility of transfer of knowledge of using a custom designed BCI-FES application based on consumer grade EEG technology.
We hypothesize that with adequate support and training, healthcare professionals will not only be able to use the system but will also be able to successfully train lay users (people with SCI and caregivers) to self-manage the therapy. Listed below are the objectives.	1.To present a custom made BCI-FES solution based on a consumer grade EEG device. We do so in Methods using a framework for reporting on BCI technology [35].

 

	2.To evaluate the usability of the system among therapists, people after SCI and their caregivers in terms of efficiency, effectiveness, and satisfaction.

 

	3.To investigate via interviews and focus groups the potential barriers and facilitators for adopting a self-administered BCI technology for neurorehabilitation at home.

 




Methods
Due to the volume and heterogeneity of emerging studies in BCI usability, Rhiu et al. [26] have composed a framework for reporting and categorising various aspects of the BCI technology, users, and data collection methods. This framework, with only minor modifications, allows us to describe our BCI-FES system for hand therapy custom designed to be accessible for the end users, as well as the methods employed. The BCI usability framework proposed by Rhiu et al. [26] is presented in Fig. 1, with the addition of categories “BCI Software” and “FES Stimulator” which are specific to this study.[image: ../images/12984_2021_838_Fig1_HTML.png]
Fig. 1Usability framework as proposed by Rhiu et al. [26]. Two categories have been added, BCI Software and FES Stimulator, which are specific to the present study


The established constructs for evaluating usability in terms of efficiency, effectiveness, and satisfaction will be used to report results of both quantitative and qualitative measures of performance and user experience [27, 28].
Users
The study involved three groups of users of BCI-FES: OTs, people with subacute SCI, and their caregivers (usually a family member). All participants were novice BCI users with no prior experience with any type of BCI or neurofeedback systems.
Overall eight people with SCI with their caregivers were recruited, though one pair withdrew after only one BCI-FES session, leaving limited data. Of the eight participants with SCI two were female, six male, mean age was 55.4 ± 15.6 years (min 20, max 73). Four were educated to secondary education level, four to post-secondary. Impairment characteristics were as follows: two C2 level injuries, four C4, two C5; four AIS C meaning sensory and motor incomplete injury with motor grade lower than 3 below the level of injury and four AIS D incomplete injury but motor grade greater than 3 below the level of injury [29]; and mean time after injury at recruitment was 12.4 ± 6.2 weeks (min 6, max 26). The median Manual Muscle Test (MMT) [30] scores across for flexor carpi radialis, extensor carpi radialis longus, flexor digitorum profundus, and extensor digitorum communis for the hand to which the BCI-FES was applied were 4− (min 0, max 4 +), 4 + (min 1 + , max 5), 3 + (min 0, max 4 +), and 2− (min 0, max 4−) respectively. The corresponding scores for the hand which was not trained were 4 (min 2−, max 4 +), 4 (min 2−, max 5), 4− (min 0, max 4), and 2− (min 0, max 4) respectively.
Of the caregivers recruited five were female and three male, mean age was 45.3 ± 14.3 years (min 25, max 70). Four had a secondary education and four post-secondary. The mean distance travelled from home to the hospital where the study took place was 37.5 ± 24.1 km (min 3.2, max 64.4).
A total of four OTs were recruited, all female, with a mean age of 42.3 ± 9.8 years (min 28, max 55). The mean number of years of experience as OT was 18.3 ± 10.0 (min 6, max 33) and had between 3 and 15 years of experience in administering FES in conventional hand therapy.
Ethical approval was granted by the National Health Service Greater Glasgow and Clyde Research Ethics Committee; clinical trial reference NCT03257982. All participants, people with SCI, caregivers and OTs, provided signed informed consent.
User activity
Each user group’s role during the study can be seen in Fig. 2. Researchers recruited OTs and taught them to use the system, then subsequently supervised and assessed each of the participants. OTs learned to use the BCI system in up to five hourly sessions and went on to teach each caregiver to operate it in up to five hourly training sessions also. Following successful training, the SCI user and caregiver pair had the option to complete up to 10 additional sessions independently (supervised by researcher but without OT) or to discontinue the study. If they chose to continue, the caregiver’s role was to set up the system for the person with SCI. SCI user’s role was to actually perform the BCI facilitated hand therapy.[image: ../images/12984_2021_838_Fig2_HTML.png]
Fig. 2Users’ roles during BCI-FES sessions. User with caregiver and OT during BCI-FES a session in (a) and user with (1) EEG headset, (2) BCI program GUI, and (3) FES electrodes on arm in (b). In (c) schematic diagram of each user groups’ roles: OTs were first trained to use the BCI system by researchers, and then proceeded to teach caregivers how to set up the system for SCI users to perform the BCI-FES therapy


Task
The user was asked to move a pointer on a gauge displayed on screen towards a lower value, via attempted movement of their right or left hand, making this “a closed copy movement control task” [31]. The pointer represented real time alpha band (8–12 Hz) power as measured from the motor cortex of the corresponding hand, and FES was controlled by threshold time switch, i.e. when alpha power remained below a predefined threshold value for a set period of time (in this case 1 s). The lower power level corresponds to event related desynchornisation (ERD) which occurs in the motor cortex during executed or attempted movement. One BCI run was subdivided into 10 trials. Within one trial, after a rest period, the user was cued to attempt movement of their hand. They had minimum of 1 s and maximum 15 s to accomplish the task (Fig. 3). These values were heuristically determined based on our previous studies [31]. Users’ number of trials was limited 30 trials per hand per session, to avoid muscle fatigue.[image: ../images/12984_2021_838_Fig3_HTML.png]
Fig. 3Schematic diagram of the course of one BCI-FES trial. (*) FES duration was typically 7–8 s, though this varied between users


Environment and modality
In the present study, the location was a dedicated research space within a hospital for both the BCI training sessions and the second self-managed part by SCI users and caregivers. However intended environment for self-managed BCI is home.
Modality of stimulus was qualified as “multimodal”. Two cue modalities were utilised: the SCI users were provided with a visual execution cue, a tick which appeared on screen, and a simultaneous audio cue, high pitched ‘beep’ sound to signal the beginning of a trial.
The modality of feedback used was also multimodal. The visual scale on screen represented the real-time alpha band power while FES provided sensory feedback.
Technology
Hardware consisted of a BCI and FES device. A proprietary user application for was developed in C++ to enable BCI control and communication between the EEG device and FES stimulator [32].
To acquire EEG signal during therapy sessions, the Emotiv EPOC (Emotiv Inc., USA) was used with a 128 Hz sampling rate. From the 14 channels of the headset, only two bipolar channels were used for real time neurofeedback: either approximately FC3 or CP3 for right hand training or FC4 and CP4 for left hand training, according to the international 10–10 standard system [33]. Emotiv EPOC was not originally designed to cover these electrode locations, therefore the headset was tilted back to allow sensors to be placed in these locations as measured from the nasion and inion for each user. Reference electrodes were in locations of PO7 and PO8 approximately, and ground electrodes on mastoid processes. Impedance was kept under 10kΩ.
For the initial and final EEG assessments GTech g.USBamp BioAmplifier (Guger Technologies, Austria) was used with sampling rate of 256 Hz and 16 EEG channels in the following locations: AFz, F3, Fz, F4, FC3, FCz, FC4, C3, Cz, C4, CP3, CPz, CP4, P3, Pz, P4 with ground on A1 and reference on A2 (L and R earlobes respectively). The impedance was kept under 5 kΩ.
Figure 4a shows a diagram of the bespoke BCI software solution [32]. The GUI consisted of a main window from which users could control BCI-FES and navigate to separate ‘EEG Setup’ and ‘FES Setup’ windows. From the main window users could also access a ‘Usage Diary’ to visualise past use.[image: ../images/12984_2021_838_Fig4_HTML.png]
Fig. 4Aspects of the BCI-FES software. a Diagram of BCI software architecture and GUI aspects. b Screenshot of the training video. The hand squeezes the ball and relaxes. Repeated 10 times. c Main screen of the BCI programme. Setting options are in the upper portion of the window. The gauge is used for neurofeedback, ‘Start’ runs the programme, ‘Stop’ stops it and ‘Exit’ exits the BCI application


Main Window provided the following settings (Fig. 4c):	Training Threshold—a value of alpha band power the user must stay below for Time Threshold (see below) in order to receive FES. The threshold value could be obtained using the Training video (described in EEG Setup Window below) or a value from a previous session could be reused.

	Time Threshold—time the alpha band power must be below the Training Threshold in order to activate FES

	Hand Selection—user selected left or right hand to be trained

	Stimulation Program—controlled the number of FES channels to be used. The user could choose up to four bipolar channels.




EEG Setup Window contained an automatic Training Threshold value suggestion, which was based on 10 repetitions of a 5 s “follow-along” video of a hand squeezing a ball (Fig. 4b). The suggested Training Threshold value was 1/3 of mean alpha band power during attempted movement, based on results of our previous study [31].

FES Setup Window was used to specify parameters for up to 4 independent FES bipolar channels including pulse width (typically 250 µs), stimulation amplitude (between 12 and 50 mA, set to achieve a visible muscle contraction), time between pulses, corresponding to the frequency of stimulation (33 Hz for all users), and duration of stimulation (typically between 3 and 5 s per channel) which was independent of EEG once the FES has been successfully triggered. In addition a start time for each of 4 channels could be set independently. In this way, a complex movement could be achieved, such as flexion and subsequent extension, separate flexion of wrist and hands, or separate movement of thumb and rest of the fingers [32].
The FES stimulator, Rehastim (Hasomed Ltd, Germany) allowed up to four channels to be used independently. Each user’s particular motor deficit was individually assessed by the OT. Most commonly the FES electrodes were placed on the forearm in order to activate the wrist and finger flexors and extensors in an alternating manner.
Evaluation
Both testing and inquiry methods were utilised to assess the usability of the system through several subjective and performance (objective) measures. Each group of users was asked to provide subjective input regarding the BCI system in following ways.	a)Workload was measured by the NASA Task Load Index [34] for SCI users, caregivers, and OTs. SCI users and caregivers were asked to complete  a NASA TLX rating scale after each of their BCI sessions. OTs completed them after each of their training sessions (lead by researcher). The workload experienced gave a measure of the users’ progress during learning to use the system, indicating phases during which more support and improvements could be implemented.

 

	b)Perceived usefulness of a device for home-based hand therapy questionnaire was custom designed and given to SCI users and caregivers after their first BCI-FES session in order to capture their first impressions and expectations of the system. Perceived usefulness is a major factor in predicting intended use of a device, therefore this questionnaire measured perceived benefit to hand function and ease of use.

 

	c)Quebec user evaluation of satisfaction with assistive technology (QUEST) [35] questionnaire was completed by SCI users and caregivers after last training session with OT but before any additional sessions (after 4th or 5th session total). Satisfaction scores for specific aspects of the hardware and support given indicate areas for improvement, while users’ ratings of the device features reveal their priorities.

 

	d)Focus group interviews were conducted with OTs before recruitment of any users and caregivers, and after completion of all sessions with user pairs. These gave OTs an opportunity for feedback and critical discussion about their experience and future directions of the system.

 

	e)Interviews were carried out with SCI users and caregivers two or three times depending on whether or not they completed the optional 10 sessions after training. The interviews aimed to provide feedback regarding the system and gauge feasibility and interest in further development and use of the system at home. The first interview occurred after their first BCI-FES session. This interview assessed their general attitude towards technology and how they would look for information regarding new rehabilitation technology specifically. During the second interview, after completed training with OT, users and caregivers were asked about their understanding of how the system works, user friendliness, and their experience using the system. The final interview was conducted after the completion of the additional 10 sessions and focused again on the users’ and caregivers’ experience using the system, any user friendliness issues, and perceived benefit of extended therapy. During analysis interviews were printed verbatim and inspected by two researchers independently to identify the main topics. Researchers then agreed on the main topics, which are presented in the results section.

 




Several performance (objective) measures aimed to assess the efficiency and effectiveness of the BCI system.	a)Multichannel EEG assessment was performed prior to starting the BCI-FES training and therapy. Initial and final resting state baseline recordings were performed. During these users had their eyes open while looking at a fixation cross on screen for two minutes, and two minutes with eyes closed. This was repeated twice at the start and twice at the end of the assessment. During the assessment each SCI user was asked to preform attempted movement of each of their hands. A cue based paradigm was used [36] and a total of 60 trials of each hand were performed, split up into 5 subsections each containing 12 trials per hand. One trial lasted a total of 6 s: −3 < t < −1 s a blank screen, a warning cue for −1 s < t < 3 s in the form of a cross in the middle of the screen, and an execution cue for 0 < t < 2 s in a form of an arrow pointing left or right, corresponding to the left and right hand movement. The SCI user was asked to attempt movement from the appearance of the arrow until a blank screen was shown i.e. from 0 to 3 s. The whole EEG assessment was repeated if the user completed the study, consisting of at least 10 BCI-FES sessions total.

 

	b)Range of movement (ROM) of users’ wrists on both sides was measured before the start of BCI-FES using a digital goniomieter (Biometrics Ltd, UK). The SCI user performed maximum flexion and extension five times and the angle at the maxima was noted. This was repeated if the user completed the entire study including additional sessions.

 

	c)Donning Time i.e. the time it took to set up the whole system with each use was measured. This was defined as the total of

 

	•placing headset

 

	•achieving good contact of electrodes

 

	•determining the EEG training threshold

 

	•placing FES electrodes

 

	•setting FES stimulation parameters

 

	•testing the threshold and parameters to make sure they are correct

 

	d)Accuracy of the software in achieving FES activation was monitored. The true positives, false positives, and true negatives were recorded during each session (Eq. 1 and 2). Because of the nature of the algorithm false negatives were not possible i.e. it wasn’t possible for the FES to activate if alpha band power did not remain below threshold for a sufficiently long period of time.[image: $$\frac{TP}{TP+FP+TN} \times 100\%$$]

 (Equation 1)


[image: $$\frac{FP}{TP+FP+TN} \times 100\%$$]

 (Equation 2)




 

	e)Repeatability of FES parameters: during each session the following FES parameters were noted: pulse current, pulse width, start time, and duration. These values were then inspected for intersession repeatability.

 

	f)Repeatability of Threshold: the value of training threshold used during each session was noted and later analysed for intersession repeatability.

 

	f)Number of sessions needed with OT: total number of training sessions with an OT, before the SCI user and caregiver felt confident in continuing the therapy on their own.

 

	h)Time needed for FES activation: the time between cue signalling to start AM and actual FES activation, with minimum being 1 s and maximum 15 s.

 




Offline EEG analysis
Multichannel EEG assessment—artefacts pertaining to eye-blinks or other muscular movements and spasms were removed during visual inspection and using Independent Component Analysis (ICA) in EEGLAB toolbox [37] for Matlab (The MathWorks Inc, USA). Data was epoched and cumulative ERD/ERS [38, 39] scalp maps and spectrographs were produced for AM of all SCI users’ initial assessment for frequencies 3-30 Hz. Baseline period was set as t = −3 s to t = −1.5 s (before warning cue at t = −1 s). Statistical significance was tested using bootstrapping statistics (p = 0.05) and corrected for multiple comparisons.
Single channel BCI-FES EEG analysis—time–frequency analysis of EEG recorded during BCI-FES trials using Emotiv EPOC headset was performed to visualise ERD/ERS during trials. Data was bandpass filtered from 2 to 45 Hz, epoched, and epochs with artefacts were manually discarded during visual inspection. Analysis was performed using the Morlet Wavelet transform [40] with Hanning-tapered window applied with a minimum of 3 wavelet cycles per window at lower frequency. Baseline period was set to -2.5 s to -0.5 s i.e. before appearance of execution cue (at t = 0). Statistical significance was tested using bootstrapping statistics (p = 0.05) and corrected for multiple comparisons.
Statistical methods
The Wilcoxon Signed Rank test was used to test donning times and workload experienced by participants for statistical significance at the 0.05 level. Spearman’s correlation test was applied to the donning times vs workload experienced.
Results
Results from all quantitative and qualitative outcome measures are presented using the well-established framework for usability which consists of efficiency, effectiveness, and satisfaction [27] as shown in Table 1.Table 1Categorised outcome measures


	Category
	Measure
	Participants assessed
	Assessment frequency

	Effectiveness
	BCI accuracy
	P
	ES

	 	ROM
	P
	BT, AI

	Efficiency
	NASA TLX workload
	OT, P, C
	ES

	 	FES parameter repeatability
	P
	ES

	 	Threshold repeatability
	P
	ES

	 	Number of training sessions
	OT, P & C
	AT

	 	Donning time
	OT, P & C
	ES

	 	Time for each FES activation
	P
	ES

	Satisfaction
	QUEST
	P & C
	AT, AI

	 	Interviews
	P & C
	FS, AT, AI

	 	Focus group
	OT
	ATT, EoS

	 	Perceived usefulness Questionnaire
	P & C
	FS

	EEG
	EEG assessment
	P
	BT, AI


Each category and the corresponding outcome measures including the user groups who were assessed using that particular measure—these are P for SCI users only, C for carers only, P&C for SCI users and carers together, and OT for occupational therapists only. Assessment Frequency: ES—every session, FS—first training session, BT—before training sessions with OT, AT—after training sessions with OT, ATT—after OT training (lead by researchers), AI—after at least 10 sessions total (including both training and independent), EoS—at end of study (all P&C sessions completed)



In addition we also show group level ERS/ERD before the therapy to demonstrate how SCI affects the EEG during motor action in early subacute stage. In a previous study [11] we showed that this activity normalises alongside restoration of motor function. In this study, which primarily focuses on the transfer of knowledge, the number of sessions was too small to demonstrate changes in EEG activity.
EEG assessment
From the initial EEG assessment the ERD/ERS associated with AM of the hand was plotted for all 8 SCI users. Figure 5 shows the group average ERSP and spectrograms during AM trials.[image: ../images/12984_2021_838_Fig5_HTML.png]
Fig. 5Group EEG characteristics during initial neurological assessment of end users. a Group average ERSP of left and right hand attempted movement in 8–24 Hz frequency band. On the electrode map on the far right electrode locations with statistically significant differences between the two conditions are marked with red dots (C3 and CP4). b Corresponding group average spectrograms of right and left hand attempted movement. Top row: electrode locations C3, CZ, and C4 during right hand attempted movement; bottom row: electrode locations C3, CZ, and C4 during left hand attempted movement. Above the C3 plot in the top row is a schematic representing what the SCI user was shown on screen (blank black screen, cross only, or cross and arrow to right or left), and what actions were performed during the trial (resting or AM). This sequence applies to all six plots


Collectively, there is no lateralisation during left hand movement, and slight ipsilateral lateralisation during right hand movement as seen in Fig. 5a. These types of EEG patterns are not uncommon in the sub-acute SCI population and may change over the course of recovery using BCI-FES to resemble the contralateral lateralisation seen in the able bodied population [41, 42].
Figure 5b shows ERS/ERD over selected electrodes over the primary motor cortex. Although broad ERD is exhibited after the onset of movement (at 0 s) in alpha and beta bands (approximately 7 to 25 Hz), no lateralisation can be noticed. The ERS (red) is sensory response to visual stimuli and tactile sensation of movement.
Furthermore, the EEG recorded by the Emotiv EPOC during the BCI-FES sessions was used to verify activity in the alpha band during the attempted movement phase of the hand therapy along with the lack thereof during other parts of the trials and unsuccessful trials (Fig. 6).[image: ../images/12984_2021_838_Fig6_HTML.png]
Fig. 6Cumulative time–frequency response of a representative SCI user (P7) during 10 successful BCI-FES trials on the right hand


ERD can be observed during AM in the alpha band, but also in the beta and gamma band during AM and subsequent FES. Strong ERS can be observed at the start of stimulation of each FES channel. This can be explained by sensory response related to the onset of wrist flexor FES stimulation from t = 1 s to t = 2 s, and offset of flexor and simultaneous onset of extensor stimulation at t = 6 s [43]. The final component contributing to this large ERS feature is the imprecision of plotting wavelets spectrograms at lower frequencies.
The spectrogram of BCI-FES therapy trials appears quite different than those shown in Fig. 5b for several reasons. Firstly, the user is not only attempting movement but also receiving FES stimulation. Pure AM without stimulation can be seen between t = 0 sand 1 s and the corresponding ERD which lead to FES activation is present in the alpha band. Secondly the EEG response plotted here is that of only a single user; it could not be averaged because of variation in order of stimulation pattern, hand trained, and FES parameters.
Effectiveness
Due to the small number of therapy sessions it was not possible to fully assess the effectiveness of the therapy and we present only the ROM for three SCI participants who took part in independent therapy sessions. We also present the effectiveness (in this context the accuracy) of using BCI-FES system.
The range of movement
Changes in ROM of wrist flexion and extension of three participants who performed a final assessment after their last independent session are as follows:	P1—left hand (trained) decreased by 7° and right hand (untrained) decreased by 3o

	P4—right hand (trained) increased by 23° (left hand untrained, not tested)

	P7—right hand (trained) increased by 9° and left hand (untrained) increased by 16o




SCI participants attended conventional therapy in parallel to this study therefore it is not possible to attribute any functional improvement to BCI-FES therapy alone. The changes in ROM may have been caused by the amount of hand stretching each person has done within a day or two before testing.
BCI accuracy
In Fig. 7a the median percentage of true positives achieved varies between 75 and 90% out of all attempted trials for the first five sessions across all SCI users. The mean individual percentage of false positives for each SCI user ranged from 4.6 to 10.4%[image: ../images/12984_2021_838_Fig7_HTML.png]
Fig. 7BCI performance and parameters. a Percentage of true positives activation out of all attempted trials across all SCI users for first five sessions. b Time to activate FES across all SCI users for the first five sessions. The numbers in each box denote the number of data points for each box. c Range of alpha power threshold values used by each SCI user during their first five sessions


Efficiency
BCI-FES parameters
Time for FES activation and BCI activiation threshold values during first five sessions are presented in Fig. 7. These give an indication of the ability of users to control the BCI program and indicate the learning process.
Figure 7b presents the length of time from the appearance of the cue indicating the start of AM until FES activation occurred. It can be seen that the time needed for each activation varies but the median stays fairly constant across sessions. During the first training session across all SCI users the mean was 3.39 ± 2.55 s, median 2.54 s, min 1.02 s, and max 11 s. During the last training session across all SCI users the mean was 4.10 ± 3.16 s, median 2.76 s, min 1.03 s, max 12.86 s. Figure 7c shows the level of alpha power needed to activate FES stimulation with each trial for the first five sessions of each SCI user.
Number of training and independent sessions
All completed sessions by each user pair are shown in Table 2. Four caregivers felt confident enough with the system after 4 training sessions and three after 5 sessions. The median number of training sessions completed by user pairs was 4 (min 1, max 5), and median number of self-managed sessions was 8 (min 4, max 10) excluding pairs who withdrew after training sessions only.Table 2Number of SCI user and caregiver sessions and completion


	User pair
	Training sessions
	Self-managed sessions
	Completion

	P1 & C1
	4
	10
	C

	P2 & C2
	4
	4
	CT + 

	P3 & C3
	5
	–
	CT

	P4 & C4
	5
	10
	C

	P5 & C5
	4
	–
	CT

	P6 & C6
	5
	–
	CT

	P7 & C7
	4
	6
	CT + 

	P8 & C8
	1
	–
	W

	Total
	32
	30
	–


Training and independent sessions completed by each user pair. In the far right column, CT = completed training, CT+  = completed training and some independent sessions, C = completed training and all independent sessions, W = withdrew before completion of training



Donning time
The range of donning times for OTs during their training sessions, who practiced the same actions as the caregivers during their training, is shown in Fig. 8a along with donning times for SCI users and caregivers from their training sessions which were instructed by the OTs.[image: ../images/12984_2021_838_Fig8_HTML.png]
Fig. 8Donning times during sessions. a Donning times for all caregivers (donning for SCI user sessions) (blue) for sessions 1 (N = 8), the last training session labelled 4 here (N = 7), however for 3 user pairs the 5th session was the last training, 10th (N = 3) and 14th (N = 2) sessions showing therefore donning times approximately every 4–5 sessions. Donning times achieved by OTs (green) (N = 3) show first and last OT training sessions with researchers. The box for OT’s at last training is hardly visible because there was little variability in the values. b Mental demand (min 0, max 20) experienced by caregivers (measured by NASA TLX [34]) at each particular session and the corresponding donning time during that session


Donning times seen in Fig. 8a show OTs time decreased from median 48 min during the first session of full BCI-FES system setup to 33 min median for the last training session. Carers’ median donning times also decrease with each session, reaching a final value of 18 min at the 14th session. A Wilcoxon signed rank test was performed on the SCI user and caregiver pairs’ donning data for first and last training sessions for 7 pairs who completed training, and the difference was found to be significant (p = 0.018) at the 0.05 significance level.
Figure 8b shows that the mental demand experienced by carers influences the resulting donning time for a particular session (Spearman’s correlation ρ = 0.479, p value = 0.0001). Since donning time is an important aspect of usability, this suggests improvements to lower the mental demand of the carers would positively influence the overall usability of the system.
Workload
Figure 9 shows the reported workloads during the sessions as measured using the NASA TLX questionnaire [34]. The OTs had four training sessions which have been separated by content, and similar values were reported for total workload during the first three sessions covering FES only, BCI only, and full BCI-FES setup with medians of 41, 40, and 43 percent of maximum respectively (Fig. 9a). For the second and final full BCI-FES setup session the median was considerably lower at 24 percent of maximum, i.e. workload has nearly halved from session 3 to session 4.[image: ../images/12984_2021_838_Fig9_HTML.png]
Fig. 9Workload experienced during sessions. a OT workload during each of their training sessions - each box consists of 4 data points. b Overall workload for the first and last training and independent sessions for all carers and SCI users. The workloads are presented as % of maximum possible score (120) for both (a) and (b)


Figure 9b shows that the workload for SCI users generally stays more constant than carers and medians decrease with each session plotted, though due to low number of participants in independent sessions, the exact trend could not be established. Interestingly, for carers the workload peaks at the first independent session and is clearly the lowest for the last independent session, again bearing in mind the reduced number of participants. No significant difference was found between the first and last training session workloads for neither SCI users nor carers (Wilcoxon signed rank test, p = 0.46 and p = 0.84 respectively). Differences between other sessions could not be tested due to the limited number of data points.
Intersession repeatability of FES parameters
For a therapy delivered by non-professionals, it is important that system parameters are as stable as possible. The FES parameters used by each SCI and caregiver pair were initially established by the OT during the training sessions. It was found that these remained unchanged for 70% of training sessions and 84% of independent sessions. The changes that were made by the participants most often was altering the stimulation current intensity. Across all users, the current settings were altered by a median value of 4 mA (min 0, max 8).
Satisfaction
QUEST
The results of the QUEST questionnaire SCI users and carers completed after the last training session with OT showed that the most important aspects to users were ‘Easy to Use’ and ‘Effective’. Across users, the BCI-FES system in the present study was rated as 3.43 ± 0.90 for ‘Easy to Use’ and 3.29 ± 0.70 for ‘Effective’ (both out of 5 max). When rating satisfaction with the BCI-FES used in the present study, the users were most satisfied with ‘Safe and Secure’ at 4.43 ± 0.9, ‘Weight’ at 4.43 ± 0.9, and ‘Professional Services’ at 4.43 ± 0.73. The average satisfaction with the BCI-FES system was 3.68 ± 0.81 out of 5, and with services provided was 4.14 ± 0.82 out of 5.
Interviews and perceived usefulness questionnaire
The results presented in this section combine both qualitative data, in the form of quotations from participants, as well as quantitative data, in the form of ratings (scale 1–10) contained in the Perceived Usefulness Questionnaire. These results are presented as either barriers or facilitators to BCI-FES adoption by the end users and their caregivers and are summarised in Fig. 10.[image: ../images/12984_2021_838_Fig10_HTML.png]
Fig. 10Barriers and facilitators to BCI adoption. Categories derived from interviews with SCI users and caregivers and focus groups with OTs


Facilitators
OTs and caregivers both identified the caregivers’ willingness to help and be involved in the SCI users’ recovery as a motivating factor to using the BCI-FES:“…they felt like they were able to help and do something for their loved ones, whereas maybe not being so involved with their rehab they feel like they are a bit helpless.”—OT3.
“I like to be involved, that’s what I like about it.”—C7.


Both SCI users and caregivers were encouraged by the sight of the user’s normally limited hand moving due to the FES:“I like the fact that I can see his hand working. It’s kind of hard to believe these things until you actually see it working.”—C7.


For SCI users and caregivers another motivator was the potential for functional recovery of hand movement. Some users and caregivers who completed additional sessions attributed a degree of recovery to the BCI-FES use:“I can see a lot more flexibility in the hand than when we started and I believe what we have done has contributed to that and is of benefit.”—C4.


Conversely, when OTs were asked if they saw and improvement in SCI users hand function due to BCI-FES they replied:“No, I couldn’t say. No”—OT1, OT3.


Later, OTs also acknowledged the difficulty of distinguishing the potential source of any recovery because of natural recovery also taking place.“…no matter what, you can’t really tell if the functional gains are because of the intervention.”—OT2.


Nevertheless, SCI users and carers gave an average rating of 7.9/10 (1 = not at all, 10 = very much convinced) for the perceived usefulness of BCI-FES in improving their muscle strength and hand function, showing the general belief in the potential benefit of the therapy. In addition, OTs also confirmed this to be a motivating factor for people with SCI:“I think most of our patients are quite motivated, if they think it is going to help them.”—OT1.


One aspect of the BCI which OTs saw value in was active involvement of SCI users in their therapy.“I think the fact that the patient is a bit more active in it, thinking about it and initiating that movement encourages them to be proactive. Often patients can be passive. They often just like to have their hands going up and down and see their hands moving but at least with the BCI element, they are thinking about it and trying to engage.”—OT1.


OTs also raised the importance of any at home therapy being integrated with the person’s home environment and ADL:“It’s really just about encouraging them to use their hands as much as possible, so in the shower getting washed, making things in the kitchen, going out and about with their family friends whatever their lifestyle was beforehand.”—OT1.


Finally, when asked about their readiness to try new technology, 3 out of 7 SCI users and 1 out of 7 caregivers self-reported being early adopters, making them more likely to use the BCI-FES in general. Attitude towards new technology was rated as 7.6/10 on average across all SCI users and caregivers (Perceived Usefulness Questionnaire; 1 = extreme avoidance, 10 = extreme excitement). OTs were of the opinion that caregivers with this inherent interest were more likely to continue BCI use at home.“I think for the ones who already had a technology background…because I think they are already interested in it, then they are more likely to use it. But I think for the ones who didn’t really get it and were just doing it for their loved ones, to be helpful, I couldn’t really see them going out of their way to look for other gadgets to do it [continue therapy].”—OT3.


Barriers
With regards to barriers to adoption of the BCI-FES system, there were some comments from OTs and caregivers regarding a lack of time to use the system when at home. This was believed to be caused by the sheer number of things which happen when a person is discharged from the hospital as well as the busy schedules of caregivers:“I just think, to even think about taking it home, there would be so much going on. It’s going to be hectic, especially at first when he [P6] comes home.”—C6.
“I think when you have the added factor of having a carer needing to set you up, it makes it even less likely that it would be continued at home apart from a small percentage of focused driven people.”—OT2.


Another barrier identified by all user groups was the time consuming nature of the BCI-FES therapy, complexity, “just the number of elements” (OT2), and low user friendliness:“Length of time it takes to set-up and issues with trying to find the points on the head I think would make it more of a thought for them having a session.”—OT1.
‘The real problem that I would have is the software. To remember one or two things, or to save something and then you can’t move on. I would need to have it written down step by step.”—P2.


Other difficulties discouraging for independent use related to the EEG headset donning:“The hardest bit for me is positioning the headset on his head and getting the green dots [good electrode contact].”—C5.
“… [P1] has so much hair, it’s just trying to get a good connection.”—C1.


Despite these comments, participants generally reported that the system was fairly easy to use given enough practice: “Once you have a good few weeks, it just takes a bit of practice. I feel more confident now.” (C7). In the Perceived Usefulness Questionnaire participants rated ‘easy to use’ as 6.7/10 on average (1 = very difficult, 10 = very easy), showing that with practice users overcame these obstacles.
The health condition, response to FES, and potential for recovery related to age of the participants was also identified by OTs as problematic for BCI-FES use:“We seem to be having a lot of patients that are not really responding as well to FES and older, less potential in terms of their rehab as well so it was quite difficult.”—OT3.


Furthermore, OTs identified age of the user had an influence on their experience, because of the degree “of their [P’s & C’s] technological abilities” (OT1), eyesight, and other conditions:“The laptop, the screen, everything has to be bigger, that is the main thing. (…) It’s quite difficult and I think as well for the older population, if their hands are a bit shaky (…) having to touch the screen would be quite difficult.”—OT3.


Other barriers identified pertained to recruitment of participants during the sub-acute stage after injury as OTs mentioned the limited timeframe for potential recruitment:“I think it is a narrow window of opportunity for the recruitment because at some points it’s too early and they are emotionally not ready or their sitting time is limited or they have other things going on that by the time they are ready it might be getting close to discharge and just it’s that sort of narrow window.”—OT2.


When participants were asked how/where they would look for rehabilitation technology the majority suggested looking on the internet for information as well as speaking to occupational therapists for advice:“Probably Google and also therapists”—P7.


However, OTs were cautious to recommend therapeutic technology since each person had individual needs and recovery goals and no one device could address them.“I think you also need to think about why is it you are recommending it? Is it just to do an activity and is there any outcome to doing that activity?”—OT3.


Another reason stated was to lead the people with SCI to accept their new state and its limitations.“And it’s trying to not mislead them that they will need rehab forever, because some of them like to think they might (…) so giving them that closure as well is really important.”—OT4.


Discussion
In the present study we have shown the feasibility of the transfer of knowledge from researchers to therapists and onwards to caregivers and users with SCI which, to our knowledge, is the first such instance in published literature. At the end of the study OTs reported confidence in using the system and teaching it to SCI users and caregivers. With enough practice, appropriate learning aids and instructions, and lasting remote support, therapists could continue to teach people in need of the therapy and their caregivers, and could even pass on the knowledge to other therapists.
Those possibly most in need of such an accessible home based therapy are people living in rural and remote areas who do not have physiotherapy clinics nearby. Therefore, in order for any home based therapy to be a truly accessible and sustainable solution, it is essential to organise training locally and provide local and remote support. Hence, why the researcher-therapist-caregiver transfer of knowledge is essential in this context.
Considering our second objective, we have demonstrated satisfactory usability of BCI-FES as a self-managed tool for hand therapy among people with SCI and their caregivers. Other BCI studies which have involved caregivers have not assessed their performance and experiences to this degree [15, 44]. The detailed evaluation of each of the three usability constructs follows.
Efficiency
All user pairs felt confident that the four or five training sessions with an OT were sufficient to continue using the system independently, however results suggest users are still learning at this point. It appears the users learn first by instruction from the OT and documents and at the end of training they feel comfortable to continue learning, but now from one’s own mistakes. Hence further supervision is required and users should always have access to contact an ‘on call’ expert while using such a system at home [44, 45].
The EEG device and setup has been highlighted as an area for improvement in numerous BCI usability studies [17, 28, 46]–48. Although the Emotiv EPOC device used here presents an improvement upon the traditional cap and gel solution, the headset still proved to be a difficulty. However, with practice all caregivers managed to achieve correct placement and users were able to control the neurofeedback. This is a significant finding since people with SCI living at home, have limited time with a professional caregiver or relative, and during the time they have ADL take priority. Hence, the quicker and easier the setup involving the carer, the more feasible the device for daily use for the end user.
The exact EEG alpha band power threshold values appear to be reused or remain within a small range leading to good inter-session reliability for each user. Similarly, FES parameters stayed constant with the same value being reused for the majority of all sessions for all SCI users. The stability of both of these parameters is promising in the context of self-managed use in a home setting.
The medians of workloads reported by users during the study were low to moderate, confirming the operation of the entire BCI-FES system was not too difficult for the users to learn.
Effectiveness
Even though some SCI users perceived an improvement in hand function, it cannot be concluded to be a result of the BCI-FES therapy because of several factors. Firstly natural recovery occurs after injury and each SCI user was actively attending physiotherapy and occupational therapy sessions during the course of the study. Secondly, the BCI-FES intervention was too short to expect any meaningful results as the minimum number of sessions would be approximately 10 long sessions or 20 brief ones [9, 11, 49].
Nevertheless, it has been shown that perceived usefulness of assistive or rehabilitative technology is one of the primary factors in predicting actual use of the device [50, 51]. In the present study, users positively evaluated the perceived effectiveness in strengthening muscles and improving hand function.
The accuracy of the BCI has been shown to be comparable to other BCI studies [18, 44, 46], indicating that the simple threshold time switch is an effective classifier in this case. This is encouraging as it has been shown that those who perform well with BCI are more interested in using one [15].
Satisfaction
The results from the QUEST questionnaire overlapped with other BCI studies which implemented the measure, which also highlighted ease of use and effectiveness as the top factors in determining satisfaction with an assistive device. The cumulative satisfaction scores with the device were in a similar range to other studies with most users being generally satisfied [17, 18, 28, 45, 46, 52].
Facilitators and barriers to BCI adoption
Finally, in relation to our third objective, the factor which arguably encouraged the participants to use the BCI-FES system the most was the potential benefit in recovery of hand function.
Caregivers seemed to be motivated by two thoughts: one being the potential for improvement in function of their loved one, while the other was the thought of being able to have an active role in their recovery. Therapists however did not think this would be enough motivation for further continued BCI-FES use at home.
Another factor facilitating the adoption seems to be younger age of the participants and high computer literacy, as has been shown in other studies investigating technology adoption [53]. Younger caregivers with an interest and experience with technology performed much better than older caregivers, however with time currently young and tech savvy will become older and this may no longer be the trend. The only obstacle then will be the cognitive ability.
The OTs involved were motivated by the aspect of the necessity of active engagement of the people with SCI in the therapy. They saw it as beneficial for the person’s recovery as they regularly encourage people to take an active role but many remain passive while receiving FES in conventional therapy.
Finally, OTs also identified a potential factor influencing long-term use of the BCI-FES in a home setting as therapy its ability to produce complex movement patterns for ADL, which form a core of conventional community therapy for people with SCI and stroke [54, 55]. Other studies that have incorporated hand therapy into ADL have seen better adherence by the participants than those which have required users to specifically dedicate a significant amount of time for therapy [52].
Among barriers to BCI adoption identified, the need for the system hardware and software to be user friendly and easy to use echoes other BCI studies with end users [17, 47, 48]. Despite the Emotiv EPOC EEG device used here marking a significant improvement in ease of use upon the traditional cap and gel solution used in other studies [48], it still proved to be difficult for the users. Other user friendliness aspects pertaining to software should be addressed with the relevant improvements to make the system simpler and more intuitive.
A common obstacle for rehabilitation and assistive technology use at home is the users’ general health, as mentioned by OTs in the present study. In studies using BCI for communication with locked-in users deteriorating health was also identified as a reason for abandonment [44]. Ill health was the cause of decreased use or withdrawal in studies using a soft robotic glove [52] and BCI for neurofeedback [45] at home by people with SCI.
Recruitment issues mentioned by OTs may not be applicable for self-managed therapies in people with chronic SCI at home as these are specific to the sub-acute phase after injury. Similarly, distance travelled by caregivers to take part in the present study made participation stressful and demanding for those who lived further away from the hospital, while if the therapy takes place at home distance would not be a consideration.
Finally, a discourse between the end users’ interest in trying new rehabilitation technology and the therapists’ reluctance to recommend it has been identified previously [21]. OTs in the present study mentioned the road to acceptance of the limited abilities after SCI, similar to stroke as people after a sudden traumatic experience go through a period of adjustment to injury, therapists and psychologists provide support and guidance through this time [56].
Limitations
Studies involving people with SCI tend to have relatively few participants because of the low prevalence of such injuries compared to stroke for instance. Here seven participant pairs completed the BCI-FES training sessions, which is comparable with other BCI usability studies [17, 48], though a total of 18 individuals (7 participants with SCI, 7 caregivers and 4 OTs) learned to use the system. While a larger number of participants would have made some results more conclusive, these numbers are within the recommended range for usability studies in general, as some suggest only 5 participants is enough [27].
Only three user-caregiver pairs completed enough self-managed sessions to perform a final assessment, therefore effectiveness could not be thoroughly investigated. Furthermore, the lack of a control group prevented the assessment of the degree of improvement due to BCI-FES versus conventional therapy and natural recovery.
In order to assess usability of the system for self-managed home use, the system should be tested in the setting where it will be used, i.e. at home. However, the present study took place in a research space within a hospital therefore various aspects inevitably differed. The amount of environmental noise affecting the EEG device and focus of the user may have been less than that encountered at home, which could lead to potential issues in BCI performance in such a setting. The caregivers also had to travel, some a significant distance, and this likely impacted their experiences and satisfaction in using the system. Furthermore, the fact that both the training and self-managed sessions were supervised by OTs and researchers may have had an impact on the pressure caregivers and SCI users felt to perform, hence raising the level of stress as opposed to a one-to-one session with an OT.
Because of the number of participants required to carry out a BCI-FES session (SCI user, caregiver, OT, researcher), all of whom had busy schedules, often finding a suitable time for all involved proved to be a challenge. Hence some user pairs’ sessions were sparse leading to more challenges in donning and BCI use simply because of the amount of time separating two consecutive sessions.
Conclusion
This study demonstrates the feasibility of the handover of BCI technology from the clinical environment to the users’ day to day life. We have shown effective transfer of knowledge from researchers to OTs to users and caregivers, the ability of caregivers to learn and administer BCI-FES therapy, and satisfactory BCI performance. User feedback has reaffirmed the importance of the inclusion of all interest groups in the community healthcare technology design process and provided key aspects for future directions. There must be undeniable evidence of its effectiveness and clinical benefit to people after SCI in order for a solution such as the BCI-FES system to be widely accepted. Randomised studies are needed to investigate the extent of recovery prompted by the system. Finally, development of accessible rehabilitation technology in general should place particular focus on user friendliness and minimal dedicated time for setup and use, ideally incorporating device use into ADL.
Acknowledgements
The authors would like to thank to all participants in the study: people with SCI, their caregivers and occupational therapists.

Authors’ contributions
All authors have made substantial contributions to the research design, data acquisition, data analysis or interpretation of data, to drafting the article or reviewing it critically, and all have approved the submitted version. AZC conducted the study, analysed the data and substantially contributed to preparation of the manuscript. AV designed the study, took part in conducting the study and data analysis and contributed to preparation of the manuscript, MKHT designed BCI software application and documentation, NPG performed qualitative data analysis and contributed to preparation of manuscript, JC contributed to participant recruitment and conducting the study, MP contributed to study design, participant recruitment and preparation of the manuscript. All authors read and approved the final manuscript.
Authors information
Anna Zulauf-Czaja BEng Biomedical Engineering, is a PhD candidate with research interest in BCI and neurorehabilitation. Manaf K. H. Al-Taleb holds a PhD in Biomedical Engineering and is currently a head of Biomedical Engineering at the Wasit University, Iraq.
Mariel Purcell is a Clinical Research Director and Clinical Consultant in Spinal Cord Injury with research interest in all aspects of treatment of SCI. Nina Petric-Gray MEng in Product Design is PhD candidate with research interest in BCI hardware user informed design.
Jennifer Cloughley is an Occupational Therapist at QENSIU with an interest in research in novel technology based rehabilitation techniques. Aleksandra Vuckovic Biomedical Engineering, MEng is a Senior Lecturer in Rehabilitation Engineering with research interest in BCI, neuroengineering and neurorehabilitation.


Funding
This study has been funded by Digital Health & Care Institute Scotland 173766-01, EPSRC awards reference numbers EP/N509668/1 and EPSRC EP/M506539/1, and by the Higher Committee for Education Development, Iraq and by RAE/Leverhulme Senior Researcher Fellowship LSRF1415\11\95.

Availability of data and materials
Raw EEG data are available from the authors on reasonable request.

Ethics approval and consent to participate
All participants provided written informed consent. The study was approved by the National Health Service Greater Glasgow and Clyde Research Ethics Committee and registered on clinicaltrials.gov with reference number NCT03257982, url: https://​clinicaltrials.​gov/​ct2/​show/​NCT03257982.

Consent for publication
Participants in Fig. 2 have signed consent to allow publication of these photos.

Competing interests
The authors declare that they have no competing interests.


References
	1.
Richard P, Ku L, Dor A, Tan E, Shin P, Rosenbaum S. Cost savings associated with the use of community health centers. J Ambul Care Manag. 2012;35(1):50–9.

	2.
McCaughey EJ, et al. Changing demographics of spinal cord injury over a 20-year period: a longitudinal population-based study in Scotland. Spinal Cord. 2016;54(4):270–6.PubMed

	3.
Anderson KD. Targeting recovery: priorities of the spinal cord-injured population. J Neurotrauma. 2004;21(10):1371–83.PubMed

	4.
Smith H, et al. Corticospinal function studied over time following incomplete spinal cord injury. Spinal Cord. 2000;38(5):292–300.PubMed

	5.
Williams TL, Smith B, Papathomas A. Physical activity promotion for people with spinal cord injury: physiotherapists’ beliefs and actions. Disabil Rehabil. 2018;40(1):52–61.PubMed

	6.
Liu M, et al. Newer challenges to restore hemiparetic upper extremity after stroke: HANDS therapy and BMI neurorehabilitation. Hong Kong Physiother J. 2012;30(2):83–92.

	7.
Ang KK, et al. A clinical study of motor imagery-based brain-computer interface for upper limb robotic rehabilitation. 2009; pp. 5981–5984.

	8.
Selfslagh A, et al. Non-invasive, brain-controlled functional electrical stimulation for locomotion rehabilitation in individuals with paraplegia. Sci Rep. 2019;9(6782):1–17.

	9.
Biasiucci A, et al. Brain-actuated functional electrical stimulation elicits lasting arm motor recovery after stroke. Nat Commun. 2018;9(2421):1–13.

	10.
Marquez-Chin C, Marquis A, Popovic MR. EEG-triggered functional electrical stimulation therapy for restoring upper limb function in chronic stroke with severe hemiplegia. Case Rep Neurol Med. 2016;2016:1–11.

	11.
Osuagwu BCA, Wallace L, Fraser M, Vuckovic A. Rehabilitation of hand in subacute tetraplegic patients based on brain computer interface and functional electrical stimulation: a randomised pilot study. J Neural Eng. 2016;13(6):065002.

	12.
Buch E, et al. Think to move: a neuromagnetic brain-computer interface (BCI) system for chronic stroke. Stroke. 2008;39(3):910–7.PubMedPubMedCentral

	13.
McFarland DJ. Theraputic applications of BCI technologies. In: Nam CS, Nijholt A, Lotte F, editors. Brain–computer interfaces handbook technological and theoretical advances. Boca Raton: CRC Press Taylor and Frances; 2018. p. 101–12.

	14.
Rupp R. Challenges in clinical applications of brain computer interfaces in individuals with spinal cord injury. Front Neuroeng. 2014;7(SEP):1–15.

	15.
Geronimo A, Stephens HE, Schiff SJ, Simmons Z. Acceptance of brain-computer interfaces in amyotrophic lateral sclerosis. Amyotroph Lateral Scler Front Degener. 2015;16(3–4):258–64.

	16.
Blain-Moraes S, Schaff R, Gruis KL, Huggins JE, Wren PA. Barriers to and mediators of brain–computer interface user acceptance: focus group findings. Ergonomics. 2012;55(5):516–25.PubMed

	17.
Morone G, et al. Proof of principle of a brain-computer interface approach to support poststroke arm rehabilitation in hospitalized patients: design, acceptability, and usability. Arch Phys Med Rehabil. 2015;96(3):S71–8.PubMed

	18.
Miralles F, et al. Brain computer interface on track to home. Sci World J. 2015;2015:1–17.

	19.
Müller-Putz GR et al. Applying intuitive EEG-controlled grasp neuroprostheses in individuals with spinal cord injury: Preliminary results from the MoreGrasp clinical feasibility study. In: Annual International Conference of the IEEE Engineering in Medicine and Biology Society (EMBC), 2019, pp. 5949–5955.

	20.
Huggins JE, Moinuddin AA, Chiodo AE, Wren PA. What would brain–computer interface users want: opinions and priorities of potential users with spinal cord injury. Arch Phys Med Rehabil. 2015;96(3):S38-S45.e5.PubMed

	21.
Demain S, et al. Assistive technologies after stroke: Self-management or fending for yourself? A focus group study. BMC Health Serv Res. 2013;13(1):1.

	22.
Nijboer F, Bos DP, Blokland Y, Van Wijk R. Design requirements and potential target users for brain-computer interfaces—recommendations from rehabilitation professionals. Brain-Comput Interfaces. 2014;2014:1–12.

	23.
Nijboer F. Technology transfer of brain–computer interfaces as assistive technology: barriers and opportunities. Ann Phys Rehabil Med. 2015;58:35–8.PubMed

	24.
Phillips B, Zhao H. Predictors of assistive technology abandonment. Assist Technol. 1993;5(1):36–45.PubMed

	25.
Petrie H, Carmien S, Lewis A. Assistive technology abandonment: research realities and potentials. Lect. Notes Comput. Sci. (including Subser. Lect. Notes Artif. Intell. Lect. Notes Bioinformatics), vol. 10897 LNCS, no. September, pp. 532–540, 2018.

	26.
Rhiu I, Lee Y, Choi I, Yun MH, Nam CS. Toward usability evaluation for brain–computer interfaces. In: Brain–computer interfaces handbook technological and theoretical advances. Boca Raton: CRC Press; 2018. p. 563–84.

	27.
Nielsen J. Usability engineering. Amsterdam: Elsevier; 1994.

	28.
Kübler A, et al. The user-centered design as novel perspective for evaluating the usability of BCI-controlled applications. PLoS ONE. 2014;9(12):1–22.

	29.
Kirshblum SC, et al. Reference for the 2011 revision of the International Standards for Neurological Classification of Spinal Cord Injury. J Spinal Cord Med. 2011;34(6):547–54.PubMedPubMedCentral

	30.
Cuthbert SC, Goodheart GJ. On the reliability and validity of manual muscle testing: a literature review. Chiropr Osteopat. 2007;15(February):2007.

	31.
Vǔckovíc A, Wallace L, Allan DB. Hybrid brain-computer interface and functional electrical stimulation for sensorimotor training in participants with tetraplegia: a proof-of-concept study. J Neurol Phys Ther. 2015;39(1):3–14.PubMed

	32.
Al-taleb MKH. Development and clinical testing of home-based brain-computer interfaces for neurofeedback and for rehabilitation. PhD thesis, University of Glasgow. 2018.

	33.
Jurcak V, Tsuzuki D, Dan I. 10/20, 10/10, and 10/5 systems revisited: their validity as relative head-surface-based positioning systems. Neuroimage. 2007;34(4):1600–11.PubMed

	34.
Hart SG. Nasa-task load index (NASA-TLX); 20 years later. Proc Hum Factors Ergon Soc Annu Meet. 2006;50(9):904–8.

	35.
Demers L, Weiss-Lambrou R, Ska B. Development of the Quebec User Evaluation of Satisfaction with assistive Technology (QUEST). Assist Technol. 2010;8(1):3–13.

	36.
Pfurtscheller G, Linortner P, Winkler R, Korisek G, Müller-Putz G. Discrimination of motor imagery-induced EEG patterns in patients with complete spinal cord injury. Comput Intell Neurosci. 2009;2009:1–6.

	37.
Delorme A, Makeig S. EEGLAB: An open source toolbox for analysis of single-trial EEG dynamics including independent component analysis. J Neurosci Methods. 2004;134(1):9–21.PubMed

	38.
Pfurtscheller G, Lopes FH. Event-related EEG / MEG synchronization and desynchronization: basic principles. Clin Neurophysiol. 1999;110:1842–57.PubMed

	39.
Pfurtscheller G, Aranibar A. Event-related cortical desynchronization detected by power measurements of scalp EEG. Electroencephalogr Clin Neurophysiol. 1977;42(6):817–26.PubMed

	40.
Yamamoto A, Lee DTL. Wavelet Analysis: Theory and Applications. Hewlett Packard J. 1994;45:44.

	41.
Isa T, Nishimura Y. Plasticity for recovery after partial spinal cord injury—Hierarchical organization. Neurosci Res. 2014;78(1):3–8.PubMed

	42.
Jurkiewicz MT, Mikulis DJ, McIlroy WE, Fehlings MG, Verrier MC. Sensorimotor cortical plasticity during recovery following spinal cord injury: a longitudinal fMRI study. Neurorehabil Neural Repair. 2007;21(6):527–38.PubMed

	43.
Reynolds C, Osuagwu BA, Vuckovic A. Influence of motor imagination on cortical activation during functional electrical stimulation. Clin Neurophysiol. 2014. https://​doi.​org/​10.​1016/​j.​clinph.​2014.​10.​007.CrossrefPubMed

	44.
Wolpaw JR et al. Independent home use of a brain-computer interface by people with amyotrophic lateral sclerosis. Neurology. 2018;91(3):e258–e267.

	45.
Al-Taleb MKH, Purcell M, Fraser M, Petric-Gray N, Vuckovic A. Home used, patient self-managed, brain-computer interface for the management of central neuropathic pain post spinal cord injury: usability study. J Neuroeng Rehabil. 2019;16(1):128.PubMedPubMedCentral

	46.
Zickler C, Halder S, Kleih SC, Herbert C, Kübler A. Brain painting: usability testing according to the user-centered design in end users with severe motor paralysis. Artif Intell Med. 2013;59(2):99–110.PubMed

	47.
Blabe CH, Gilja V, Chestek CA, Shenoy KV, Andersen KD, Henderson JM. Assessment of brain–machine interfaces from the perspective of people with paralysis. J Neural Eng. 2015. https://​doi.​org/​10.​1088/​1741-2560/​12/​4/​043002.CrossrefPubMedPubMedCentral

	48.
Holz EM, Höhne J, Staiger-Sälzer P, Tangermann M, Kübler A. Brain–computer interface controlled gaming: evaluation of usability by severely motor restricted end-users. Artif Intell Med. 2013;59(2):111–20.PubMed

	49.
Mukaino M, et al. Efficacy of brain-computer interface-driven neuromuscular electrical stimulation for chronic paresis after stroke. J Rehabil Med. 2014;46(4):378–82.PubMed

	50.
Riemer-Reiss ML, Wacker RR. Discontinuance among individuals with disabilities. J Rehabil. 2000;66(3):44–50.

	51.
Hatami Kaleshtari M, Ciobanu I, Lucian Seiciu P, Georgiana Marin A, Berteanu M. Towards a model of rehabilitation technology acceptance and usability. Int J Soc Sci Humanity. 2016;6(8):612–6.

	52.
Osuagwu BAC, et al. Home-based rehabilitation using a soft robotic hand glove device leads to improvement in hand function in people with chronic spinal cord injury:a pilot study. J Neuroeng Rehabil. 2020;17(1):1–15.

	53.
Berkowsky RW, Sharit J, Czaja SJ. Factors predicting decisions about technology adoption among older adults. Innov Aging. 2017;1(3):1–12.

	54.
Kåringen I, Dysvik E, Furnes B. The elderly stroke patient’s long-term adherence to physiotherapy home exercises. Adv Physiother. 2011;13(4):145–52.

	55.
Guidetti S, Tham K. Therapeutic strategies used by occupational therapists in self-care training: a qualitative study. Occup Ther Int. 2002;9(4):257–76.PubMed

	56.
Van Leeuwen CM, et al. Relationships between activities, participation, personal factors, mental health, and life satisfaction in persons with spinal cord injury. Arch Phys Med Rehabil. 2012;93(1):82–9.PubMed



Publisher's Note
Springer Nature remains neutral with regard to jurisdictional claims in published maps and institutional affiliations.


OEBPS/images/12984_2021_838_Fig3_HTML.png
Rest & Attempted
Preparation Movement FES

15's " 17015s | 7ist |

@ Repeated 10 Times @






OEBPS/navigation.xhtml

    
      Contents


      
        		On the way home: a BCI-FES hand therapy self-managed by sub-acute SCI participants and their caregivers: a usability study


      


    
    
      Landmarks


      
        		Body Matter


      


    
  

OEBPS/images/12984_2021_838_Fig6_HTML.png





OEBPS/images/12984_2021_838_Article_TeX_Equ2.png
FP
TP+ FP+TN

x 100%





OEBPS/images/12984_2021_838_Fig9_HTML.png
SCl User

Carer

- — s

s 8 8 8 8 °
(WNWIXeI 4O %) PEOIOM

o

5

W

| 2

o~

wn

_|_ _ v|_ g

2

T
BCI

o
—
FES

T T T ]

o o o o o o
o [e] te} < o~

—
(WnWIXep\ 4O %) PEOPIOM

Session

Session





OEBPS/images/12984_2021_838_Article_TeX_Equ1.png
TP
TP+ FP+TN

x 100%





OEBPS/images/12984_2021_838_Fig10_HTML.png
Encourages caregiver
involvement / support

Potential for hand
function recovery

Recognition of
importance of long term
use

Complexity of user

schedules

Number of elements in
the system

User friendliness

Headset set-up

Encourages SCI user's
active involvement in

therapy
Facilitators Potential to integrate
to Adoption into home & ADL

Technology interest /

early adoption
SCl limitations
Response to FES
Barriers to
Adoption
Age of user

Recruitment timeframe





OEBPS/images/12984_2021_838_Fig8_HTML.png
(urw) swiy Surtuuoq

o0 LR J Im
L] L] L]
°
L L ]
. i
LN ] L Ll
L]
L] L]
° ° lm
L] L] L
L] L ] L]
L] L]
° L]
LR ] L] e 000 L]
LR ] L] e 000 o
° L J L] L] L]
L] 3
T T T T T T T
¢ 2 8 R Q& R 4
(urw) swiy Surtuuoq
" - |
o
T—I
o8
I — 2
- —
D - <
o |/|— .
o) -~
—h
o o (=] o o
O n < mMm o

Mental Demand

Session Number

b





OEBPS/images/12984_2021_838_Fig5_HTML.png
Left Hand AM Right Hand AM
A T
W ERS_:L5
| s
| 24 [
H-zs

-34
ERD

ERSP (dB)
bnl,,‘ 2

Frequency (Hz)

Time (s) Time (s)





OEBPS/css/envelope.png





OEBPS/images/12984_2021_838_Fig1_HTML.png
Usability

1

—

Demographic

Knowledge Modality Task Description

Location Type of Task

Impairment

Technology

4

( Acquisition Device
BCl Signature

BCI Application
BCl Software

FES Simulator

G

J

o=

1

Subjective

Inspection

Testing

Performance

Inquiry






OEBPS/images/12984_2021_838_Fig7_HTML.png
T T T

T

P1 p2 p3 p4 p5 p6 p7 p8

T T T T T T

=] T3] <+ m ™~ [} o

(zH,A) sanjeA pjoysaiyL

@ 0 —— T
® o—— TH

100 -

(%) san1HsOd anJ|

(=] (= o (=} (=]
o}] =e] P~ 0 Tg}

User

Session Number

Session Number





OEBPS/images/12984_2021_838_Fig4_HTML.png
GUI

Threshold Setting
Activation Threshold
Time for Activation
COM Port

D N

No. of
Activations





OEBPS/images/12984_2021_838_Fig2_HTML.png





OEBPS/css/sidebar.gif





