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Abstract
Background: Wearable ankle robotics could potentially facilitate intensive repetitive task-specific gait training on
stair environment for stroke rehabilitation. A lightweight (0.5 kg) and portable exoskeleton ankle robot was designed
to facilitate over-ground and stair training either providing active assistance to move paretic ankle augmenting
residual motor function (power-assisted ankle robot, PAAR), or passively support dropped foot by lock/release ankle
joint for foot clearance in swing phase (swing-controlled ankle robot, SCAR). In this two-center randomized controlled
trial, we hypothesized that conventional training integrated with robot-assisted gait training using either PAAR or
SCAR in stair environment are more effective to enhance gait recovery and promote independency in early stroke,
than conventional training alone.
Methods: Sub-acute stroke survivors (within 2 months after stroke onset) received conventional training integrated
with 20-session robot-assisted training (at least twice weekly, 30-min per session) on over-ground and stair environ‑
ments, wearing PAAR (n = 14) or SCAR (n = 16), as compared to control group receiving conventional training only
(CT, n = 17). Clinical assessments were performed before and after the 20-session intervention, including functional
ambulatory category as primary outcome measure, along with Berg balance scale and timed 10-m walk test.
Results: After the 20-session interventions, all three groups showed statistically significant and clinically meaningful
within-group functional improvement in all outcome measures (p < 0.005). Between-group comparison showed SCAR
had greater improvement in functional ambulatory category (mean difference + 0.6, medium effect size 0.610) with
more than 56% independent walkers after training, as compared to only 29% for CT. Analysis of covariance results
showed PAAR had greater improvement in walking speed than SCAR (mean difference + 0.15 m/s, large effect size
0.752), which was in line with the higher cadence and speed when wearing the robot during the 20-session robotassisted training over-ground and on stairs.
Conclusions: Robot-assisted stair training would lead to greater functional improvement in gait independency and
walking speed than conventional training in usual care. The active powered ankle assistance might facilitate users to
walk more and faster with their paretic leg during stair and over-ground walking.
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Introduction
Stroke is a leading cause of long-term disability [1]. Person with stroke commonly suffer from foot drop problem, with high falling risk because the affected foot would
drag on the ground and easily stumble on obstacles [2].
Effective gait recovery is essential to improve quality of
life [3] and independency of stroke survivors [4]. Early
rehabilitation in sub-acute phase is known to be more
effective [4, 5], but after completion of conventional gait
rehabilitation, approximately 50–60% of stroke survivors
still experienced some degree of motor impairment, and
about half of them were still at least partly dependent in
walking [6].
Conventional gait rehabilitation often involved intensive, repetitive, and task-specific gait practices [7–9],
mainly walking on level surfaces; while some studies
showed intensive stepping training on stairs could
improve walking speed and balance in sub-acute [10]
and chronic stroke [11, 12]. Previous researches showed
sub-acute stroke survivors participating in early gait
training together with electromechanical-assisted robotics, such as Lokomat, Gait Trainer, and G-EO system,
could improve recovery of gait independency to a certain
extent [4, 9]. But these gait training systems confined the
users in constant treadmill-like setting. An important
goal of gait rehabilitation is to enable independent walking and confidence to enhance their quality of life as soon
as possible without assistance from caregivers [4, 13], and
the real-world walking environment would involve varying terrains, like obstacles, slopes, and stairs. Following a
task-specific training approach [8], early stroke rehabilitation on stair negotiation could potentially enhance gait
re-education for better outcome on gait independency
at hospital discharge. However, intensive stair training
was not a common clinical practice for sub-acute stroke
because of safety concern on stair environment.
To facilitate stair negotiation of person with stroke,
ankle–foot orthoses (AFO) were commonly prescribed
to passively support the dropped foot during swing
phase [14, 15]. A meta-analysis showed the immediate
effect of applying AFO could significantly improve walking speed and balance [16], but long-term application
of rigid AFO did not influence gait pattern of sub-acute
stroke, with limited therapeutic effects [17]. Studies also
showed conventional rigid AFO did not mimic normal
ankle movement during walking and might impose undesirable restrictions on ankle range of motion [14, 18]. In

particular, restricted ankle joint could raise safety issue
when the user was negotiating stairs onto a lower level.
The major challenge was how to position the dropped
foot properly and consistently to avoid tripping onto the
step edge when negotiating stairs. In these cases, wearable ankle robotics could be a viable solution to enable
better ankle joint control during stair training.
Existing lower-limb rehabilitation robots were often
limited by their device weight and portability for stair
environment, so few of these devices could be evaluated and developed to the stage of commercialization
and clinical application [19]. G-EO system was a commercialized end-effector robot that could simulate stair
climbing in a treadmill-like environment by moving foot
plates in cycle to reproduce step length and height of
stairs, but the system was bulky and stationary. The randomized controlled trial (RCT) evaluated the stair version
of G-EO system focused on balance training of chronic
stroke subjects [20]. Portable-power ankle–foot orthosis
developed in the University of Illinois used a pneumatic
bidirectional rotatory actuator to provide untethered
ankle assistance on level ground and stairs. The robot
and control algorithm were evaluated on healthy subjects
(n = 5) as a technical feasibility test [21]. Recent development of ReStore exo-suit (ReWalk Robotics, USA) featured a soft garment-like design driven by Bowden cable,
could offer potential solution to reduce device weight and
bulkiness of robot at ankle joint [22]. Similar ankle rehabilitation robotics have also shown their potential to be
an alternative gait rehabilitation for stroke [19, 23–26],
like Anklebot [8]. However, few studies investigated how
impaired subjects would respond to these rehabilitation
robots immediately during walking on stairs, and few
studies reported the therapeutic effects of these devices
in multi-center RCT setting [4, 19, 25, 26].
Our research team has already developed an exoskeleton ankle robot for gait training on people with chronic
stroke and foot drop problem [27]. The robot could provide active assistive torque to facilitate paretic ankle dorsiflexion for stair clearance and assist plantarflexion for
loading response (power-assisted mode); alternatively,
the motor could also lock the ankle joint at neutral position for foot clearance during swing phase like a rigid
AFO, and release the lock for free ankle movement in
stance phase (swing-controlled mode). The lightweight
(0.5 kg on the paretic ankle) and portable design of this
robot-assisted AFO could make a potential rehabilitation
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tool for gait training of hemiplegic stroke on over-ground
walking and stair ascending/descending.
Our previous study has already evaluated the ankle
robot in a pilot RCT for chronic stroke, which showed
significant improvement in gait independency and
enhanced gait confidence at heel strike after wearing this
robot for 20-session stair and over-ground gait training [28]. Nevertheless, early rehabilitation in sub-acute
stroke is known to have greater impact on functional
recovery than chronic stroke. The primary objective of
the current study was to evaluate the effects on sub-acute
stroke survivors with the wearable robot-assisted AFO.
We hypothesized conventional training integrated with
20-session robot-assisted training (10-min stair training plus 20-min over-ground walking) in early stroke
wearing the ankle robot either in power-assisted mode
or the swing-controlled mode, would result in greater
functional improvement in gait independency, balance,
and speed, than conventional training only. We further
hypothesized active powered assistance would have more
benefit on functional improvement than passive ankle
swing control during the robot-assisted training.

Methods
Subjects

This was a two-center RCT conducted in Hong Kong
between 2017 and 2019. Sub-acute stroke survivors were
screened and recruited from two local hospitals: Hospital
S and Hospital T. This study was approved by the Institutional Review Board of the hospitals and was designed
following the principle of the Declaration of Helsinki. All
recruited subjects read and signed consent form before
participation.
Recruited subjects satisfied the following inclusion criteria, including (1) first episode of stroke within
2 months, (2) hemiparesis resulting from unilateral
ischemic or hemorrhagic stroke, (3) ability to walk with
one-person assistance (functional ambulatory category,
FAC ≥ 1), and (4) sufficient cognition to follow instructions and understand the content and purpose of the
study. Subjects were excluded if he/she had (1) uncontrolled cardiovascular or respiratory disorders, (2)
moderate to severe contractures in lower extremities
(modified Ashworth scale, MAS > 2 at ankle, knee, or
hip), or (3) orthopedic or muscle disorders that affected
mobility.
Intervention

Recruited subjects were randomly allocated into three
groups by drawing lots: (1) power-assisted ankle robot
(PAAR), (2) swing-controlled ankle robot (SCAR), and
(3) conventional training (CT). All subjects received
conventional rehabilitation protocol (physiotherapy and
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occupational therapy) prescribed by rehabilitation team
of the inpatient training centers for 2 h/weekday, including standard lower-limb exercises on standing, balance,
stepping, and walking.
For subjects who were assigned in PAAR and SCAR,
30-min robot-assisted training (at least two sessions/
week, total 20 sessions) were integrated into their conventional training routine (2 h/weekday) without time
compensation. Each robot-assisted training session
consisted of 10-min over-ground walking, followed
by 10-min stair training (ascending/descending), then
another 10-min over-ground walking. The two training
centers had similar settings: having staircase with handrail (5–10 steps with 120–150 mm step height, 1.2–1.5 m
width, 350–400 mm depth) and long corridor (≥ 10 m)
cleared of obstacle with minimal turning. Subjects were
free to take break anytime but resting was also counted in
the training time. The whole session lasted around 45 min
including robot setup (don/doff ) time. A trainer walked
beside the affected side of the subject and held subject’s
waist belt all the time to ensure safety. The trainer administered verbal cue on head/trunk extension in case of
increased trunk kyphosis, or mid-line awareness when
subjects leaned on the unaffected side. Subjects used
their own walking aids prescribed by the hospital rehabilitation team, including walking cane, quadruped stick,
and walker. The rehabilitation team checked the subject’s vital sign and reviewed his/her functional capability
before each session. The trainer regularly asked the subjects if they felt any pain and discomfort during training.
The number of stairs and walking distance covered were
documented in each session as a record of training intensity and capacity.
Exoskeleton ankle robot

Both PAAR and SCAR were provided with the same
exoskeleton ankle robot but in different operation mode
adjustable by the trainer. The robot was worn inside
subject’s footwear on the affected side throughout each
robot-assisted training session (Fig. 1). The wearable
robot was modified from an articulated AFO with the
ankle joint coupled with a rotatory servomotor (Dynamixel MX-106R, ROBOTIS, South Korea) and a torque
amplifier (1:1.67 gear ratio) that can provide powered
assistance in ankle dorsiflexion/plantarflexion directions. The robot can identify changes in foot loading
and gait phases using embedded force sensitive resistors
(FSR-402, Interlink Electronics, USA) placed under heel
and forefoot. An inertial measurement unit (MPU6050,
6-axis MotionTracking, InvenSense, USA) mounted on
the shank can measure leg tilting angle for classifying
user walking intention on level and stair walking [27].
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Fig. 1 a Exoskeleton ankle robot used in this study for robot-assisted stair training of sub-acute stroke survivors in both power-assisted ankle robot
(PAAR) group and swing-controlled ankle robot (SCAR) group. b Robot-assisted stair training

The robot weighted 0.5 kg (including AFO and motor) on
the leg, with the control box (0.5 kg) held by the trainer.
The ankle robot in PAAR mode was intended to provide powered ankle assistance together with residual
motor function to facilitate over-ground walking and
stair training. If the robot detected walking intention in
either over-ground walking or stair ascending, the servomotor generated sufficient constant torque on the
affected ankle in dorsiflexion direction to prevent foot
drop and to facilitate foot clearance with around 10°
ankle dorsiflexion throughout swing phase of walking,
until heel strike was detected and then ankle joint was
free to move in stance phase. Contrary, if the subject
was stair descending, the servomotor generated constant
torque in plantarflexion direction to facilitate loading
response when the affected foot was landing on the lower
step, then the ankle joint was free to move when the heel
touched the floor. To calibrate dorsiflexion assistance,
subjects were told to perform voluntary maximum ankle
dorsiflexion on the dropped foot, while the motor torque
gradually increased in dorsiflexion direction until the
paretic ankle reached 10° dorsiflexion. To calibrate plantarflexion assistance, subjects were told to stand quietly
on both leg while the motor torque increased gradually in
plantarflexion direction until the torque was sufficient to
uplift the heel to 10° plantarflexion on affected side. The
calibration was performed by the trainer at the beginning
of each session to adjust for any progression of functional
changes throughout the 20-session gait training. The calibrated ankle torque requirement matched with previous

research 3.6 ± 2.4 Nm on stroke subjects (n = 80) with
mild spasticity (MAS ≤ 2) [18].
The ankle robot in SCAR mode acted as a swingcontrolled orthosis, which switched between locked
and unlocked ankle joint based on the gait phases [14].
Whenever the robot detected terminal stance as the foot
was lifted up from the ground, the ankle joint was locked
by the servomotor in the neutral position to prevent foot
drop condition during swing phase for foot clearance
[24], effectively acted as a rigid AFO. When heel strike
and foot contact with the ground were detected, the servomotor released the ankle joint to allow unimpeded forward ankle rocker during stance phase. Similar passive
swing-controlled AFO had been proposed by previous
researches showing these devices were able to prevent
foot drop and enhance gait stability [14].
Outcome measures

Clinical assessments were carried out by blinded assessors within a week before the intervention (Pre) and
within a week after the intervention (Post). The same
assessor administered both Pre and Post assessment of
a subject. All assessors were blinded to group allocation.
Clinical assessments were selected based on a meta-analysis that aimed to evaluate the effectiveness of wearing
AFO, which recommended outcome measures targeting
on mobility, walking, and balance [16, 29]. All clinical
scores were assessed on subjects without using any assistive devices, neither the ankle robot nor any orthosis subjects wore.
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The primary outcome measure was FAC, which was
used to classify gait independency based on a six-point
scale, ranging from FAC = 0 “needs help from at least
two persons to walk” to FAC = 5 “can walk independently
anywhere, including uneven surfaces and stairs”. Previous
study determined that FAC ≥ 4 could predict community
ambulation at 6-month with 100% sensitivity and 78%
specificity after 4-week rehabilitation [4, 13].
The secondary outcome measures included Berg balance scale (BBS) and timed 10-m walk test (10MWT).
BBS was used to assess static and dynamic balance ability based on 14 functional tasks with varying difficulty,
including sitting, standing, transfer, reaching, stepping,
and turning. Each task was rated on a five-point scale,
ranging from 0 to 4 based on the performance of the subject in completing the activity. The highest BBS score was
56, while the score of 45 had been shown to be a cut-off
score for greater functional independency and lower fall
risk for stroke survivors [29]. 10MWT measured the selfselected walking speed in meter per second over a short
distance. The uses of walking aids and manual assistance
were documented and made consistent for Pre and Post
assessments. Studies indicated walking speed had good
correlation with functional independency and disability level [13, 30]. Stroke subjects who walked with selfselected speed > 0.4 m/s were considered at least limited
community ambulators [31].
Statistical analysis

The power analysis for sample size calculation was based
on our previous RCT that investigated the effects of
robot-assisted gait training on functional independency
of chronic stroke survivors [28], with the between-group
difference in FAC score had effect size 0.471. The estimated sample size for the current study was 48 for three
groups with 0.8 power (1-β) [32]. The power analysis was
performed using G*Power version 3.1.9.6.
The statistical analysis aimed to evaluate any significant difference between robot-assisted trainings and
conventional training on sub-acute stroke survivors. All
outcome measures were analyzed based on the intention-to-treat principle, which used the last-observationcarried-forward method to impute the last available data
to missing entries for any drop-out. Analysis of covariance (ANCOVA) was used to compare the improvement (Post) scores in FAC, BBS and 10MWT between
groups. To reduce the expected confounding effect of
the variation in baseline clinical scores, we adjusted the
group means using baseline (Pre) scores as covariate. If
ANCOVA revealed significant effects, post-hoc comparison between groups were tested using Mann–Whitney
U-test for ordinal variables (FAC and BBS) and independent samples t-test for continuous scales (10MWT).
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To explore the practical significance of group differences,
effect sizes were calculated as follows:


EffectSize = MeanGroup1 − MeanGroup2 SDPooled
The established criteria of the effect size, which reflects
the treatment effect within the target population, were
small (< 0.41), medium (0.41 to 0.70), or large (> 0.70)
[33]. Statistical results were reported with the effect size
in 95% confidence interval (95%CI). Two-tailed level of
significance set at 5%. Statistical analysis was performed
using IBM SPSS Statistics Version 23 (IBM Corp., USA).

Results
Total 60 sub-acute stroke survivors from two participating hospitals were screened for eligibility from July 2017
to December 2018. Stroke survivors who met eligibility criteria were randomized and allocated into PAAR
(n = 14), SCAR (n = 16), and CT (n = 17) (Fig. 2). If subjects in PAAR and SCAR were discharged from the hospital before completing the 20-session robot-assisted
training, they were invited to continue the remaining sessions in out-patient day-care rehabilitation center of the
same hospital facility. Total four stroke survivors had not
completed the 20-session (1 PAAR and 3 SCAR) because
of recurrent stroke or difficulties to attend day-care facility after early discharge. All drop-out subjects had finished at least ten sessions before discharge. No serious
adverse event or important harm was reported. Subjects
did not report any discomfort after our fitting adjustment
and adding soft padding.
Apart from stroke type of all SCAR subjects were
ischemic (χ(1) = 6.70, p = 0.035), no statistically significant between-group difference was found in baseline
clinical assessment scores and demographic characteristics (Table 1). No significant difference between two
training centers.
Results revealed when wearing the robot during robotassisted training, more active power assistance from
PAAR could facilitate subjects to walk higher cadence
and speed during stair climbing and over-ground walking
than SCAR (see Table 2 and Fig. 3). Both groups showed
significantly increased cadence and speed across 20-sessions training (p < 0.001), but PAAR subjects covered
significantly more number of stairs (+ 6 steps/min at the
20th session, 95% CI [+ 0.0, + 1.2], t = 2.085, p = 0.049)
and walked significantly faster speed (+ 0.15 m/s at the
20th session, 95% CI [+ 0.04, + 0.25], t = 2.837, p = 0.009)
than SCAR subjects.
Table 2 showed the changes in clinical scores of FAC,
BBS, and 10 MWT before and after the interventions.
There were significant within-group differences in all
clinical scores (p < 0.005), indicating all three groups had
functional improvements after the interventions.
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Fig. 2 CONSORT participant flow chart.

Table 3 showed the adjusted between-group difference in clinical score improvement using baseline
(Pre) as covariates. ANCOVA results showed subjects

in SCAR had significantly better FAC improvement
than CT; and PAAR had significantly greater improvement in walking speed than both SCAR and CT. BBS
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Table 1 Demographic characteristics
Characteristics

All subjects
(n = 47)

PAAR
(n = 14)

SCAR
(n = 16)

CT
(n = 17)

Age (years)a

65.5 ± 9.6

64.6 ± 12.6

68.3 ± 10.3

63.6 ± 5.2

Affected limb (left/right)

23/24

9/5

8/8

6/11

Stroke type (ischemic/hemorrhagic)

38/9

11/3

16/0*

11/6

Stroke duration before screening (days)a

27 ± 17

23 ± 14

29 ± 15

28 ± 21

Gender (male/female)

24/23

Training duration (days)a
a

38 ± 22

8/6

35 ± 10

8/8

8/9

45 ± 28

33 ± 22

Values present in mean ± SD

*p < 0.05, significant within-group difference

Table 2 Outcome measures of clinical scores at baseline (Pre) present in mean ± SD, and within-group differences
after gait training (Post–Pre) present in mean difference (95%CI)
PAAR (n = 14)

SCAR(n = 16)

CT (n = 17)

1.9 ± 0.7

2.2 ± 0.8

2.2 ± 1.0

% Independent walker (FAC ≥ 4)

57.1%

56.3%

29.4%

Pre

24.0 ± 11.3

30.7 ± 14.6

25.9 ± 14.4

71.4%

50.0%

47.1%

0.13 ± 0.16

0.14 ± 0.16

0.14 ± 0.18

71.4%

56.3%

41.2%

464 ± 100

238 ± 67

480 ± 121

427 ± 154*

FAC (max. 5)
Pre
Post–pre

+ 1.4 (+ 1.0, + 1.9)***

+ 1.4 (+ 0.9, + 2.0)***

+ 0.9 (+ 0.4, + 1.3)**

BBS (max. 56)
Post–pre

% Post–pre > MCID

+ 18.8 (+ 13.1, + 24.4)***

+ 12.6 (+ 6.2, + 18.9)**

+ 14.4 (+ 9.4, + 19.3)***

10MWT (m/s)
Pre
Post–pre
% Post–pre > MCID

+ 0.32 (+ 0.18, + 0.46)***

+ 0.17 (+ 0.09, + 0.25)**

+ 0.17 (+ 0.06, + 0.29)**

Stair active training time (s)a
Baseline
10th-session
20th-session
Number of stairs covered (step)
Baseline
10th-session
20th-session
Walk active training time (s)†
Baseline
10th-session
20th-session
Walking distance covered (m)
Baseline
10th-session
20th-session
Assistive torque level (Nm)
Baseline
10th-session
20th-session

476 ± 97

401 ± 145*

72 ± 18

40 ± 26

154 ± 85**

95 ± 40*

115 ± 36**

83 ± 49

874 ± 212

806 ± 173

1072 ± 171**

1070 ± 148***

1010 ± 138*

1044 ± 162**

118.8 ± 70.5

64.3 ± 31.9

362.5 ± 189.1***

212.0 ± 100.7***

225.7 ± 161.9***

168.7 ± 90.7***

3.6 ± 0.8

3.6 ± 0.7

3.5 ± 0.6

For robot-assisted training, the assistive torque level, and the training intensity in terms of active training time and stairs/distance covered at three time points
(baseline, 10th-, and 20th-session) present in mean ± SD
*p < 0.05, **p < 0.01, ***p < 0.001, significant within-group difference
†

Active training time = assigned training (600 s for stair, 1200 s for walk) minus resting time
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Fig. 3 Training intensity across the 20-session robot-assisted training
for power-assisted ankle robot (PAAR, solid line) and swing-controlled
ankle robot (SCAR, dotted line), in terms of a average cadence during
10-min stair walking, and b average walking speed during 20-min
over-ground walking. The shaded area represents the SD

balance performance did not show significant difference between three groups.

Discussion
This study was one of the first clinical trials that applied
robot assistance in stair training for sub-acute stroke.
This RCT showed after 20-session, PAAR, SCAR, and
CT had significant within-group functional improvements in gait independency (FAC), balance (BBS), and
walking speed (10MWT). Between-group comparison
suggested robot-assisted training (PAAR and SCAR)
could result in significantly greater improvement in
functional independency than conventional training in
usual care (CT). In particular, powered assistance in
PAAR that actively moved the paretic ankle to facilitate
subjects were able to walk faster with higher cadence
in the 20-session robot-assisted training when compared with the ankle-locking swing-controlled robot in
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SCAR. Our results demonstrated feasibility of intensive
stair training using ankle robotics for stroke rehabilitation. More similar researches should be done in the
future to confirm the value of intensive stair training in
clinical application.
Our previous RCT on chronic stroke (n = 19) had compared PAAR with SCAR in similar experiment setting,
which showed robot-assisted trainings were effective
in chronic stroke, with FAC improved + 0.6 and walking speed + 0.07 m/s after 20-session training [28]. In
the current study for sub-acute stroke, both PAAR and
SCAR had + 1.4 improvement in FAC, with more than
56% of subjects turned from dependent walker (FAC < 4)
at baseline to become independent walker (FAC ≥ 4) after
intervention; while CT only had 29%. For walking speed,
PAAR in the current study had + 0.32 m/s improvement,
the greater proportion of sub-acute stroke subject walked
faster than the minimal clinically important difference
(MCID = 0.16 m/s), in PAAR (71.4%) vs CT (41.2%)
(χ(1) = 5.290, p = 0.021) was in line with their improved
gait independency [30]. These results agreed with several systematic reviews that supplementing conventional
physiotherapy with electromechanical-assisted gait training in sub-acute stage would have greater functional
improvement than chronic stage [4, 5, 23].
In contrary to existing clinical application of highintensity task-specific gait training that often performed
on treadmill or level ground [10, 34, 35], the current
study demonstrated wearable robot-assisted training
could even be implemented in simple stair environment
as a feasible rehabilitation approach. Previous studies showed mild stair training in chronic stroke could
improve physical activity level [11], trunk stability and
balance [10, 12], walking speed and endurance [10, 36].
The robot-assisted stair training described in the current
study required only one skilled trainer walking alongside
the stroke subjects for safety and verbal cueing, while
the posture adjustment for foot drop correction could be
handled automatically by the robot itself [37]. Rehabilitation robotics are capable of delivering intensive, repetitive and adjustable gait assistance patterns while sharing
workload of therapists [25, 37].
Effect sizes were computed for the three outcome
measures (FAC, BBS, and 10MWT) to determine the

Table 3 Adjusted between-group differences of clinical score improvement (Post–Pre) using baseline (Pre) as covariates
Outcome Measures
FAC
BBS
10MWT (m/s)

PAAR vs CT
+ 0.4 (− 0.2, + 1.0) [0.671]

+ 3.6 (− 2.7, + 9.9) [0.458]

+ 0.15 (+ 0.0, + 0.29)*[0.641]

SCAR vs CT

PAAR vs SCAR

+ 0.6 (+ 0.0, + 1.1)*[0.610]

− 0.2 (− 0.8, + 0.4) [0.010]

+ 0.0 (− 0.15, + 0.14) [0.020]

+ 0.15(+ 0.0, + 0.30)*[0.752]

+ 0.3 (− 5.8, + 6.5) [0.166]

All analysis of covariance between-group differences present in mean difference (95%CI) [Cohen’s d index of effect size]
*p < 0.05, significant between-group difference

+ 3.2 (− 3.3, + 9.7) [0.567]
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strength of association for the statistically significant
interactions (Table 3). Between-group comparison of
FAC revealed a medium effect size between robotassisted training and conventional training (PAAR vs
CT 0.671, SCAR vs CT 0.610). This suggested a larger
sample size would have possibly produced more statistically significant effect. The effect size difference between
PAAR and SCAR were small in FAC (0.010), but the
4-week intervention showed a large effect size difference
in 10MWT (0.752) and medium effect size difference in
BBS (0.567). Hence, PAAR might be more favorable than
SCAR toward functional improvement in walking speed
and balance.
Comparison between PAAR and SCAR revealed an
interesting finding about the effect of active powered
assistance. During the 20-session robot-assisted training,
PAAR could walk faster speed and higher cadence than
SCAR when wearing the robot (Fig. 3), which implies
PAAR that offered more active assistance to facilitate
the ankle joint in dorsiflexion might be superior than
SCAR that provided passive support to dropped foot
for better foot clearance. These enhanced gait stabilities
and walking speed in PAAR could be maintained even
after removing the robotic assistance, as supported by
the therapeutic effects in the Post clinical assessment
scores. Hence, active robotic assistance might play an
important role in the gait relearning; passive support,
as in the SCAR device, offered relatively limited persistent gait improvement in term of walking speed. Results
of another RCT suggested 26-week provision of passive AFO (similar to SCAR) did not have any effects on
kinematic gait parameters of sub-acute stroke subjects
(n = 26) [17]. More clinical trials and follow-up studies
are required to generalize these results.
There were limitations in the current study. First, the
sample size was relatively small for an RCT study. As
discussed in the effect size analysis, a larger sample size
might provide more statistically significant effects. Second, most stroke subjects still could not achieve independent stair ambulation without the robot assistance,
even after the robot-assisted stair training. Stair ambulation recording and comprehensive gait analysis were not
available due to the safety concern when the sub-acute
subjects need to transfer from the hospital to the gait
analysis laboratory with stairs and harness system. Third,
the study design has not strictly controlled the training
intensity and content of the routine conventional training prescribed by therapists outside the robot-assisted
training session. This might cause potential bias in the
CT group, who only received conventional training.
Lastly, the 0.5 kg device weight on the affected side could
influence the gait pattern of stroke subjects, especially
the device weight was not balanced on the unaffected
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side. More lightweight design should be considered in
the future study. Future study could also investigate the
effects of robot-assisted training for overground walking
with or without stair ambulation training.

Conclusion
In summary, this two-center RCT showed the efficacy
of 20-session robot-assisted training on sub-acute
stroke survivors with stair and over-ground walking.
The power-assisted ankle robot had better functional
improvement in gait independency and walking speed
than conventional training. The active powered ankle
assistance might play an important role to facilitate
subjects to walk more and faster with their paretic leg
during stair and over-ground walking. We speculated
that the incorporation of rehabilitation ankle robotics in intensive stair training could be considered in
clinical rehabilitation protocol to further enhance gait
recovery of stroke survivors, as well as ameliorate the
workload of therapists.
Abbreviations
AFO: Ankle–foot orthosis; ANCOVA: Analysis of covariance; BBS: Berg balance
scale; CT: Conventional training; FAC: Functional ambulatory category; MAS:
Modified Ashworth Scale; MCID: Minimal clinically important difference; PAAR
: Power-assisted ankle robot; RCT: Randomized controlled trial; SCAR: Swingcontrolled ankle robot; 10MWT: Timed 10-m walk test.
Acknowledgements
We are grateful for the support from clinicians, administrative staff, and partici‑
pants at Hospital S and Hospital T.
Authors’ contributions
LFY, CCYL and RKYT made substantial contributions to experimental design,
data collection, data analysis and drafting the manuscript. CWKL, YOYS and
MLC offered their expertise advice in screening the subjects, supervising the
clinical trial and interpreting the results. All authors read and approved the
final manuscript.
Funding
This study was financially supported by an Innovation and Technology Fund
Grant (GHP/001/12) from the Innovation and Technology Commission of the
Hong Kong Special Administrative Region.
Availability of data and materials
All data generated or analyzed during this study are included within the arti‑
cle. Information on this clinical trial (Clinical Trial Identifier: NCT03184259) can
be found at: https://clinicaltrials.gov/ct2/show/NCT03184259.
Ethics approval and consent to participate
This study was approved by the Institutional Review Board of the hospitals:
The Joint Chinese University of Hong Kong—New Territories East Cluster
Clinical Research (The Joint CUHK-NTEC CREC, Ref. No. 2016.317-T), and
The University of Hong Kong—Hospital Authority Hong Kong West Cluster
(HKU/HA HKW IRB, Ref. no. UW16-2053). This trial was designed following the
principle of the Declaration of Helsinki. All recruited subjects read and signed
consent form before participation.
Consent to publication
The person with stroke problem in Fig. 1 has consented to the publication of
the photograph.

Yeung et al. J NeuroEngineering Rehabil

(2021) 18:19

Competing interests
LFY and RKYT are co-inventors of the Hong Kong Polytechnic University-held
patent for the exoskeleton ankle robot used in this study. All authors, however,
are of no financial relationship whatsoever for the submitted work with
Rehab-Robotics Company Ltd., the company under license agreement with
the University.
Author details
1
Department of Biomedical Engineering, The Chinese University of Hong
Kong, Shatin, Hong Kong. 2 Physiotherapy Department, Shatin Hospital, Ma On
Shan, Hong Kong. 3 Department of Medicine and Therapeutics, Prince of Wales
Hospital, Shatin, Hong Kong. 4 Physiotherapy Department, Tung Wah Hospital,
Sheung Wan, Hong Kong.
Received: 8 June 2020 Accepted: 12 January 2021

References
1. Donkor ES. Stroke in the 21st century: a snapshot of the burden, epidemi‑
ology, and quality of life. Stroke Res Treat. 2018;2018:3238165.
2. Chisholm AE, Perry SD, McIlroy WE. Correlations between ankle-foot
impairments and dropped foot gait deviations among stroke survivors.
Clin Biomech (Bristol, Avon). 2013;28(9–10):1049–54.
3. Hong E. Comparison of quality of life according to community walking in
stroke patients. J Phys Ther Sci. 2015;27(7):2391–3.
4. Mehrholz J, Thomas S, Werner C, Kugler J, Pohl M, Elsner B. Electrome‑
chanical-assisted training for walking after stroke. Cochrane Database
Syst Rev. 2017;5(5):6185.
5. Schröder J, Truijen S, Van Criekinge T, Saeys W. Feasibility and effective‑
ness of repetitive gait training early after stroke: a systematic review and
meta-analysis. J Rehabil Med. 2019;51(2):78–88.
6. Belda-Lois JM, Mena-del Horno S, Bermejo-Bosch I, Moreno JC, Pons JL,
Farina D, et al. Rehabilitation of gait after stroke: a review towards a topdown approach. J Neuroeng Rehabil. 2011;8:66.
7. French B, Thomas LH, Coupe J, McMahon NE, Connell L, Harrison J, et al.
Repetitive task training for improving functional ability after stroke.
Cochrane Database Syst Rev. 2016;11:CD006073.
8. Forrester LW, Roy A, Hafer-Macko C, Krebs HI, Macko RF. Task-specific ankle
robotics gait training after stroke: a randomized pilot study. J Neuroeng
Rehabil. 2016;13:51.
9. Mehrholz J, Pohl M, Elsner B. Treadmill training and body weight
support for walking after stroke. Cochrane Database Syst Rev.
2014;2014(1):CD002840.
10. Moore JL, Nordvik JE, Erichsen A, et al. Implementation of high-intensity
stepping training during inpatient stroke rehabilitation improves func‑
tional outcomes. Stroke. 2020;51(2):563–70.
11. Pinheiro MB, Polese JC, Machado GC, Faria CDCM, Hirochi TL, TeixeiraSalmela LF. The ability to manage stairs for chronic stroke survivors
improves with increases in physical activity levels. J Nov Physiother.
2013;3:159.
12. Lee J, Seo K. The effects of stair walking training on the balance ability of
chronic stroke patients. J Phys Ther Sci. 2014;26(4):517–20.
13. Mehrholz J, Wagner K, Rutte K, Meissner D, Pohl M. Predictive validity and
responsiveness of the functional ambulation category in hemiparetic
patients after stroke. Arch Phys Med Rehabil. 2007;88(10):1314–9.
14. Alam M, Choudhury IA, Bin MA. Mechanism and design analysis of articu‑
lated ankle foot orthoses for drop-foot. Sci World J. 2014;2014:867869.
15. Nikamp CDM, Hobbelink MSH, van der Palen J, Hermens HJ, Rietman
JS, Buurke JH. A randomized controlled trial on providing ankle-foot
orthoses in patients with (sub-)acute stroke: Short-term kinematic and
spatiotemporal effects and effects of timing. Gait Posture. 2017;55:15–22.
16. Tyson SF, Kent RM. Effects of an ankle-foot orthosis on balance and walk‑
ing after stroke: a systematic review and pooled meta-analysis. Arch Phys
Med Rehabil. 2013;94(7):1377–85.
17. Nikamp CDM, van der Palen J, Hermens HJ, Rietman JS, Buurke JH. The
influence of early or delayed provision of ankle-foot orthoses on pelvis,
hip and knee kinematics in patients with sub-acute stroke: a randomized
controlled trial. Gait Posture. 2018;63:260–7.

Page 10 of 10

18. Mizuno S, Sonoda S, Takeda K, Maeshima S. Effect of muscle tone on
ankle kinetics during gait with ankle-foot orthoses in persons with stroke.
Top Stroke Rehabil. 2017;24(8):567–72.
19. Alvarez-Perez MG, Garcia-Murillo MA, Cervantes-Sánchez JJ. Robotassisted ankle rehabilitation: a review. Disabil Rehabil Assist Technol.
2019;18:1–15.
20. Gandolfi M, Valè N, Dimitrova E, Zanolin ME, Mattiuz N, Battistuzzi E, et al.
Robot-assisted stair climbing training on postural control and sensory
integration processes in chronic post-stroke patients: a randomized
controlled clinical trial. Front Neurosci. 2019;13:1143.
21. Li DY, Hsiao-Wecksler ET. Gait mode recognition and control for a
portable-powered ankle-foot orthosis. IEEE Int Conf Rehabil Robot.
2013;2013:6650373.
22. Awad LN, Bae J, O’Donnell K, De Rossi SMM, Hendron K, Sloot LH, et al. A
soft robotic exosuit improves walking in patients after stroke. Sci Transl
Med. 2017;9(400):9084.
23. Cho JE, Yoo JS, Kim KE, et al. Systematic review of appropriate robotic
intervention for gait function in subacute stroke patients. Biomed Res Int.
2018;2018:4085298.
24. Daryabor A, Arazpour M, Aminian G. Effect of different designs of anklefoot orthoses on gait in patients with stroke: a systematic review. Gait
Posture. 2018;62:268–79.
25. Adiputra D, Nazmi N, Bahiuddin I, Ubaidillah U, Imaduddin F, Abdul Rah‑
man MA, et al. A review on the control of the mechanical properties of
ankle foot orthosis for gait assistance. Actuators. 2019;8(1):10.
26. Shi B, Chen X, Yue Z, Yin S, Weng Q, Zhang Z, et al. Wearable ankle robots
in post-stroke rehabilitation of gait: a systematic review. Front Neuroro‑
bot. 2019;13:63.
27. Yeung LF, Ockenfeld C, Pang MK, Wai HW, Soo OY, Li SW, et al. Design
of an exoskeleton ankle robot for robot-assisted gait training of stroke
patients. IEEE Int Conf Rehabil Robot. 2017;2017:211–5.
28. Yeung LF, Ockenfeld C, Pang MK, Wai HW, Soo OY, Li SW, et al. Rand‑
omized controlled trial of robot-assisted gait training with dorsiflexion
assistance on chronic stroke patients wearing ankle-foot-orthosis. J
Neuroeng Rehabil. 2018;15(1):51.
29. Doğan A, Mengüllüoğlu M, Özgirgin N. Evaluation of the effect of anklefoot orthosis use on balance and mobility in hemiparetic stroke patients.
Disabil Rehabil. 2011;33(15–16):1433–9.
30. Tilson JK, Sullivan KJ, Cen SY, Rose DK, Koradia CH, Azen SP, et al.
Meaningful gait speed improvement during the first 60 days poststroke:
minimal clinically important difference. Phys Ther. 2010;90(2):196–208.
31. Bowden MG, Balasubramanian CK, Behrman AL, Kautz SA. Validation of a
speed-based classification system using quantitative measures of walking
performance poststroke. Neurorehabil Neural Repair. 2008;22(6):672–5.
32. Faul F, Erdfelder E, Lang AG, Buchner A. G*Power 3: a flexible statistical
power analysis program for the social, behavioral, and biomedical sci‑
ences. Behav Res Methods. 2007;39(2):175–91.
33. Cohen J. Statistical power analysis for the behavioral sciences. Hillsdale:
Lawrence Earlbaum Associates; 1988.
34. Baer GD, Salisbury LG, Smith MT, Pitman J, Dennis M. Treadmill training to
improve mobility for people with sub-acute stroke: a phase II feasibility
randomized controlled trial. Clin Rehabil. 2018;32(2):201–12.
35. Munari D, Pedrinolla A, Smania N, Picelli A, Gandolfi M, Saltuari L, et al.
High-intensity treadmill training improves gait ability, VO2peak and cost
of walking in stroke survivors: preliminary results of a pilot randomized
controlled trial. Eur J Phys Rehabil Med. 2018;54(3):408–18.
36. Carda S, Invernizzi M, Baricich A, Cognolato G, Cisari C. Does altering incli‑
nation alter effectiveness of treadmill training for gait impairment after
stroke? A randomized controlled trial. Clin Rehabil. 2013;27(10):932–8.
37. Morone G, Paolucci S, Cherubini A, De Angelis D, Venturiero V, et al.
Robot-assisted gait training for stroke patients: current state of the art
and perspectives of robotics. Neuropsychiatr Dis Treat. 2017;13:1303–11.

Publisher’s Note

Springer Nature remains neutral with regard to jurisdictional claims in pub‑
lished maps and institutional affiliations.

