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Abstract 

Background: Exosuits have been shown to reduce metabolic cost of walking and to increase gait performance 
when used in clinical environment. Currently, these devices are transitioning to private use to facilitate independent 
training at home and in the community. However, their acceptance in unsupervised settings remains unclear. There-
fore, the aim of this study was to investigate end-user perspectives and the adoption of an exosuit in domestic and 
community settings.

Methods: We conducted a mixed-method study to investigate the usability and user experience of an exosuit, the 
Myosuit. We leveraged on a cohort of seven expert users, who had the device available at home for at least 28 days. 
Each participant completed two standardized questionnaires (SUS and QUEST) and one personalized, custom ques-
tionnaire. Furthermore, a semi-structured interview with each participant was recorded, verbatim transcribed and 
analyzed using descriptive thematic analysis. Data collected from device sensors quantified the frequency of use.

Results: A mean SUS score of 75.4 out of 100 was reported. Five participants scored above the threshold for above-
average usability. Participants also expressed high satisfaction with most of the technical features in the QUEST with 
an average score of 4.1 (3.86–4.71) out of 5. Participants used the Myosuit mainly for walking outside and exercising 
at home. However, the frequency of use did not meet the recommendations for physical activity established by the 
World Health Organization. Five participants used the Myosuit approximately once per week. The two other partici-
pants integrated the device in their daily life and used the Myosuit to a greater extent (approx. five times per week). 
Major factors that prevented an extensive use of the technology were: (i) difficulties in donning that led to (ii) lack of 
independence and (iii) lack of motivation in exercising.

Conclusions: Although usable for various activities and well perceived, the adoption of the exosuit in domestic and 
community settings is yet limited. Use outside the clinic poses further challenges that should be considered when 
developing new wearable robots. Primarily, design should meet the users’ claim for independence and increased 
adjustability of the device.
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Introduction
Many different pathologies, such as multiple sclerosis, 
muscular dystrophy, and spinal cord injury, lead to lower 
limb impairment and restrict people’s ability to perform 

physical activity. Most people suffering from lower limb 
impairments are physically inactive [1–3], failing to ful-
fil the World Health Organization (WHO) recommen-
dations of at least 150 to 300 min of moderate-intensity 
aerobic physical activity per week [4]. As a consequence 
of a sedentary lifestyle, physical deconditioning results 
in severe secondary conditions [5] that markedly impact 
the quality of life [6, 7]. Additionally, reduced mobil-
ity hampers the ability to accomplish activities of daily 
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living [8]. For all these reasons, having the possibility to 
perform physical activity and stay active after being dis-
charged from hospital or during pathology progression 
is extremely important. In this context, exosuits have the 
potential to enhance the intensity and the dose of gait 
training across the continuum of care, to achieve per-
sonal mobility at home and in the community [9].

The potential of exosuits to support walking has been 
demonstrated by reduced energy expenditure during 
walking [10–15] and by improved gait speed, walking 
distances and ambulation ability [16–19]. Despite the 
increasing number of studies investigating functional 
improvements of participants using robotic devices, lit-
tle research has focused on end-user perspectives in 
term of usability and user experience [20]. Manns et  al. 
reported participants’ positive experiences about learn-
ing to walk with the ReWalk during and after 4 times 
weekly training sessions over 12 weeks [21]. Poritz et al. 
used a customized questionnaire and free response ques-
tions to compare user satisfaction during REX and Ekso 
exoskeleton-assisted training after a minimum of 5 train-
ing sessions with each device [22]. Other studies reported 
first-impression usability evaluations, after a 1.5 h train-
ing session with the H2 exoskeleton [23] or after show-
casing videos of the ReWalk, the Ekso and the Rex to 13 
incomplete spinal cord injured participants [24]. These 
studies were all performed with rigid exoskeletons within 
clinical or laboratory environments. However, investigat-
ing end-user perspectives in-the-lab or in clinical settings 
might not reflect context-specific factors that rise from 
at-home use of exoskeletons and that influence adoption 
of technology in unsupervised environments [25]. For 
this reason, investigating exoskeleton use at home and in 
the community has been often highlighted as a core pau-
city of the literature, although such investigations would 
inform the design and development process of wear-
able robots [22], as well as are expected to facilitate exo-
skeletons’ uptake in uncontrolled environments and to 
reduce the abandonment rate [26]. The study from Van 
Dijsseldonk et  al. was the only one to assess where, for 
how long and for what purpose people used the ReWalk 
exoskeleton at home and in the community during a 2 to 
3 weeks period. The study demonstrated extensive use of 
the device, especially for exercises purposes and social 
interaction but low potential for activities of daily living. 
Weight, ease of use and safety were indicated as main 
limitations of the device [27].

The level of support provided by an exosuit is limited 
compared to that of rigid exoskeletons, and the targeted 
users typically present greater residual capability. There-
fore, we expect their experiences and expectations to be 
different from users with complete spinal cord injury. 
To the best of our knowledge, no studies discussed the 

purpose for which exosuits were used nor their usabil-
ity and user experience in daily settings. These insights 
would allow for an in-depth understanding of wearable 
robots’ acceptance in domestic and community settings.

The aim of this study was to (1) evaluate the daily life 
usability of an exosuit, (2) investigate how the device is 
used in domestic and community environments and (3) 
highlight the factors that facilitate and limit the accept-
ance and adoption of exosuits in unsupervised settings. 
This study leveraged on a unique group of expert users 
that could extensively use a exosuit in different scenarios 
of daily living, both in domestic and community set-
tings. For addressing our research questions, we inves-
tigated end-user prospective on the Myosuit (MyoSwiss 
AG, Zürich, Switzerland), a commercially available exo-
suit that supports walking, stair climbing, and sit-to-
stand transfers. The Myosuit was originally designed to 
be used as a training device in clinical settings but was 
subsequently transitioned to private use to allow users 
to continue exercising independently at home and in the 
community.

Importantly, our study is not a clinical study to test the 
efficacy of an exosuit but a case series on its effective-
ness in real-world scenarios. Compared to efficacy study, 
effectiveness studies examine an intervention under more 
realistic circumstances that better resemble real-world 
scenarios, with heterogeneous sample population and 
less standardized protocols [28]. This case series serves as 
a blueprint to inform developers and researchers on the 
essential requirements that an exosuit should meet to be 
well accepted within the community and extensively used 
in unsupervised settings. Furthermore, the study paves 
the way for a longitudinal study investigating whether 
independent use of wearable robots at home increases 
mobility and activity level, allowing limited household 
and limited community walkers to reach the minimal 
physical activity threshold required for health benefits.

Methods
Participants
Seven volunteers participated in the study (demographic 
data provided in Table  1). To be eligible for participa-
tion in this study, the following inclusion criteria were 
established: (1) having had the Myosuit at home for at 
least four weeks; (2) confirmed diagnosis of pathology 
leading to muscular weakness of the legs; (3) being over 
18 years of age; (4) no other diagnosis that has prevented 
the use of the device in the four weeks prior recruitment; 
(5) being able to understand the informed consent form, 
the written questionnaires, and the verbal open-ended 
questions. The authors contacted the company commer-
cializing the device (MyoSwiss AG, Zürich, Switzerland) 
and received a list of their customers (users). The users 
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were approached by email and those who agreed to par-
ticipate returned the informed consent form signed. This 
study was approved by the ETH Zurich Ethics Commit-
tee under application number 2021-N-56.

Wearable robot
The Myosuit (Myosuit Gamma, MyoSwiss AG, Zürich, 
Switzerland) was used for the purpose of this study (see 
Fig. 1). The Myosuit is a compact and lightweight wear-
able robot designed to support people with lower limb 
motor impairments in performing walking, sit-to-stand 
transfers and stair climbing. The wearable robot consists 
of a motor tendon driver unit to be worn at the back, 
containing all the electronics and two motors, and two 
knee orthoses. One cable is routed from each motor, over 
the buttocks, around the thigh and fixed at the shank. 
When the cable is retracted both the hip and the knee 
articulations are simultaneously extended. Forces are 

applied during the stance phase of the gait, when the 
leg is bearing the weight of the body, and inertial meas-
urements units (IMU) embedded in the suit are used to 
detect gait events and provide assistance when needed 
[30]. The Myosuit weights 5.6 kg (including the battery) 
and approximately 75% of the weight is concentrated 
in the backpack, close to the user’s center of mass. The 
device is tightened and adjusted to the user’s body using 
a textile wait belt and four Velcro fasteners on each leg. A 
video showing the donning process and additional infor-
mation on the device can be found on the company web-
page [31].

Study design
The study was designed as a mixed-method research in 
which quantitative and qualitative data were collected 
through questionnaires and a semi-structured interview, 
respectively.

Table 1 Participants’ demographics

LEFS Lower Extremity Functional Scale, a self-administered questionnaire that evaluates the functional ability of participants to perform activities of daily living while 
not assisted by any assistive device [29]. Higher LEFS score indicates higher functional ability (maximum score = 80)

Participant Age Gender Pathology Time since first diagnosis 
(years)

LEFS score

P1 49 F Multiple Sclerosis 8 19

P2 54 M Spinal Muscle Atrophy 24 17

P3 56 M Spastic Paresis N/A 23

P4 49 M Bethlem Myopathy 6 33

P5 52 F Multiple Sclerosis 9 32

P6 56 M Multiple Sclerosis 24 22

P7 34 M Cauda-equina syndrome 10 46

st belt
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Fig. 1 The Myosuit. A Main components of the exosuit used in the study are highlighted. The Myosuit is a cable-driven lightweight wearable 
robot. Motors in the tendon driver unit apply an extension torque at the hip and knee when pulling the cables routed along the thighs. Inertial 
measurement unit (IMU) sensors determine the posture and segment the gait to adapt assistance to the user’s movements. B–D Myosuit’s users 
wearing the Myosuit in the community and performing activities of daily living with the device
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Each participant filled in two standardized question-
naires. First, the Quebec User Evaluation of Satisfaction 
with Assistive Technology 2.0 (QUEST) questionnaire 
measured the users’ satisfaction with the wearable tech-
nology. Participants rated on a five-point Likert scale 
(from “not satisfied at all” to “very satisfied”) their sat-
isfaction in terms of dimensions, weight, adjustments, 
safety, durability, simplicity of use, comfort, and effective-
ness. The scores were converted into a scale from 1 to 5 to 
compute the average. Second, the System Usability Sur-
vey (SUS) evaluated the device usability with ten state-
ments on device usability to be ranked on a five-point 
Likert scale (from “strongly disagree” to “strongly agree”). 
A SUS score from 0 to 100 was obtained for each par-
ticipant as explained in [32]. Additionally, we designed a 
personalized questionnaire to evaluate the location and 
purpose of use, device fitting, independent use, learn-
ability, ease of control and acceptance within the com-
munity (see Additional file 1: Table S1). The personalized 
questionnaire was developed based on previously pub-
lished surveys [22, 33] and the clarity of the questions’ 
phrasing was tested with three members of our research 
group not involved in the preparation of the question-
naire. Demographic data (age, sex, living environment, 
etc.), and diagnosed pathologies were collected for each 
participant at the end of the personalized questionnaire. 
Finally, participants took part in a semi-structured inter-
view of approximately one hour with open-ended ques-
tions to let participants express more freely opinions and 
concerns regarding their personal experience with the 
Myosuit. The guideline of the interview (see Additional 
file 1: Table S2) was developed based on previously pub-
lished guides [23, 34, 35]. Participants were instructed to 
answer as honestly as possible to all the written and oral 
questions.

Additionally, we gathered inertial data automatically 
collected from five IMU sensors embedded in the Myo-
suit (one in the backpack, one on each thigh and one 
on each shank, see Fig.  1), and we extracted metrics 
describing the activity level of the user, namely number 
of sessions per month, number of steps per session and 
duration of each session. One session was considered as 
any time the device was turned on and used for at least 
five consecutive minutes. We accessed data from the day 
participants first had the device at home until the day of 
the interview. These metrics quantified the amount of 
time the device is used by each participant and were inte-
grated and compared to the questionnaires and interview 
answers to draw a more exhaustive description of the 
device usage.

Quantitative data from the questionnaires was col-
lected in Microsoft Excel (Microsoft Corporation, US). 
Questionnaires and inertial data were analyzed using 

Matlab (MATLAB R2021a, The MathWorks, Inc.). Being 
a case series, we did not perform any statistical analysis 
on the data, and we presented individual results for each 
participant.

Qualitative data analysis
All questionnaires and interviews were held in the 
native language of the participant by investigators (IH, 
researcher and FM, researcher in Acknowledgement) that 
fluently spoke the language. All participants were native 
German speakers. Each interview was audio-recorded, 
verbatim transcribed and translated to English (IH and 
FM translated the interviews; CB (doctoral researcher) 
verified the accuracy of each translation before the analy-
sis). Descriptive thematic analysis [36] was conducted 
to analyze the interviews’ transcripts. An inductive 
approach was used when analyzing the transcripts [37], 
meaning that broad comprehensive themes were gath-
ered from the collected data. Specifically, the main ideas 
of each transcript were coded and the data that appeared 
to be comparable between participants segmented to 
extract the more recurrent topics. This process required 
an iterative approach, continuously revising the themes 
as soon new data were collected and new codes gener-
ated. NVivo software (version 1.5.1, QRS International, 
Australia) was used to support data analysis. Thematic 
analysis was stopped when no new themes emerged. 
Independent parallel coding was applied to assess cod-
ing consistency. Two investigators (CB and IH) read and 
coded the transcripts separately. For each transcript, the 
investigators met to discuss the identified codes and eval-
uate interpretations. Once all transcripts were individu-
ally analyzed, each researcher developed specific themes 
and subthemes. Subsequently, the identified codes, sub-
themes and themes were merged, and further discussed 
whenever overlap between investigators’ findings was 
low. The final definition of the themes was discussed with 
the main investigator (MX, postdoctoral researcher).

To ensure accuracy and trustworthiness of the find-
ings, participants were recontacted after their transcripts 
were analyzed [34]. Each participant revised a document 
presenting the synthesized analyzed data of his/her tran-
script to guarantee that the findings matched his/her 
experience. Any changes or added information was inte-
grated into the final analysis.

Results
Usability
The SUS score for each participant ranged from 52.5 
to 87.5 (see Fig.  2A) and the average score was 75.4. 
In the QUEST questionnaire, satisfaction with each 
technical feature of the device ranged from 3.86 to 
4.71, with an average score across all participants and 
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all features of 4.1 (see Fig. 2B). Ease of transport, sat-
isfaction with donning/doffing and satisfaction with 
the level of gained independence obtained the lowest 
median scores in the personalized questionnaire (see 
Additional file 1:  Fig. S1).

Performed activities
Three out of the seven participants reported to use the 
Myosuit mainly outdoors, while three participants 
used the Myosuit almost solely inside their houses (see 
Fig. 3A). Only one participant reported to frequently use 
the Myosuit both outdoors and at home, as well as at a 
physiotherapy center. None of the participant regularly 
used the Myosuit at work or at a gym.

Fig. 2 Usability questionnaires. A System Usability Scale. SUS scores for each participant and mean across participants show usability of the 
Myosuit above average. Each colour represents one participant. The grey bar represents the mean across participants. B Quebec User Evaluation 
of Satisfaction with assistive Technology. High satisfaction with most of the technical features of the Myosuit is shown. Individual results for each 
participant are reported using different colours

Fig. 3 Location and purpose of use of the Myosuit. Subjects were asked to report how often they used the Myosuit A in different locations and B 
for different activities. The Myosuit were mostly used outdoors for walking either alone or with a physiotherapist. Most of the participants frequently 
used the Myosuit at home for exercising alone or with a physiotherapist. Only one participant uses the Myosuit frequently for activities of daily 
living. Each colour represents one participant. The thick black line indicates the median, and the bottom and top edges of the box indicate the 25th 
and 75th percentiles, respectively. The whiskers extend to the most extreme data points not considered outliers. PT physiotherapist, ADLs activities 
of daily living
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Inside the house, the Myosuit was exclusively used 
for exercising, either alone or with a physiotherapist 
remotely (see Fig. 3B). Outdoors the Myosuit was mainly 
used for exercising, either alone or with a physiothera-
pist. Three participants used the Myosuit outdoors for 
leisure activities (e.g., walking) with a family member, for 
social activities in the community (e.g., geocaching) or 
for activities of daily living (e.g., shopping).

Frequency and time of use
IMU data from participant P2 were not properly 
recorded due to technical issues of the device and hence 
could not be used for further analysis. Four out of the six 
participants for which data were available used the device 
on average approximately once per week (see Table  2). 
Greater use of the device was recorded for two partici-
pants, which used the device on average approximately 
five times per week. We did not find a notable difference 
on the average duration of the sessions between partici-
pants (median of 46.1 min). Although session’s duration 

was similar, participant performed considerably different 
number of steps (range from 252.1 to 4256.7 steps).

Qualitative analysis
Three themes were identified during thematic analysis: 
(1) usability; (2) personal experience; and (3) context of 
use. Within each theme, codes were grouped, and multi-
ple subthemes were identified (see Fig. 4). In this section 
we report exemplary statements for each theme, taken 
directly from the interview transcripts, using the word-
ing from the participants (additional quotes in Additional 
file 1: Table S3).

Usability
This theme discusses the usability of the Myosuit in 
terms of (i) satisfaction towards the technical features 
of the device and (ii) factors that limit its use in daily life 
settings. Furthermore, (iii) user suggestions on how to 
improve the usability of the device were included within 
this theme.

Table 2 Participants’ activity level

Participants’ activity level was tracked with inertial measurement units embedded in the device

P1 P3 P4 P5 P6 P7

Total weeks of use 9.2 18.0 20.0 8.0 8.4 11.6

Total number of sessions 9 19 18 37 9 60

Mean number of sessions per week 1.0 1.0 0.9 4.6 1.1 5.2

Mean number of steps for session 2125.3 252.1 4256.7 2244.5 681.4 3457.5

Mean session duration (min) 61.5 35.5 45.1 66.7 47.0 44.1

Fig. 4 Thematic analysis results. Three themes were identified during thematic analysis: (1) Usability; (2) Personal experience; and (3) Context of use. 
Each theme is divided into subthemes and codes
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All participants considered the Myosuit compact and 
were satisfied with its dimension and weight. The back-
pack was not perceived as heavy while walking but rather 
disturbing when sitting for a prolonged time and using 
the car. Similarly, comfort at the interface was maintained 
during walking but was mentioned as problematic during 
long sitting periods.

“The backpack is not perceived as disturbing weight. 
Once you have it on and turn the Myosuit on, that’s 
not anymore. So, from the outside, it may seem that 
it’s way too heavy, but this is not the case at all.” 
(Participant P2)
“[The straps of the Myosuit] tie you up pretty much 
when you have to sit somewhere longer.” (Participant 
P1)

The Myosuit was described as easy to control and all 
participants could operate it independently.

“There [operating the device] I’m mostly independ-
ent. I can make the settings alone.” (P7)

Users were satisfied with the support provided by the 
Myosuit, especially in term of increased safety and con-
fidence while walking. However, since the robot does 
not support hip and knee flexion, participants struggled 
performing some activities of daily living, such as stairs 
climbing, as they could not independently reach enough 
foot clearance. In this regard, support to additional joint 
movements was desired. Participants expressed disap-
pointment with the fasteners around the thigh and the 
shank.

“I don’t really like Velcro fasteners for myself person-
ally. They get trapped everywhere, right?” (Partici-
pant P4)

The donning process was mentioned by most of the 
participants as the main limitation of the Myosuit. Most 
participants could either not go through it independently 
or the time required for it was too long. The three partici-
pants that considered themselves satisfied with the don-
ning process could do so in less than 5 min, compared to 
the other users that took up to 15 min.

“It’s hard for me to be able to use the Myosuit on a 
regular basis. Because I always depend on someone. 
And that’s frustrating in a certain way. If I put on 
the Myosuit on myself and don’t need someone for it, 
then I would go walking [alone] with the walker too.” 
(Participant P1)

Limited time availability and exhaustion after a work-
ing day were also broadened up as explanations for the 
limited frequency of training with the Myosuit. Addition-
ally, preserved abilities to ambulate inside the household 

without any assistive device limited use of the Myosuit 
during activities of daily living at home.

“I’m still working 100%. For me, normal everyday 
life is already extremely exhausting. It’s practically a 
matter of time, too” (P4)
“At home in the house I don’t use it. I just try the 
stuff I can still do without [the Myosuit]. My legs are 
still enough at home.” (P5)

User suggestions on how to improve the usability of the 
Myosuit were collected during the study. The most fre-
quent answers related to the wish for a simpler design in 
terms of easier-to-don exosuit, and new features such as 
a touch screen controller or the possibility to control the 
device using a smartphone or a smartwatch. Some par-
ticipants described very futuristic designs.

“The ideal device would be normal pants with the 
technology inside.” (Participant P2)

Personal experience
This theme describes the aspects that motivated partici-
pants to use the Myosuit while having it at their disposal 
at home. Particularly, we discussed (i) the goals set by the 
users and (ii) the perceived benefits.

Three main goals set by the users were identified. 
Firstly, participants that primarily used the Myosuit out-
doors aimed at improving their walking abilities in terms 
of walking speed and distance covered. This would allow 
them to perform once again activities that were pre-
vented by their lower-limb weakness. Secondly, partici-
pants used the Myosuit to improve their walking pattern 
and, thirdly, to delay the progression of their disease.

“My goal is to walk longer distances so I can go hik-
ing in the mountains again.” (Participant P5)
“The goal is simply to improve the gait pattern so 
that I walk easier and better.” (Participant P3)
“I want to try to keep this walking ability, but also 
the strength in the legs. Because I’m going worse and 
worse all the time and if this "worsening" is slowed 
down, then I’m benefiting from it.” (Participant P6)

Participants were also motivated to continue using the 
Myosuit by the positive benefits and results that they 
experienced. We distinguished between physical and 
psycho-social benefits. Furthermore, we divided physi-
cal benefits into restorative (or therapeutic) and assistive 
benefits depending on whether they were mentioned to 
persist after removing the Myosuit or not, respectively. In 
fact, all participants explicitly expressed their excitement 
towards preserved improvements for a couple of days 
after a robotic-assisted training.
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Restorative benefits included reduced tiredness and 
fatigue, improved walking pattern, greater stability, 
reduced pain and increased strength and endurance. One 
participant mentioned improved bladder function and, 
consequently, improved quality of sleep.

“I was almost not able to carry a cup of tea from the 
kitchen to the dining table at first. I spilled the tea 
because I wasn’t stable enough from the pelvis and 
even jerked in the movements. And now I can trans-
fer a cup of tea on my own [without the Myosuit], 
simply because the stability of the pelvis improved.” 
(Participant P1)
“It prevents me from getting pain in joints that are 
loaded incorrectly or also muscles.” (Participant P3)

Assistive effects included the possibility to walk longer 
and faster, reduced need to concentrate on the walking 
task and increased safety.

“[Without the Myosuit] I am very much slower when 
I move. With the Myosuit I’m always quicker at the 
destination.” (Participant P7)
“I sometimes block out my surroundings because I’m 
just concentrated on walking. And with the Myosuit 
is usually not as strong as without.” (Participant P6)

Most participants did not experience any social ben-
efits. Two participants mentioned increased family inter-
action and participation in the community. Participants 
perceived psychological and emotional benefits in terms 
of increased life satisfaction and, in general, positivity 
connected to the possibility of being more active.

“I did not notice improvements within the society. I 
have such a good environment.” (Participant P2)
“Social is going again in the wood with my husband 
and moving outside with others clearly.” (Participant 
P5)

Context of use
This theme discusses how context of use influenced user 
experiences with the Myosuit. Specifically, we considered 
(i) home, (ii) physiotherapy center and (iii) the commu-
nity as physical environments to which an exosuit could 
be exposed.

No need to commute and the possibility to integrate 
the training in the daily schedule at will (without ahead 
planning) were mentioned as factors that increased 
the frequency and time of training. However, the latter 
advantage vanished if assistance from another person 
was needed to don the device.

“You can individually incorporate it into your day. It 
has the advantage that I can train more often then, 

not just once a week. You can use Myosuit when it’s 
convenient.” (Participant P3)
“I don’t think it’s an advantage now that I have it at 
home. Because if I don’t automatically have some-
one to help me. It takes a lot more organization as if 
I have a fixed appointment.” (Participant P1)

In this regard, being at a physiotherapy center was con-
sidered an advantage, together with the possibility to 
receive expert’s feedbacks and corrections.

“I appreciate doing it with therapeutic support 
because I have to concentrate so much on the move-
ments, that I often don’t notice if I’m moving in the 
wrong way. And with a therapist, they can correct 
you. Which is also motivating, of course.” (Partici-
pant P6)

All participants highlighted the importance of being 
properly introduced to the device to use it efficiently and 
independently at home. Being correctly introduced to the 
Myosuit was extremely important not only for the user 
but for the physiotherapist too. Participants experienced 
situations in which the physiotherapist was either unable 
to deal with the device or preferred to stick to conven-
tional therapy.

“He didn’t know what exercises he was supposed to 
do with me because he doesn’t have the experience 
with devices like that, so he asked me to train with-
out it.” (Participants P2)

Finally, the community showed a positive attitude 
towards the Myosuit in many circumstances. Participants 
reported interest and curiosity in the community, which 
could become annoying in case of excessive questioning. 
With respect to this, being conspicuous in the commu-
nity was discussed but did not represent a problem for 
any of the users, apart from the same one participant that 
preferred to hide in the society not to receive questions.

“When walking around, then of course one is a cer-
tain eye-catcher, in a way. But that’s totally fine for 
me. Because also with my wheelchair, even when I’m 
walking, I am always visible.” (Participant P6)
“Then of course everyone comes and wants to know 
how it works. You can’t go anywhere without being 
addressed. And that takes longer. It’s also really tedi-
ous for my family.” (Participant P4)

Discussion
The Myosuit was designed as a training device to be used 
in clinical settings. Recently, private individuals have also 
been able to purchase the device to use it themselves at 
home and in the community at any time. The study aimed 
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at surveying these first private buyers regarding the usa-
bility of the device and their experiences in daily life.

Daily life usability of the Myosuit was scored 
above‑average in standardized questionnaires
Standardized questionnaires showed good usability. Five 
out of seven participants scored in the SUS question-
naire above the above-average usability threshold set to 
68 [38]. In the same questionnaire, all the participants 
scored above 50 points which is considered the lower 
bound for device acceptability [39]. However, SUS scores 
between 70 and 80 were reported in the literature not 
to guarantee high acceptability of the device [39]. The 
QUEST questionnaire showed high satisfaction with all 
the technical features considered. Users felt safe and the 
lightweight design of the Myosuit was effective, both in 
terms of dimensions and weight. Marginal usability of the 
Myosuit and low satisfaction with device’s adjustability 
matched the inability to don the device independently 
and the need to always rely on a companion for fitting. 
We speculate that this aspect also influenced the low 
score for ease-of-use, since all participants considered 
themselves satisfied with operating and controlling the 
device and could do so without external support.

We demonstrated similar usability but higher user sat-
isfaction compared to a rigid exoskeleton [27]. While 
participants using a rigid exoskeleton were mainly dissat-
isfied with its weight, effectiveness and safety, all partici-
pants of our study, apart from one, considered themselves 
satisfied with these technical features (QUEST item 
score ≥ 4). Surprisingly, most participants using a rigid 
exoskeleton were satisfied with its adjustability, contrarily 
to the participants of our study that scored this feature 
the lowest. We believe that this difference relates to the 
fact that donning of the rigid exoskeleton had to be per-
formed by a companion and participants in [27] did not 
take the possibility of independent donning into account.

The exosuit was used in various scenarios of daily living, 
but with limited frequency
Participants used the Myosuit in various scenarios of 
daily living, mainly walking outside and exercising at 
home. Our findings regarding location and purpose of 
use are similar to those reported in [27]. Both rigid exo-
skeleton and exosuits were mainly used outdoors for 
exercising. Our study showed that an exosuit can addi-
tionally be used for exercises at home. Since none of 
the participants trained at home without the Myosuit, 
exercising at home with an exosuit can be considered as 
additional training that would not be possible without 
having the device at disposal at home. Consequently, we 
can speculate on increased mobility connected to inde-
pendent use of the exosuit in domestic settings. However, 

none of the participants used the Myosuit as an assistive 
device inside their house. During the interviews, partici-
pants expressed a clear preference towards simple non-
actuated orthosis or solving tasks with their residual 
abilities. This finding relates to the significantly smaller 
level of impairment that affects exosuit’s users compared 
to complete SCI patients [40], and should be kept in 
mind when considering the context of use and the target 
population for newly developed exosuits.

Our findings differ from previous published results in 
terms of exoskeleton’s frequency of use. While we showed 
frequency of use of approximately once a week for the 
majority of participants, Wrigth et  al. reported a mean 
home-use of the AlterG Bionic Leg orthosis for training 
purposes of more than 5 times per week over 10 weeks 
[41]. Van Dijsseldonk et  al. reported a median ReWalk 
use of 9 days over 2 weeks [27]. Since patients were given 
a robot for the purpose of the study, the authors them-
selves speculated that an investigator bias might have 
influenced the results and encouraged a more frequent 
use of the device. Additionally, both studies extracted the 
total number of sessions from physical activity diary and 
logbook filled in manually by the participants. On the 
contrary, taking part to our study did not affect the time 
of use of the device since all data were collected retro-
spectively and directly from the device on-board sensors.

Independent donning and use are required to boost 
training and a more regular use in activities of daily living
Combined analysis of the qualitative and quantitative 
results allowed us to elaborate on the factors that pre-
vented an extensive use of the Myosuit in unsupervised 
settings. The two participants (P1 and P4) who reported 
not being able to wear the Myosuit independently scored 
the lowest both in the SUS and in the adjustability attrib-
ute of the QUEST and their frequency of use was lim-
ited to once per week. Limited use was also recorded 
for the participants (P2 and P6) who stated taking too 
long for proper independent donning. On the contrary, 
participants (P5 and P7) who did not mentioned don-
ning as a constrain, used the device more extensively, 
up to five times per week. Donning was therefore con-
sidered the biggest limiting factor and independence in 
donning remarkably affected the frequency of use. Don-
ning should be fast, performed independently, and easy 
to carry out (i.e., not tiring). Although the device can 
be easily dressed on a patient by a physiotherapist or an 
experienced companion in approximately 2  min, this 
time was mentioned to increase up to 15 min when a user 
tries to don the device independently. Considering that 
sessions lasted, on average, 50 min, the donning process 
increased the total session duration by 30%, when per-
formed independently. In agreement to [42], fitting time 
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should be reduced to five minutes. Independent use was 
described to play a fundamental role in the acceptance 
of the device. Additionally, independent donning was 
mentioned to facilitate more regular training sessions, 
not having to accommodate the needs of the companion, 
and consequently increase the frequency of use. Future 
development efforts should clearly envision the level of 
supervision that is expected for their device and adjust 
the design accordingly, since unsupervised, independ-
ent use brings extra challenges that inherently limit the 
device’s usability [20]. The design of a physical human–
robot interface should consider users’ weakness in the 
lower limbs, movement limitations, reduced stability, and 
poor handling capabilities. Reduced donning and doffing 
time, independence in the fitting process and increased 
comfort during prolonged use are the core requirements 
for the development of an innovative body attachment 
system. In this direction, users mentioned the willing-
ness of getting rid of Velcro fasteners and of tightening 
mechanisms that do not get trapped into other clothes, 
such as magnetic clips. An efficient way to transfer forces 
to the human body guaranteeing an easy and quick fitting 
and preserving comfort is still required in the literature 
[43]. Participant P3 represented an exception since the 
sensor’s data revealed limited frequency of use despite 
not experiencing challenges with donning. From the 
interview, we identified the cause for limited use in the 
health condition of the participant, for whom training 
was described as extremely exhausting.

Frequency of use of the device was also found to relate 
to the purpose of use of the exosuit. In the personalized 
questionnaire, participants P5 and P7 mentioned social 
and leisure activities (hiking and geocaching with the 
spouse and colleagues) and activities of daily living (going 
grocery, walking the dog, and going out with friends), 
respectively. The other participants reported in the per-
sonalized questionnaire to use the Myosuit exclusively as 
a training device. Participant P1 reported social activities 
in the questionnaire but explicitly mentioned during the 
interview to consider walking with the spouse as a train-
ing and not as a leisure activity.

. Therefore, from the collated results of qualitative and 
quantitative analysis, we concluded that integrating the 
device in the user’s daily routine, is another determining 
factor for extensive use of exosuits.

Exosuits should become a tool to increase motivation 
and adherence to training without the supervision 
of a therapist
During the interview, four participants (P1, P2, P6 and 
P7) reported to train on average without the Myosuit, at 
a physiotherapist center, 45 min, once per week. P5 men-
tioned to perform weight training without the Myosuit, 

at a physiotherapist center, 45  min, twice per week. P4 
did not train without the Myosuit. Overall, without the 
Myosuit, none of the participants reached the 150–
300  min of moderate-intensity aerobic physical activity 
throughout the week that WHO suggests for adults liv-
ing with disability [4]. All participants but one used the 
Myosuit as an adjunct to conventional physiotherapy, 
highlighting the potential of an exosuit to increase the 
dose of training and to push the users to be more physi-
cally active. However, only two participants (P5 and P7) 
exceeded the WHO recommendation when the dura-
tion of use of the Myosuit per week was also taken into 
account. The finding that participants do not often train 
without the Myosuit make us believe that lack of motiva-
tion to train was an additional factor that restrained par-
ticipants from exercising frequently. It was expressed by 
the participants as limited time availability or everyday 
life’s exhaustion. Therefore, users should be encouraged 
to exercise more, and exosuits could be better exploited 
in this direction. Indeed, the sensors embedded in the 
suit could be used to provide real-time feedbacks on the 
activity level and quality of movement. Real-time feed-
back from continuous self-monitoring from wearable 
technology is expected to be useful to enhance lifestyle 
changes and improve the adoption of these devices [44]. 
Furthermore, we strongly believe that physiotherapists 
could play a fundamental role in increasing the frequency 
of use of technologies at home. We foresee the possi-
bility of using an exosuit to replicate the training learnt 
from the physiotherapist while being at home. For this to 
happen, therapists should be willing to incorporate the 
technology in their sessions to instruct patients on how 
to properly handle the device, which exercise to perform 
and how often and how long to practice. However, par-
ticipants in our study highlighted physiotherapists’ cur-
rent tendency to favor conventional therapy rather than 
attempting robot-assisted training.

Limitations and further work
Our study included a limited sample size. However, being 
the Myosuit one of the very few exosuits that private 
users have at their disposal at home, the total number 
of users with community-based experience of any exo-
suit is by itself extremely limited. Selection bias towards 
participants with high interest in the technology might 
have influenced the outcome of the study. Furthermore, 
we included participants with diverse demographics. 
However, the external validity is higher in a case series 
that includes a diverse range of participants because 
the study sample is more likely to be exemplary of the 
population of interest [45]. In these regards, we believe 
that the cohort of users that participated in our study 
is highly representative of the population that might be 
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willing to purchase and use an exosuit at home and in 
the community. All participants lived in small villages 
or municipality in Switzerland and had the disease for 
at least 6  years, which might have influenced the per-
ception of the disease in the public and social interac-
tion in the community. To reduce recall bias, that might 
have influenced participants’ answers, most closed- and 
open-ended questions were formulated in the present 
and we avoid comparisons with past activities. Further-
more, activity level was directly extracted from the sen-
sors embedded in the device and used to ensure answers’ 
trustworthiness.

Although participants perceived numerous benefits 
related to the use of the Myosuit, we were not able, within 
this study, to disclose how the adoption of the device in 
daily life influenced the quality of life of participants and 
improved their secondary health condition. In fact, being 
an exploratory design, our study did not allow us to draw 
structured conclusions on the impact of the exosuit on 
mobility and quality-of-life of users when used outside a 
clinic and outside the context of a controlled study pro-
tocol. Future studies should investigate whether using an 
exosuitregularly at home and in the community increases 
life satisfaction, quality-of-life and general health of 
users. However, we strongly believe in the importance 
of assessing user perspective using qualitative research. 
Indeed, although laboratory tests provide more struc-
tured results, the high level of control and supervision 
does not allow to capture factors that influence usability 
in the real world [46].

Conclusion
In the current study we showed good usability of an exo-
suit. Users were satisfied with its low weight, reduced 
dimensions, safety, and comfort. We demonstrated the 
possibility of exploiting the Myosuit in various scenarios 
outside the laboratory and clinical settings and the par-
ticipants mainly used the device for exercising at home 
and outside. The frequency of use was limited com-
pared to the recommendations from the World Health 
Organization, suggesting that daily life context of use 
poses further challenges that should be considered to 
ensure increased acceptance of newly developed exo-
suits in unsupervised environments. Primarily, the design 
of exosuits should focus on meeting the users’ claim for 
independent use and increased adjustability. The abil-
ity to don and operate the device independently is an 
extremely important factor for increasing the frequency 
of use of such technologies at home and in the commu-
nity. However, we speculated that technical limitations of 
the Myosuit were not the only factors preventing exten-
sive use. Societal aspects and lack of motivation were 
found to also limit the frequency of use. In this direction, 

an exosuit could be used to provide real-time feedback 
on the activity level and quality of performed movement. 
Real-time feedback from continuous self-monitoring is 
expected to play a motivational role in increasing tech-
nology adoption. Finally, our study highlights the impor-
tance of conducting such qualitative research to include 
users’ perspectives in the developmental process of these 
technologies and point out the challenges related to a 
specific context of use. We believe these results have 
greater generalizability to real-life contexts than those 
collected in laboratory settings.
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