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Abstract
Background Neck pain has a significant global impact, ranking as the fourth leading cause of disability. Recurrent 
neck pain often leads to impaired sensorimotor control, particularly in craniocervical flexion (CFF). The Craniocervical 
Flexion Test (CCFT) has been widely investigated to assess the performance of deep cervical flexor muscles. However, 
its use requires skilled assessors who need to subjectively detect compensations, progressive increases in range 
of motion (ROM) or excessive superficial flexor activation during the test. The aim of this study was to design and 
develop a novel Craniocervical Flexion Movement Control Test (CFMCT) based on inertial sensor technology and 
real-time computer feedback and to evaluate its safety and usability, as well as inter and intra-rater reliability in both 
healthy individuals and patients with neck pain.

Methods We used inertial sensor technology associated with new software that provides real-time computer 
feedback to assess CCF movement control through two independent test protocols, the progressive consecutive 
stages protocol (including progressive incremental stages of ROM) and the random stages protocol (providing 
dynamic and less predictable movement patterns). We determined intra and inter-rater reliability and standard 
error of the measurement for both protocols. The participants rated their usability was analysed through the System 
Usability Scale (SUS) and possible secondary effects associated with the tests were registered.

Results The progressive consecutive stages protocol and the random stages protocol were safe and easy to use (SUS 
scores of 82.00 ± 11.55 in the pain group and 79.56 ± 13.36 in the asymptomatic group). The progressive consecutive 
stages protocol demonstrated good inter-rater reliability (intraclass correlation coefficient [ICC] ≥ 0.75) and moderate 
to good intra-rater reliability (ICC 0.62–0.80). However, the random stages protocol exhibited lower intra-rater 
reliability, especially in the neck pain group, where the reliability values were poor in some cases (ICC 0.48–0.72).

Conclusion The CFMCT (progressive consecutive stages protocol) is a promising instrument to evaluate CCF motor 
control in patients with chronic neck pain. It has potential for telehealth assessment and easy adherence for exercise 
prescription and seems to be a safe and usable tool for patients with pain and asymptomatic individuals. Its use as a 
test or for exercise needs to be further investigated to facilitate its transfer to clinical practice.
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Introduction
Neck pain represents one of the main social, economic 
and health problems. It is ranked as the fourth lead-
ing cause of disability worldwide with a prevalence of 
15–75.1%. Although the history of recovery from neck 
pain appears to be favourable, the rate of chronicity and 
recurrence is up to 30%, and neck pain can persist for 
more than 6 months in 14% of patients [1].

Patients with recurrent neck pain have shown impaired 
sensorimotor control during analytical or functional 
movements, evidenced as altered kinematics or proprio-
ception compared with asymptomatic individuals [2–5]. 
Craniocervical flexion (CCF) is one of the most studied 
movements within the neck because its performance is 
associated with activation of deep cervical neck flexors 
(DCFs): longus colli and longus capitis. These muscles 
are believed to be crucial for stability of the cervical 
region, which is commonly altered in patients with neck 
pain and associated disorders [6–9].

The Craniocervical Flexion Test (CCFT) specifically 
assesses the degree of activation and performance of the 
DCFs during CCF. The participant is placed in the supine 
position with a pressure biofeedback sensor between the 
cervical segment and a bed. Five pressure stages (from 
20 to 30 mmHg) must be reached with a progressive 
increase of 2 mmHg at each stage by flattening the cer-
vical lordosis and avoiding compensatory movements of 
the superficial muscles [10–14]. In this way, the isolated 
upper craniocervical movement as well as the activity of 
the DCFs are determined.

The construct validity of the CCFT regarding activa-
tion of the DCFs has been investigated in both asymp-
tomatic people and patients with neck pain by using 
nasopharyngeal electromyography (EMG) [9, 11, 12, 
15]. Correct performance of the test involves reaching 
the stages without excessive activation of the superficial 
flexors, a phenomenon that frequently occurs in patients 
with neck pain compared with asymptomatic individu-
als [12, 13, 16]. Another construct of the CCFT is based 
on the progressive increase in the CCF range of motion 
(ROM) with each incremental stage of the test, which 
has been evidenced by using digital imaging methods 
[7, 17] or inertial sensor technology [18, 19]. The clinical 
implementation of the CCFT does not require EMG or 
ROM analysis technology, however, clinicians need to be 
trained and skilled to be able to monitor the compensa-
tory activation of the superficial flexors by palpation and 
the progressive increase ROM visually, and to detect any 
other compensatory strategies such as head retraction.

In the recent review, Romeo et al., [20] investigated the 
psychometric properties of the CCFT concluding that, 
although it is a useful test for detecting impairments in 
DCF muscles’ control, its suitability in clinical practice is 
restricted due to its limited reliability and standard error 

of the measurement (SEM) values. The authors associ-
ated this limited reliability to the difficulties in detect-
ing compensations and the subjectivity of the criteria 
to detect ‘excessive activity’ of the superficial cervical 
flexors.

Due to the belief that poor CCF performance is linked 
to impaired activation of DCFs and is a characteristic of 
patients with neck pain or headache [12, 21–25], other 
studies have investigated alternative ways to evaluate 
CCF performance and control based on visual inspection 
[26, 27] or inertial sensor analysis [28]. However, these 
alternative methods did not show clear usefulness to dis-
criminate between patients with pain and asymptomatic 
controls when evaluating CCF.

Previous research has proposed the possibility of using 
new inertial sensor technologies to consider CCF ROM 
as the guide to assess or train DCF based on the ratio-
nale of the original CCFT, by defining potential targets 
of ROM equivalent to each pressure targets of the CCFT 
[19]. This approach allows the possibility of developing 
new computer-based tools with real-time biofeedback 
systems; these tools may be more precise and less influ-
enced by the subjectivity of the rater to detect compen-
sations during the test. These new technologies could 
potentially be used with patients in positions other than 
supine and may allow for telerehabilitation through the 
use of sensors to evaluate a patient or to deliver reha-
bilitation at a distance, thus improving accessibility to 
healthcare services [29].

In the present study, we propose a novel inertial sensor-
based system to test CCF movement control. It should be 
highlighted and acknowledged that this system is based 
on the rationale and previous research on the CCFT per-
formed by the developers of this test [10–12, 17, 30]. 

The main objectives of this study were:

(1) to design and develop a beta version of a new test 
to assess CCF movement control and performance 
through a system of inertial sensor technology 
and computer-based visual feedback, namely the 
Craniocervical Flexion Movement Control Test 
(CFMCT), and.

(2) to determine the safety, usability and inter-rater 
and intra-rater reliability of this new tool in 
asymptomatic individuals and patients with chronic 
neck pain.

Methods
Design
This is a methodological reliability study of a novel sys-
tem to evaluate CCF movement control using the CCF 
ROM to define the targets. The study followed a repro-
ducibility protocol with three phases: training, overall 
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agreement and study [35]. The training and overall agree-
ment phases have already been finished and were the 
basis of the design used in the present study. Therefore, 
this study addresses the study phase of the reproducibil-
ity protocol, as well as the analysis of its safety and usabil-
ity. In the training and overall agreement periods, the 
examiners designed and developed the new tool and dis-
cussed and agreed on how the test should be performed, 
the use of the inertial wearable sensors and the associ-
ated software. The procedure described in this section to 
assess the reliability was based on the COnsensus-based 
Standards for the selection of health status Measurement 
INstruments (COSMIN) methodology [31]. 

The study was approved by the Research Ethics Com-
mittee of CEU San Pablo University (236/17/08) and per-
formed in accordance with the Declaration of Helsinki 
and World Health Organization (WHO) standards [32]. 
The participants received a complete verbal description 
of the procedures and the purpose of the study and gave 
their written informed consent before enrolling in the 
study. They were able to withdraw at any time during the 
study.

Sample and selection
Both asymptomatic participants and patients with 
chronic neck pain between 18 and 65 years old were 
invited to participate. They were recruited through con-
venience sampling via e-mails and informational posters 
at the CEU San Pablo University and the CEU San Pablo 
University clinic. The inclusion criteria for patients with 
chronic neck pain included the following: > 3 months of 
pain duration, a score of > 4 on the Neck Disability Index 
(NDI) [38] and a score of > 3 on the visual analogue scale 
[33, 34]. Healthy participants had to have a score of 0 
on the NDI and the visual analogue scale. The exclusion 
criteria were previous surgery in the neck or head area, 
previous diagnosis of headaches and temporomandibular 
disorders and any neurological deficits. Immediately after 
the participant signed the informed consent and was 
screened based on the selection criteria, they provided 
information about their demographic characteristics 
(age, weight, height and occupation).

CFMCT measured by inertial sensor technology
The construct of this novel test is the flexion movement 
control capacity through different levels of the whole 
CCF ROM of the participant. The tests require the sub-
ject to accurately achieve and maintain different CCF 
ROM targets guided by software displayed on a com-
puter/tablet screen as biofeedback. This section describes 
the inertial sensor-based system used for the novel 
CFMCT based on the list of components of outcome 
measurement instruments of the COSMIN methodology.

Preparatory actions preceding data collection
Preparation of the participant by the examiner
The participant was placed in the supine position with 
their arms resting on their abdomen, their knees bent 
and their feet resting on the table. The procedure for 
standardising the initial neutral cervical position was to 
ask the subject to perform three maximum CCF repeti-
tions, relaxing the flexors to return from each maximum 
CCF to neutral while avoiding contraction of the exten-
sor muscles. The initial position of the test was the one 
achieved after relaxing the flexors in the previous repeti-
tion. This procedure was designed to avoid a lack of stan-
dardisation of the initial position based on anatomical 
landmarks, which are highly influenced by anatomical 
variability between subjects.

Preparation of equipment by the examiner
Once the initial position was achieved, a single 
4 × 4 × 8  cm wireless wearable inertial sensor (Werium 
Solutions©, Madrid, Spain) was placed on the partici-
pant’s forehead with a double-sided tape. Before starting 
each measurement, the inertial sensor was calibrated to 
zero. This inertial sensor allows real-time tracking of the 
progressive ROM increase while performing CCF. This 
instrument has previously demonstrated good to excel-
lent inter- and intra-rater reliability in the assessment of 
global neck movement [35] and CCF movement [36]. 

The inertial sensor contains a Micro-Electro-Mechan-
ical Systems-based IMU (Inertial Measurement Unit) 
with 9 degrees of freedom. This IMU integrates three 
distinct sensors: a 3-axis accelerometer, a 3-axis gyro-
scope, and a 3-axis magnometer. The sensor also includes 
a microcontroller unit which is responsible for acquiring 
data from the sensors via I2C and computing the angu-
lar orientation (yaw, pitch, and roll) before forwarding it 
to the communications module. The IMU operates at a 
sample rate of 50 Hz. [35] This sample rate ensures accu-
rate and real-time monitoring of head movements, allow-
ing precise motor control during the CCMCT.

Computer
A computer screen, which displays the ROM during CCF 
captured by the inertial sensor, was positioned in front 
of the subject’s eyes at a comfortable distance. The com-
puter screen was placed in a horizontal position parallel 
to the bed to standardise the initial position. This could 
be performed with the help of an articulated arm (Fig. 1). 
Real-time feedback was provided by innovative software 
that was created for the purpose of this study (described 
below).
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Characteristics and settings of the beta version of the 
software
Once the participant was in the initial position, they 
saw two references to look at on the computer screen: 
first, a red line indicating the trajectory of the move-
ment in terms of the achieved CCF ROM; second, blue 
stripes that they must reach and stay inside (see the 
supplementary video). To set the degrees of CCF ROM 
to be achieved in each blue stripe (levels), it was neces-
sary to determine the maximum CCF of each partici-
pant, because the blue stripes represent the percentage 
of the maximum CCF ROM of each subject (see calcula-
tion below). Therefore, each participant performed three 
maximum CCF movements, and the software provided 
the examiner with the maximum CCF ROM reached by 
the subject.

The settings of the software to perform the CFMCT are 
described below (see Fig. 1).

1. Number of stages: this test was designed to reach a 
total of nine stages of a percentage of the maximum 
CCF ROM. The first five stages of ROM percentage 
targets were based on the CCFT pressure levels 
as reported in a previous study [19]. The next four 
stages were added based the mean average increment 
between the previous stages, so the last stage was the 
closest possible to the maximal CCF ROM.

2. Stages based on ROM values: the percentages of 
the maximum CCF ROM where the blue stripes are 
displayed on the screen were: stage 1, 20.7%; stage 2, 
30.7%; stage 3, 45.2%; stage 4, 52.2%; stage 5, 61.6%; 
stage 6, 70%; stage 7, 79%; stage 8, 88%; stage 9: 97%.

3. Stage level limits: the limits for each stage were 0.3° 
above and below the target CCF ROM level.

4. Duration of the stage (seconds): the duration of each 
stage (blue stripes) was 3–4 s (depending on the 
protocol [see below]), while the time between the 
stages was 4 s. This duration is based on the analysis 
of performance of the CCF action within the clinical 
protocol for the CCFT [10]. 

5. Appearance of the stage (seconds): this setting 
dictated at what time (in seconds) on the timeline 
from the start each blue stripe would appear. On 
the screen, the subject saw how each blue stripe 
appeared in the previously configured stage.

Test performance
After performing the three CCF repetitions, the instruc-
tions for the participant were:

The red line you see on the screen corresponds to 
your movement. Your goal from now on is to reach 
and stay within the blue lines (stripes) that will 

Fig. 1 Displayed computer biofeedback screen and experimental setup. Image on the left shows the screen displayed for the patient used as a biofeed-
back. The red line represents the craniocervical flexion range of motion achieved during the test over time. The blue coloured bars represent the range of 
motion stages the patient should reach and maintain. Image on the right shows the experimental setup that includes a tablet attached to an articulated 
arm and the inertial sensor sticked to the forehead
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sequentially appear on the screen performing the 
nodding action.

We designed two different and independent protocols 
to assess CCF movement control. Both protocols were 
based on the stages of the CCFT explained above, but 
one of these protocols showed the nine stages in a pro-
gressive order (progressive consecutive stages protocol), 
while the other showed them in a predetermined random 
order (random stages protocol). The objective of both 
protocols was to measure the accuracy of the subjects to 
reach the targeted CCF ROM and be able to control the 
movement during the ROM.

For the progressive consecutive stages protocol (see the 
supplementary video), the nine stages increased progres-
sively from 20.7 to 97% of maximum CCF ROM. After 
reaching each CCF stage, the subject must return to a 
neutral position, which is represented as a blue stripe at 
zero (same as the initial position where the sensor was 
calibrated). The stripes appeared for 3 s in the CCF posi-
tion and for 4 s in the neutral position (0° of CCF; resting 
stages). The final score was based on the points obtained 
for all stages, including the neutral stages. The calcula-
tion of the final score is explained in more detail below.

For the random stages protocol, the previously men-
tioned stages were randomised, generating a more 
dynamic and less predictable movement pattern for the 
participant. The blue stripes appeared for 4  s and there 
were no resting stages; thus, the muscular demand was 
greater that for the progressive consecutive stages pro-
tocol. Once randomised, the template created with the 
same randomised order of the percentages was used for 
all participants.

Reliability design
The reliability of the CFMCT was assessed through both 
intra- and inter-rater reliability. During the first measure-
ment day (first measurement), each subject performed 
both protocols with each examiner; therefore, each sub-
ject performed each protocol twice. This measurement 
protocol was repeated 1 week later (second measure-
ment). Therefore, inter-rater reliability was calculated 
by comparing the measurements obtained on each mea-
surement day between examiner 1 and examiner 2, and 
intra-rater reliability was calculated by comparing the 
measurements of each examiner obtained for the first 
and second measurement. The examiners were blinded 
regarding the protocol to minimise any potential influ-
ence or bias in the assessment. When one examiner was 
conducting both protocols with the subject, the other 
examiner was not present in the room.

Data processing and storage
Each measurement was automatically saved in the soft-
ware and exported as an Excel file with the following 
information:

1. degrees of ROM flexion at each time point – 
indicates the CCF ROM every 20 milliseconds, when 
the inertial sensor records movement information;

2. stage reached – indicates whether the CCF ROM 
achieved at each time point was inside the blue stripe 
of the corresponding stage displayed at that time on 
the computer biofeedback.

Assignment of the score
The final score was calculated as the percentage of time 
points the participant was within the blue stripe area 
and ranges from 0% (lowest movement control) to 100% 
(highest movement control). Therefore, if a participant is 
within all blue stripes during the test, the total score is 
100%.

Summary of the study protocol for reliability analysis
After providing information about their pain and demo-
graphic characteristics, the entire measurement pro-
cedure was explained to the participant. The study was 
conducted by two examiners, who each performed both 
protocols for each subject. The order of the examiners 
and the protocols was randomised by using an online 
randomiser (https://www.randomizer.org).

The first examiner guided the participant through 
a seated warm-up of three movements in each of the 
three planes of neck movement: flexion-extension, right 
and left tilts and right and left rotations. The subject 
also practised the CCF movement, which the exam-
iner described as a gentle and slow head-nodding action 
of ROM flexion [10]. The examiner gave the following 
instructions:

‘Please lower your chin towards your neck (nodding 
movement) in a controlled manner without moving 
your neck, such that the head rotates slightly, reach-
ing as far as possible. The posterior side of the head 
will slide smoothly on the bed during the movement 
and the head should not separate from the bed or 
push into it during the movement’.

If necessary, the examiner corrected the movement ver-
bally and manually [28].

Once the participant was lying on the bed, they per-
formed the CCF movement as a training exercise. Once 
the subject had properly executed the nodding move-
ment without any compensations after warming up, the 
measurement started. As mentioned above, the neutral 

https://www.randomizer.org
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cervical starting position was obtained after three max-
imum repetitions of CCF. At this point the inertial 
sensor was placed and calibrated. Each participant per-
formed three maximum CCF repetitions to obtain the 
maximum CCF for each participant and to calculate the 
ROM of each stage of the test. At this point, the exam-
iner explained to the participant that their objective was 
to reach the blue stripes that would appear on the screen 
and to remain steady for as long as possible. In addition, 
the examiner explained to the subject that they should 
reach the targets by correctly performing the previously 
learned CCF movement, without making any compensa-
tory movements.

The participant performed each protocol once for each 
examiner, with a 5-minute resting period between the 
examiners. Therefore, by the end of the test each partici-
pant had performed each protocol twice.

After completing the test, each participant filled out 
a data sheet that included the following: (a) the inten-
sity of pain during the test based on the visual analogue 
Scale [37], (b) muscular fatigue during the test based on 
the fatigue VAS, (c) any other perceived symptoms or 
adverse event (e.g. nausea, dizziness) via an open ques-
tion and (d) the System Usability Scale (SUS) [38]. The 
SUS includes 10 statements about the perceived usability 
of the software. Each statement received a score of 1–5, 
where 5 corresponds to strongly agree and 1 corresponds 
to strongly disagree. The odd-numbered questions con-
stitute positive statements and are scored by subtract-
ing one point from the user’s rating. The even-numbered 
questions represent negative statements and are scored 
by subtracting 5 points from the user’s rating. To obtain 
the final SUS score, the sum of all answers is multiplied 
by 2.5. The resulting final score ranges from 0 (indicat-
ing low usability) to 100 (reflecting high usability) [39]. 
A final score between 68 and 84 points indicates good 
usability of the system and a score > 84 points indicates 
excellent usability [38].

Data analysis plan
All data were analysed using SPSS Statistics version 27.0 
(IBM Corp., Armonk, NY USA) and R version 4.1.3 (R 
Foundation for Statistical Computing, Vienna, Austria). 
The Kolmogorov–Smirnov test was used to determine 
whether the quantitative data followed a normal distri-
bution; it showed that the data did not follow a normal 

distribution. Quantitative variables are presented as 
mean ± standard deviation (SD) and categorical variables 
are presented as absolute values and frequencies (%). The 
final score of each test was calculated as the percentage 
of time points the participant was within the blue stripes.

The reliability of the CFMCT was determined with 
intraclass correlation coefficients (ICCs) based on a two-
way random effects model, an average measure and an 
agreement definition [40] The reliability analysis included 
intra-rater reliability (first measure versus second mea-
sure) and inter-rater reliability (examiner 1 versus exam-
iner 2) of the measures. Based on the 95% confidence 
interval, the ICC agreement was interpreted as follows: 
< 0.5 indicates poor reliability, between 0.50 and 0.75 
indicates moderate reliability, between 0.75 and 0.90 
indicates good reliability and > 0.90 indicates excellent 
reliability [41].

The SEM was calculated using the formula SEM = SD × 
[√(1 – ICCagreement)] [40].

The sample size was based on international guidelines 
for reliability studies that have reported 40 subjects are 
sufficient for reproducibility [42]. 

Results
Eighty-four participants met the inclusion criteria; how-
ever, four participants dropped out because they failed to 
attend the second test session 1 week later without any 
explanation for their absence. Eighty participants (40 
with neck pain, 40 asymptomatic) successfully completed 
the study protocol and we included them in the study. 
Among them, there were 44 women and 36 men, with a 
mean age of 34.38 ± 14.4. The VAS reported among both 
groups was 2.3 ± 2.1 and the NDI score was 5.19 ± 5.64. 
Detailed demographic and clinical characteristics for 
each subgroup are presented in Table 1. The mean total 
percentage scores (% SCORE) and SDs of the CFMCT 
are presented in Table  2a and 2b for the neck pain and 
asymptomatic groups, respectively.

We noted variations in inter-rater reliability between 
the two groups and the progressive consecutive stages 
and random stages protocols (Table  3a). In the neck 
pain group, the progressive consecutive stages protocol 
showed moderate reliability for the first measurement 
and good reliability for the second measurement. The 
inter-rater reliability was moderate for the random stages 
protocol and, similarly to progressive consecutive stages, 
there was a trend for increased reliability for the second 
measurement. The inter-rater reliability was higher for 
the asymptomatic group than for the neck pain group, 
with ICCs of 0.83–0.89.

The intra-rater reliability results revealed some simi-
larity between the examiners (Table 3b). The intra-rater 
reliability was lowest for the random stages protocol 
(0.48–0.51), indicating poor reliability in the neck pain 

Table 1 Demographic and clinical data of study participants
Neck Pain Group (n = 40) Asymptomatic 

Group (n = 40)
Gender 25 women, 15 men 19 women, 21 men
Age (years) 35.7 ± 14.1 33.05 ± 14.63
VAS Score 4.6 ± 1.7 0
NDI Score 10.37 ± 6.11 0



Page 7 of 12Bocos-Corredor et al. Journal of NeuroEngineering and Rehabilitation          (2024) 21:170 

group. In contrast, the reliability for the protocol in pro-
gressive consecutive stages was moderate, with ICCs of 
0.62–0.68 in the sneck pain group. The intra-rater reli-
ability was better in the asymptomatic group: the ran-
dom stages protocol demonstrated moderate intra-rater 
reliability and progressive consecutive stages protocol 
showed good intra-rater reliability, with ICCs ranging 
from 0.72 to 0.80.

Among the individuals in the neck pain group, six par-
ticipants reported experiencing mild dizziness at the 
end of the test. Nevertheless, they were able to com-
plete the test successfully. None of the participants in the 
healthy group reported adverse effects. For the Fatigue 
VAS scores, the analysis revealed distinct patterns in 
the groups. In the asymptomatic group, the mean ± SD 
fatigue score was 0.34 ± 0.77, indicating mild fatigue [50]. 
In contrast, the mean ± SD fatigue score in the neck pain 
group was 3.06 ± 2.48, showing moderate fatigue.

The SUS results indicated good usability in the neck 
pain and asymptomatic groups, with a mean ± SD score 
of 8 ± 11.55 and 79.56 ± 13.36, respectively.

Discussion
Previous research has evaluated the use of inertial sensor 
technology to assess the CCF ROM during the perfor-
mance of the original CCFT [19, 43] or during uncon-
strained full-range CCF [28]. These computer-based 
tools equipped with real-time biofeedback systems have 
the potential to allow for testing or training the DCFs 
while providing improved accuracy and reduced subjec-
tivity in identifying compensatory movements; moreover, 
the tools could be used in multiple positions (not just 
supine) [19]. In the current study, we introduced a novel 
inertial sensor-based system with computer-based visual 
feedback designed to assess CCF movement control and 
to measure its reliability, safety and usability in asymp-
tomatic subjects and patients with chronic neck pain. 
To our knowledge, there is no previous research that has 
developed a sensor-based system to test CCF movement 
control.

Another interesting aspect of the CFMCT is its poten-
tial use in terms of telerehabilitation, because inertial 
sensors and the software developed in this study could 
allow for evaluation or rehabilitation at a distance for 
patients with craniocervical pain. This could improve 
the accessibility to assessment and treatment for these 
patients, increase adherence levels and potentially reduce 
time and costs [29, 44, 45]. As telehealth should be imple-
mented to meet the specific needs of healthcare services 
[45], there is a lack of tools that enable clinicians to pro-
vide these services to manage craniocervical pain.

We showed that the progressive consecutive stages 
and random stages protocols are safe and easy to use. 
However, the random stages protocol exhibited lower Ta
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intra-rater reliability, especially in subjects with neck 
pain, where the reliability values were poor. The lower 
reliability of the random stages protocol may be attrib-
uted to the variability in the performance of subjects 
between the first and second measurements, as well as 
the inherently higher difficulty of the test in performing 
it consistently at both measurement times. Therefore, 
we suggest that the consecutive progressive stages pro-
tocol could become a useful test in clinical practice but 
perhaps the random protocol could be used as a treat-
ment strategy to challenge the motor control system at 
the craniocervical level. Future research is necessary to 

investigate the potential use and effects of this tool as a 
therapeutic exercise.

In contrast to the random stages protocol, the progres-
sive consecutive stages protocol demonstrated moderate 
to good reliability. Based on this finding, we have focused 
the following discussion mostly on the progressive con-
secutive stages protocol characteristics, limitations and 
recommendations for further research. The results for 
the progressive consecutive stages protocol showed 
greater agreement based on inter-rater ICCs (ranging 
from moderate to good) than on intra-rater ICCs (mod-
erate). This may be caused by the fact that the perfor-
mance-based CFMCT is very likely to show a learning 

Table 2b Mean total percentage scores (% SCORE) and SDs (SD) of the CFMCT protocols in asymptomatic participants
1st Measure 2nd Measure
Examiner 1 Examiner 2 Examiner 1 Examiner 2
Protocol in progressive consecutive stages
Mean SD Mean SD Mean SD Mean SD
75.92 11.40 76.02 12.64 79.91 10.19 81.32 10.74
Random stages protocol
1st Measure 2nd Measure
Examiner 1 Examiner 2 Examiner 1 Examiner 2
Mean SD Mean SD Mean SD Mean SD
75.32 11.12 76.95 11.99 79.58 10.85 79.32 12.70

Table 3a inter-rater reliability and its corresponding Intraclass correlation coefficient (ICC) for subjects with neck pain and those 
asymptomatic during the CFMCT protocols and respective measurement timepoints
Protocol in progressive consecutive stages Random stages protocol
1st Measure 2nd Measure 1st Measure 2nd Measure
Neck Pain group
ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM
0.75
(0.52–0.87)

4.74 0.82
(0.65–0.9)

3.49 0.67
(0.38–0.82)

6.24 0.74
(0.51–0.86)

4.55

Asymptomatic
ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM
0.83
(0.67–0.91)

3.83 0.84
(0.71–0.92)

3.07 0.87
(0.75–0.93)

2.85 0.89
(0.79–0.94)

2.50

CI: Confidence Interval

SEM: Standard Error of Measurement

Table 3b Intra-rater reliability and its corresponding Intraclass correlation coefficient (ICC) for subjects with neck pain and those 
asymptomatic during the CFMCT protocols and respective measurement timepoints
Protocol in progressive consecutive stages Random stages protocol
Examiner 1 Examiner 2 Examiner 1 Examiner 2
Neck Pain Group
ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM
0.68
(0.41–0.83)

5.68 0.62
(0.24–0.81)

6.33 0.48
(0.00-0.73)

7.63 0.51
(0.07–0.74)

9.6

Asymptomatic
ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM ICC (CI) SEM
0.72
(0.45–0.86)

5.12 0.80
(0.48–0.91)

3.81 0.66
(0.34–0.82)

6.25 0.72
(0.47–0.85)

6.10

CI: Confidence Interval

SEM: Standard Error of Measurement
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effect [31]. Therefore, most of the patients obtained a 
higher score on the second measurement, which may 
have reduced the intra-rater ICCs but did not necessar-
ily influence the inter-rater results. Notably, reliability 
ICCs were higher in asymptomatic subjects (0.83–0.89) 
compared with patients with neck pain (0.67–0.82), sug-
gesting that healthy individuals performed the test more 
consistently.

We hypothesise that modifying certain parameters 
such as the duration of progressive stages may influence 
the reliability of the test. The fact that the duration of 
each stage was as short as 3  s implies that participants 
might not reach a stage if they do not have good move-
ment control or simply lose focus. However, because the 
test provides a total score, rather than a score for each 
stage, potential errors in one stage could be compensated 
for by better performance in other stages. Additional 
research could investigate whether the same test format 
as performed in the present study including stages with a 
longer duration would improve reliability scores.

The CCFT was developed to evaluate DCF perfor-
mance. This construct was evidenced by EMG using 
nasopharyngeal electrodes to confirm that the five pro-
gressive stages of the CCFT reflected progressive activa-
tion of the DCF muscles [11, 12]. Although we developed 
the CFMCT based on the fact that we have observed an 
agreement between pressure levels of the air-filled pres-
sure sensor (indicative of DCF activation [11, 12]) and 
CCF ROM stages measured by inertial sensors [19, 43] 
the CFMCT is focused on CCF movement control and 
not on DCF performance. Moreover, the first five stages 
of the CFMCT may be equivalent to the CCFT pressure 
stages, but the final four stages of the CFMCT are asso-
ciated with additional CCF ROM targets that might not 
necessarily be associated with isolated DCF contraction, 
but rather with additional activation of superficial flex-
ors. Therefore, the CFMCT does not consider superficial 
flexor activation as something to avoid; rather, it assumes 
it may occur, especially in the latter stages of the test.

It should be noted that the design of the CFMCT may 
minimise variation among the examiners regarding the 
subjective visual detection of head retraction and the 
progressive increments of the CCF ROM. A compensa-
tory head retraction movement during the CFMCT may 
mainly translate the forehead inertial sensor posteriorly, 
but not clearly change its angular position. Therefore, 
this strategy may not assist the patient on reaching higher 
CCF ROM targets or total test scores. Moreover, the 
progressive increments in CCF ROM do not need to be 
subjectively assessed through visual inspection because 
they are precisely measured by the inertial sensor and are 
required to reach the consecutive stages of the CFMCT.

The final score of the CFMCT is focused on measuring 
CCF movement control in a standardised manner guided 

by computer software and potentially minimising the 
influence of variation from the examiners. We hypoth-
esise that CCF movement control is a relevant measure 
to assess impaired motion in patients with different cra-
niocervical pain conditions, as well as a potential friendly 
training exercise tool to improve the tolerance and adher-
ence to exercise prescription. Future research should 
investigate it psychometric properties in its actual format 
or of any modified version, including its potential to dis-
criminate between pain and asymptomatic populations. 
Moreover, its use as a low-load exercise for the treatment 
of craniocervical pain conditions may be of interest for 
clinicians and researchers in the field.

As a performance-based test, we designed the CFMCT 
so that the main challenge for patients is precisely to 
reach and maintain their CCF ROM within the coloured 
bars. As the range of each stage within the test is based 
on the participant’s own initially measured maximal CCF, 
it is assumed that the participant is capable of reaching 
all stages, but they might not have enough movement 
control to obtain high scores (measured as the number of 
time points within each stage-coloured bar). This idea is 
also different from the CCFT, because some people may 
not be capable of reaching some of the higher pressure 
levels of the test [21]. In addition, the CCFT performance 
may be influenced by the elastic resistance of the pressure 
cuff that is compressed during the flattening of the cervi-
cal lordosis, while the CFMCT is performed without any 
cuff or resistance to the movement. Furthermore, while 
the CCFT generates a score based on five distinct stages, 
the CFMCT provides a continuous recording of the num-
ber of time points within each ROM stage. This provides 
a final continuous score that can be translated to a per-
centage of performance on a 100-point scale. We believe 
this novel evaluation system could enhance the precision 
and accuracy of sensorimotor control evaluation of the 
craniocervical spine and could make a significant contri-
bution to the assessment and management modalities in 
the domain of healthcare technologies.

With regard to the safety of the CFMCT, a total of six 
participants in the neck pain group reported experienc-
ing mild dizziness during the test. This finding may be 
associated with the maintained and highly demanding 
use of a computer screen that some patients may have 
perceived as conflicting among the sensory signals of self-
movement in a digital environment [46]. None of these 
participants had to stop the test or withdraw from the 
study, so it seems that these sensations were mild and not 
incompatible with performing the test. Future research 
could investigate this secondary effect and how much it 
could influence the performance of the test. None of the 
participants in the asymptomatic group reported second-
ary effects.
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The mean fatigue VAS score was nearly three points 
higher for the neck pain group compared with the 
asymptomatic group. Although the CFMCT cannot be 
directly associated with DCF performance, we hypoth-
esise that patients with chronic neck pain perceive the 
test as more tiring compared with healthy participants 
due to altered activation of DCFs and impaired move-
ment control. Previous EMG studies have shown delayed 
and reduced DCF activation during a cervical flexion task 
[47]. Future research could investigate the validity of the 
CFMCT to discriminate between neck pain and asymp-
tomatic populations.

The SUS scores of the CFMCT reflected high levels of 
acceptance and satisfaction to use the system frequently 
in both groups of participants. Furthermore, the scores 
showed that the system did not appear unnecessarily 
complex: the participants found it easy to use and reli-
able. Additionally, the effective integration of various 
functions within the system, along with the perception 
of minimal inconsistency, reinforces the notion of strong 
usability. The expectation that most people could learn to 
use the system quickly suggests that the tool has gentle 
learning curve, which is crucial for successful adaptation 
to the system. Therefore, this tool provides a positive user 
experience based on accessibility, ease of use, confidence, 
and contributing to a high level of usability.

Limitations of the study
The present study has several limitations. First, the 
findings are limited to the characteristics of the study 
population. Even though patients with neck pain had a 
minimum VAS score of 3 and an NDI score of 4, most of 
the patients exhibited moderate levels of pain and disabil-
ity. Moreover, the sample may have not fully represented 
the diverse demographics and pain conditions observed 
in clinical practice. Non-European populations, specific 
pain conditions and higher levels of pain and disability 
should be included in future research. This will ensure 
the samples are more heterogeneous and help to gener-
alise the results. Second, the variability between demo-
graphic characteristics among the participants based on 
age or educational level may have been associated with 
difficulties in understanding and correctly performing 
the CFMCT. Additionally, there were no familiarisation 
or training sessions. The lack of a familiarisation session 
might have affected the reliability of the measurements. 
Third, the assessment of movement was supervised by 
the examiners though observation without the objective 
monitoring via EMG. Therefore, there are no data regard-
ing the motor strategies developed by participants dur-
ing the CFMCT, particularly in patients with neck pain 
who may present different neuromuscular alterations. 
Future research may explore the EMG activity of the cer-
vical muscles during in participants while they perform 

the CFMCT. Fourth, the design of the CFMCT allowed 
to provide a total final score, but did not consider mul-
tiple independent scores obtained separately from differ-
ent stages during the test. Further research could try to 
describe movement control across stages and investigate 
the potential of using data from each stage for the assess-
ment of movement control. Fifth, the assessment of the 
safety of the CFMCT was limited to the record of other 
perceived symptoms or adverse event (e.g. nausea, diz-
ziness) via an open question. Although only few partici-
pants reported experiencing mild dizziness at the end of 
the test and were able to complete the test successfully, 
further research could investigate adverse effects of the 
CFMCT in larger samples of patients with chronic neck 
pain.

Conclusions
The CFMCT is a promising instrument to evaluate CCF 
movement control in patients with craniocervical pain: it 
may reduce variation from the examiners and could serve 
as a telehealth instrument for assessment and exercise 
prescription. It seems to be a safe and usable instrument 
both in patients with chronic neck pain and asymptom-
atic participants. Future research should investigate 
its psychometric properties for evaluation and its pos-
sible use for therapeutic exercise. In addition, it would 
be valuable to determine which muscular strategies are 
performed by subjects with pain during the test and how 
these strategies compare with asymptomatic subjects.
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