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Abstract

Background: Quantitative evaluation of position control ability in stroke patients is needed. Here we report a
demonstration of position control ability assessment and test-retest reliability during squat-stand activity on a new
system in hemiparetic patients and controls.

Methods: Sixty-two healthy adults and thirty-four hemiparetics were enrolled.
All of the participants were required to complete five repeated squat-stand activities under three different
conditions: partial weight support, standard weight bearing, and resistance. The healthy adults’ test was repeated
twice to assess the reliability, while the hemiparetics were tested one time to assess impairments in their position
control ability. The healthy participants completed their second test 1 wk after the first. Intraclass correlation
coefficients (ICCs) were used to assess test-retest reliability.

Results: During partial weight support, the ICCs ranged from 0.77 to 0.91, which indicated a good reliability. During
standard weight bearing and resistance, the ICCs varied from 0.64 to 0.86 and 0.54 to 0.84, respectively, indicating a
fair reliability. Compared with the healthy adults, the stroke patients demonstrated poorer position control ability.

Conclusions: The posturography of the squat-stand activity is a new and reliable measurement tool for position
control. According to the methods proposed here, hemiparetics can be differentiated from healthy adults using the
squat-stand activity. This activity will provide a new evaluation tool and therapy with visual feedback for the stroke
patients.

Trial registration: Chinese clinical trial registry, ChiCTR-TRC-10000863

Keywords: Stroke, Squat-stand activity, Posturographic parameters, Visual feedback, Test-retest reliability
Background
Motor impairment after stroke is a major problem for
stroke patients. The risk of falls in hemiparetic patients
is dramatically higher than in healthy persons during the
rehabilitation period and later during community living
[1]. Changing from sitting to standing (sit-to-stand) is an
important activity in daily life, and hemiparetics can easily
fall during this activity due to a number of impairments.
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These impairments include low muscle strength, poor
position control, and poor sensory input.
Through evaluation, these dysfunctions could be rec-

ognized and appropriate training could be carried out.
Many evaluations, such as the timed sit-stand-sit test,
muscle strength test, static and dynamic balance tests,
and other tests, have been used to evaluate the function
of hemiparetics. The reliability, validity, and sensitivity
of these evaluations have been studied [2-4]. The Berg
Balance Scale (BBS) is a classical scale used to evaluate
balance. The BBS focuses on whether patients can com-
plete the task and how well they can complete it, but for
patients who cannot complete the task, it is difficult to
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use the BBS for evaluation. It is also important to note
that patients cannot complete the task due to a variety
of reasons that are not all related to balance impairment.
The BBS is similar to the Functional Independence Meas-
ure (FIM), Rivermead Motor Assessment, and Rivermead
Mobility Index. These tests can only reflect the functional
ability of those who can complete the sit-to-stand task
[5,6], so it is hard to evaluate the ability of those who can-
not, using these evaluation scales. The speed at which a
patient completes the timed sit-to-stand test reflects the
patient’s ability at this task. In our clinical experience, al-
though some patients can complete the task in a shorter
time, many complete the task in an unstable or asymmet-
rical way, which might lead the patients to suffer a fall eas-
ily. Therefore, the timed sit-to-stand test only partially
reflects a patient’s position control ability.
For these reasons, we invented a new system to mea-

sure position control ability for evaluation in clinical
work. Our evaluation system provides back-support via a
sliding backboard which enables patients to complete
the squat-stand task; the method allows for the patient’s
stability and symmetry during the process [7]. These fea-
tures allow the system to be used in the early stage of
the disease to assess those who do not have the ability
to complete real sit-to-stand activities. We could also
combine the timing of the squat-stand activity and the
posturographic parameters to evaluate the ability of pa-
tients better. In addition, the static and dynamic balance
tests can be used to quantify the balance controlling
ability and reaction to the environment [8]. The static
balance test assesses stability and symmetry during static
standing [9], whereas the dynamic balance test can be
used to probe vestibular and brainstem function, inclu-
ding integration of visual input, balance, and position
control [10]. These tests cannot be used to quantify po-
sition control during the sit-stand-sit process.
In this study, we propose a new system, called the

multi-utility balance assessment and training system
(MUBATS), that we developed for assessing posturo-
graphic parameters during squat-to-stand activity. The
MUBATS provides information about abilities such as
force production, coordination, and position control.
These abilities are necessary in real sit-to-stand activity.
Our first goal in assessing the system is to evaluate the
reliability of its measurements and its utility in assessing
position control in hemiparetic patients.

Methods
Participants
A total of 62 healthy adults (23 males and 39 females,
mean age 52.48 ± 8.87 y) and 34 stroke patients with
hemiplegia (22 males and 12 females, mean age 60.24 ±
12.29 y) were recruited. Healthy participants having any
conditions that might affect the assessment protocol,
such as cognition, visual, and balance impairments, were
excluded from the study. Posturographic parameters of
the healthy adults were used to analyze the test-retest re-
liability. Of the data collected from healthy adults, 34 of
the total 64 parameters were selected and used to com-
pare the healthy participants with the hemiparetics in
accordance to the age and gender.
For the stroke patients, the following inclusion criteria

were applied: motor function of the lower limbs above
Brunnstrom level III [11,12]; the ability to complete
the sit-to-stand task; and good of tolerance approach.
The following exclusion criteria were applied: serious
impairments of consciousness, cognition, or emotion
that prevented the patient from actively participating in
rehabilitation therapy; serious internal disease that re-
quiring limits on exercise; orthostatic hypotension; his-
tory of dementia; history of more than a single stroke;
advanced osteoarthritis; peripheral neuropathy; unilateral
neglect or visual impairment; unwillingness to parti-
cipate in the research; and inability to participate in
follow-up evaluations. All the experimental procedures
and the informed consent form signed by the participants
were approved by the Ethics Committee of Huashan Hos-
pital (HIRB). This study was conducted in accordance
with the Declaration of Helsinki. This trial was registered
with chictr.org/cn, number ChiCTR-TRC-10000863.

MUBATS description
The newly designed MUBATS was invented by Fudan
University and the University of Shanghai for Science
and Technology (Figure 1A-C). The system consists of
left and right pedals which measure the reacting force
(Figure 2A-B), a sensing device, an interface circuit, a
data acquisition card, a host computer, a display unit,
and a printer. The left and right pedals are separated so
that the reacting force on each side can be evaluated
separately. Each pedal has two pressure sensors located
at the site in contact with the transverse arch and heel,
respectively. The testing range of the sensor is 0–100 kg
and it has a testing accuracy within 0.5%. In addition,
the center of the two pedals coincides with the actual
center of the foot pressure according to the zero moment
point (ZMP), as described by Vukobratovicli [13]. The
software for the system was designed using Visual C++,
version 6.0. The process of evaluating and training the pa-
tient is shown in the video included with this paper.

MUBATS procedure
An experienced rehabilitation physician familiar with the
MUBATS performed the evaluations. Participants were
informed of the aim and given appropriate instructions
before the test, in order to help them better understand
the study. Posturographic parameters were measured with
participants leaning on the oblique slide. Participants had



Figure 1 Design overview of the newly invented MUBATS. A. Three-dimensional graphic of the MUBATS. B. Photograph of the MUBATS.
C. Sketch designating each component of the MUBATS. The main components are the (a) monitor for patients, (b) training bed, and
(c) computer for clinician. The subcomponents are as follows: 1-base; 2 and 3-linear stepper motors; 4-block feet retractable caster; 5-casters
handle; 6-connecting shaft; 7-control box; 8-angle display; 9-bed frame; 10-back board; 11-leg support; 12-pedal; 13-pedal bracket; 14-patient
monitor; 1 5-casters; 16-bed hoister; and 17-computer.
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Figure 2 Force data collection scheme in the MUBATS. A. Dual platform with separate left and right pedals enabling reacting forces to be
evaluated independently on each side. Each pedal has two pressure sensors (black spots). B. Plantar pressure testing device.
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to place their feet on two rectangular pedals in a relaxed
and comfortable position. Each participant stood upright,
leaned back onto the back board, and then bent his or her
knees until the back board would not move any further.
After reaching the bottom of the back board’s range, the
participant extended his or her knees to return to a stand-
ing position. This squat-stand process was repeated five
times. The participants were also required to control their
center of pressure (COP) by visual feedback of plantar
pressure. During the test, participants were instructed to
remain as stable and symmetrical as possible.
The test was completed at an angle of 30°, then 45°,

and finally 60° (all measured from horizontal as 0°). The
participants did the squat-stand activity together with
the board, and the board itself weighed approximately
30 kg. As the angle changes, the load carried by the
participant versus the machine changes. According to
our calculations, at the 30° angle setting, the machine
provides partial body weight support (participant bears
~75% of his/her body weight). At the 45° angle setting,
there is no net support or resistance (participant bears
100% of his/her body weight). And at the 60° angle set-
ting, the machine transfers net resistance to the partici-
pant (participant bears ~125% of his/her body weight).
These three angles were tested to see whether the pos-
turographic parameters were reliable under different
weight-bearing conditions. The computer software col-
lected planter pressure automatically 20 times per se-
cond. The study was performed in a quiet setting with
a pleasant visual environment. Before recording com-
menced, each participant had ~10 s to become familiar
with the process. They were instructed to complete the
movement cycle several times during this preparation
stage. The healthy participants repeated the test twice to
assess its reliability, with the second test being con-
ducted one week after the first. The patients were tested
only once.
Posturographic parameters
Plantar pressure was used to evaluate the sit-to-stand ac-
tivity, and the balance parameters were used to evaluate
static balance. In this study, the balance parameters were
called posturographic parameters, and they were used to
evaluate the squat-to-stand process. The posturographic
parameters collected in the test only reflect motor con-
trol in the frontal plane because the participants leaned
on the oblique and the sensor was located in one dimen-
sion in the frontal plane. The parameters include COP,
average sway (AS), path length (PL), covered area (CA),
maximal sway (MS), and lateral speed (LS).
The parameters were automatically collected and cal-

culated by the computer software. Among them, COP
was defined as the mean drift distance projected on the
dual platform in the frontal plane. The calculation for-
mula was the same as that published by Genthon [14].
The COP parameter was used to calculate the other pa-
rameters. The calculation of the other parameters was
the same as for traditional posturographic parameters.
Notably, CA was calculated by integrating COP in time
in frontal plane, using the following equation:

CA ¼

Xn

i¼1

π x2i þ y2i
� �

NTc

The unit of CA is cm2. xi and yi are defined as the co-
ordinates of lateral shift of COP projected on the plat-
form. I = 0, 1, 2. . .. . .N (I N were integers). Tc is defined
as the acquisition time.

Data analysis
SPSS (version 16.0) was used to perform the statistical
analysis in this study. Descriptive statistics were com-
pared using one-way analysis of variance (ANOVA). The
Kolmogorov-Smirnov test and F test were chosen to



Table 2 Squat-to-stand test-retest reliability in healthy
adults performing the task in the weight-relief condition

Parameter First time Second time ICC 95% ICC
confidence
interval

COP (cm) 1.45 ± 1.09 1.47 ± 1.20 0.91 0.82–0.95

AS (cm) 2.29 ± 0.86 2.31 ± 1.04 0.91 0.83–0.95

PL (cm) 36.46 ± 20.28 32.68 ± 18.38 0.77 0.58–0.88

CA (cm2) 729.30 ± 405.58 653.52 ± 367.64 0.77 0.58–0.88

MS (cm) 11.62 ± 5.92 9.71 ± 5.17 0.78 0.59–0.88

LS (cm/s) 230.11 ± 114.35 194.18 ± 103.46 0.78 0.60–0.88

Table 3 Squat-to-stand test-retest reliability of healthy
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assess the normality and equal variance of the test score.
Intraclass correlation coefficients (ICCs) were used to
analyze the reliability, which reflected the internal re-
liability of the evaluation. An ICC < 0.4 indicated poor
test-retest reliability. An ICC ranging between 0.4 and
0.75 indicated fairly good test-retest reliability, and an
ICC > 0.75 meant there was a good test-retest reliabi-
lity [15,16].

Results
Normality and homogeneity tests indicated that the
datasets collected had normal distributions. There was
no significant difference in variance between the groups
(P > 0.05). Descriptive statistics of all participants and
mean values of all outcomes are presented in Tables 1, 2,
3, 4, 5 and 6.
As reported in Table 1, neither age, gender, nor do-

minant side differed between the patient and control
groups (ANOVA, P > 0.05). Table 2 summaries the
posturographic parameters and ICCs in the weight-relief
condition (30° angle). The ICCs of COP and AS were
over 0.91, indicating very good reliability. The ICCs of
the rest of the posturographic parameters were close to
0.77, indicating good reliability.
The posturographic parameters and ICCs in the stan-

dard weight-bearing condition (45° angle) are reported
in Table 3. The ICCs of COP, AS, PL, and CA were over
0.80, which indicated a good reliability. The ICCs of MS
and LS were around 0.65, which indicated a fair reliabi-
lity. The posturographic parameters and ICCs in the re-
sistance condition are reported in Table 4. The ICCs of
COP and AS were over 0.8, indicating good reliability.
The ICCs of PL and CA were 0.70, also indicating good
reliability. The ICCs of MS and LS were around 0.55, in-
dicating fair reliability. The results reported in Tables 5,
6, and 7 show that the stroke patients had poorer posi-
tion control ability than did the healthy participants.

Discussion
The central nervous system integrates inputs from the
vestibular, somatosensory, and visual systems to main-
tain stability in space [17]. Most stroke survivors have
a combination of sensory, motor, cognitive, and other
Table 1 Characteristics of participants by group

Parameter Hemiplegics Healthy adults

Age (years) 60.24 ± 12.29 52.48 ± 8.87

Gender ratio (male:female) 22:12 20:14

Dominant side (left/right) 0/34 1/33

Damaged brain area
(basal ganglia/other)

28/6 /

Affected side (left/right) 18/16 /

Duration of illness (range in days) 30–540 /
impairments, leading to dysfunctions when performing
basic activities of daily living (ADL). Impaired postural
control has the greatest impact on independence in ADL.
Desrosiers et al. [18] demonstrated that postural control is
the best predictor of achieving independent living, and it
also shows the highest correlation (rp = 0.70) with person-
perceived disability after discharge from a rehabilitation
center. Loss of postural control has been recognized as a
major problem in stroke patients, which results in a high
incidence of falls both during and after rehabilitation, par-
ticularly in patients with both motor and sensory deficits.
Good position control relates to the effectiveness and
safety of activity. In stroke patients, poor stability and poor
symmetry of position control not only increase the risk of
fall, but also lead to overload of the unaffected side,
resulting in a high risk of osteoarticular damage [19,20].
Therefore, improvement of postural control in stroke pa-
tients is essential to their independence, social participa-
tion, and general health.
The sit-stand-sit test was introduced initially as an out-

come measure for assessing lower limb muscle strength
[21]. Mong et al. [2] demonstrated the reliability and va-
lidity of the repeated sit-to-stand test in chronic stroke pa-
tients. From a sitting position, horizontal momentum is
required to shift the posterior-located center of mass to
rise to a standing position. This activity demands relatively
good position control ability. Not all patients have the
ability to do an unsupported sit-to-stand test, especially in
adults in the standard weight-bearing condition

Parameter First time Second time ICC 95% ICC
confidence
interval

COP (cm) 1.37 ± 1.01 1.45 ±1.07 0.80 0.65–0.88

AS (cm) 2.03 ± 0.91 2.17 ± 0.91 0.86 0.76–0.92

PL (cm) 27.23 ± 13.07 26.17 ± 11.28 0.86 0.75–0.92

CA (cm2) 544.50 ± 261.41 523.44 ± 225.69 0.86 0.75–0.92

MS (cm) 7.37 ± 3.35 8.23 ± 4.01 0.65 0.39–0.79

LS (cm/s) 147.35 ± 66.97 164.62 ± 80.29 0.64 0.39–0.79



Table 4 Squat-to-stand test-retest reliability of healthy
adults in the resistance condition

Parameter First time Second time ICC 95% ICC
confidence
interval

COP (cm) 0.98 ± 0.72 0.85 ± 0.78 0.83 0.70–0.91

AS (cm) 1.71 ± 0.74 1.58 ± 0.76 0.84 0.71–0.91

PL (cm) 23.51 ± 12.31 18.58 ± 9.61 0.70 0.46–0.83

CA (cm2) 470.27 ± 246.13 371.59 ± 192.13 0.70 0.46–0.83

MS (cm) 6.36 ± 3.65 5.74 ± 2.44 0.57 0.24–0.76

LS (cm/s) 125.24 ± 73.29 114.86 ± 48.72 0.54 0.18–0.74

Table 6 Posturographic parameters of healthy adults and
hemiparetics in the standard weight-bearing condition

Parameter Hemiparetics Healthy adults F P

COP (cm) 3.83 ± 3.82 1.51 ± 1.18 11.27 0.001

AS (cm) 5.57 ± 3.57 2.21 ± 1.02 27.45 0.000

PL (cm) 2314.30 ± 1761.87 540.25 ± 267.30 33.65 0.000

CA (cm2) 115.71 ± 88.07 27.01 ± 13.37 33.67 0.000

MS (cm) 13.50 ± 4.67 8.20 ± 3.48 26.51 0.000

LS (cm/s) 269.95 ± 93.47 163.90 ± 69.58 26.55 0.000
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the early stages of recovery. Thus, with the MUBATS, we
designed an evaluation system in which stroke patients
who do not have the ability to perform the unsuppor-
ted sit-to-stand test can perform a squat-stand test. The
whole evaluation is conducted with the participant leaning
against an oblique slide, while simulating the sit-to-stand
extension motion. Because the participants can lean on
the oblique slide, their squat-stand movement is more
stable than in unsupported sit-to-stand activity. Unlike the
sit-to-stand movement, the head and body remain aligned
during the squat-stand movement. Furthermore, the
squat-stand movement in the MUBATS provides back
support that confers stability directly. The squat-stand and
sit-to-stand movements are similar in that the directions
of forces produced and coordination of the hip and knee
are nearly the same. Therefore, the squat-stand posturo-
graphy evaluation should reflect, to some extent, real po-
sition control.
Posturography is a method of quantifying the vesti-

bulospinal reflex [22]. In addition to allowing for quan-
tification of postural asymmetry and stability, it also
enables us to analyze the recovery course of a patient’s
standing posture [23,24]. Posturographic parameters are
calculated according to the relationship between the
projection of displacement of the center of pressure in
the standing plane and time. Meanwhile, COP is calcu-
lated as the pressure perceived by ground-pressure pick-
up, which equals the reacting force to the ground. A
static posturography study, Brière and colleagues found
that stroke patients had poor stability in controlling their
Table 5 Posturographic parameters of healthy adults and
hemiparetics in the weight relief condition

Parameter Hemiparetics Healthy adults F P

COP (cm) 4.23 ± 3.90 1.84 ± 1.20 6.17 0.018

AS (cm) 6.17 ± 3.33 2.76 ± 1.01 17.31 0.000

PL (cm) 2791.10 ± 1429.94 800.89 ± 286.00 33.53 0.000

CA (cm2) 137.83 ± 77.74 40.04 ± 14.30 27.55 0.000

MS (cm) 18.47 ± 7.24 11.57 ± 4.98 11.11 0.002

LS (cm/s) 341.67 ± 79.77 230.28 ± 97.55 14.07 0.001
standing position, and that their COP leans toward the
unaffected side [25]. Thus, they proposed the use of dual
force platforms to measure the reacting force for the left
and right feet.
The reacting force to the ground is the basis for calcu-

lating other posturographic parameters. It can also be
used as another method to evaluate the sit-to-stand ac-
tivity [26]. When healthy adults moved their hips away
from the seat, the force increased quickly and symmet-
rically [27]. In contrast, when stroke patients moved
from the seat and began to extend, the force increased
slowly [28] and the load on the affected side was signifi-
cantly lower than that of the sound side [29]. A previous
study demonstrated the reliability of evaluating stroke
patients’ sit-to-stand by vertical ground reaction force
[30], and this assessment did not involve repetition times
[31]. Until now, few studies attached enough importance
to the relationship between the change in load and the
time, which is the focus of this study. There may be
some potential value in using posturography to evaluate
the sit-to-stand movement because it not only quantifies
the process of sit-to-stand but also evaluates changes in
stability and symmetry before and after rehabilitation.
We tested whether this proposed method was reliable

and whether the method could differentiate hemiparetics
from healthy patients. The test-retest reliability was one
of the statistical methods used to determine the reliabil-
ity. A high correlation between separate administrations
in the test implies good test-retest reliability. Several ex-
periments reported that static posturographic parame-
ters had a good test-retest reliability (ICC > 0.75) [32,33].
Table 7 Posturographic parameters of healthy adults and
hemiparetics in the resistance condition

Parameter Hemiparetics Healthy adults F P

COP (cm) 3.68 ± 3.35 1.31 ± 0.93 8.39 0.007

AS (cm) 4.81 ± 2.78 3.35 ± 5.85 8.39 0.007

PL (cm) 1791.00 ± 1024.35 498.34 ± 253.36 27.01 0.000

CA (cm2) 89.55 ± 51.22 24.92 ± 12.67 27.01 0.000

MS (cm) 13.14 ± 4.19 6.45 ± 3.23 28.78 0.000

LS (cm/s) 265.35 ± 84.18 126.49 ± 63.92 31.07 0.000
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The method used in this test is a relatively new one
that has not been previously published to evaluate the
squat-stand activity [34]. In the weight relief condition,
all of the ICCs of the posturographic parameters excee-
ded 0.75, which indicated good test-retest reliability.
Meanwhile, in the standard weight-bearing condition,
the ICCs for COP, AS, PL, and CA were over 0.80, but
the ICCs for MS and LS were near 0.65. Thus, the for-
mer condition showed good test-retest reliability while
the latter showed a fair result. In the weight resistance
condition, the ICCs for COP and AS were over 0.8, indi-
cating good test-retest reliability. The ICCs for PL, CA,
MS, and LS were between 0.54 and 0.70, showing a fair
result. From the results, it could be inferred that in the
weight-relief and standard weight-bearing conditions, all
of the posturographic parameters had good repeatability.
In the resistance condition, COP and AS had good re-
peatability, but PL, CA, MS, and LS had only fair repeat-
ability. COP reflected the center of pressure and body
symmetry, whereas AS, PL, and CA moderately reflected
position stability. These data could represent position
control and had internal reliability. MS and LS absolutely
reflected position stability and had no consistency, so the
results obtained here could be reasonably explained.
When the posturographic parameters were compared

between healthy adults and hemiparetics in three diffe-
rent conditions, the stability and symmetry of hemi-
paretics were found to be significantly worse than the
stability and symmetry of healthy participants. These re-
sults demonstrate that this new evaluation method allows
the postural control of hemiparetics to be distinguished
from that of healthy adults. Accordingly, a therapist could
quantitatively measure his or her patient’s position control
ability, which may help the therapist know whether a the-
rapy is effective or not.
In this study, we have proposed a new MUBATS

method with which to evaluate position control ability
during the squat-stand activity. In the first part of the
study, we demonstrated the reliability of the method in
the healthy population. Our evaluation method is novel
compared to previous methods in that it reflects the pa-
tient’s position control ability from a different aspect. In
our test, the patients repeat a squat-stand five times on
an oblique slide. We take the average data from the five
repeated squat-stands to evaluate the patient’s ability.
Other evaluation methods are based on the premise that
the participants should have the ability to complete the
sit-to-stand task. If they cannot complete the task, then
the results are hard to evaluate. In contrast, our method
focuses on how stably and symmetrically the participants
can complete the task, and it provides an evaluation and
training environment for early stroke patients. In the
three conditions we have tested, the system could differ-
entiate the stroke patients from the healthy participants.
Therefore, we believe that this new MUBATS method is
valid for quantification.
It should be underscored that squat-stand activity is

not equivalent to sit-to-stand activity. Only sway in the
frontal plane is recorded during squat-stand activity,
while motion can occur in multiple planes during sit-
to-stand activity. In addition, sit-to-stand is a dynamic,
self-perturbing, and complex action that requires pro-
active strategies and coordination. Hence, sit-to-stand
activity requires different motor control pathways than
the supported squat-stand movement. Lastly, spasticity
and synergies of the limbs may differ substantially be-
tween the two tasks; these complications may hinder a
more complex unsupported task, but do not interfere
with the simpler supported task in the MUBATS.
The present study has some limitations. First, sup-

ported squat-stand is not a common real-life activity.
These results may not reflect all of the difficulties that
can occur in real-life sit-to-stand activity. The squat-to
-stand ability may only partly reflect the sit-to-stand
ability. Additionally, we use an oblique slide in the eval-
uation, which makes the activity more stable, and this
may not reflect the real sit-to-stand function of hemi-
paretics. Their real function may be worse than what is
measured during the evaluation. Second, the large stand-
ard deviations in our data indicate a large variation in
personal balance abilities across individuals. Third, the
results cannot be generalized to other disease-specific
populations because of the subjects’ selection criteria. Fi-
nally, while the MUBATS assessment may produce reli-
able population data, there may be errors in reflecting
individuals’ characteristics.
The MUBATS should be tested in more severely

compromised subjects and in an earlier phase of re-
habilitation. Here, only patients with Brunnstrom level
above III were included because we wanted to include
only patients that would be able to do the squat-stand
task several times so as to ensure reliability of the data
as much as possible. Moreover, the patients needed to
perform the task across different weight bearing settings
(even above their own body weight) to attain the goal of
study. In our further research, we will design experiments
that expand the testing and training population, particu-
larly to include stroke patients in an early stage of recovery.
We will also continue to research the long-term effects of
visual feedback training on position control ability.

Conclusion
Posturography of the squat-stand action is a new me-
thod with which to evaluate position control ability in
stroke patients. All of the posturographic parameters
evaluated in the study can be used to evaluate stable and
symmetrical position control. Performance in this test is
repeatable in healthy adults. Stroke patients showed more
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instability and asymmetry than healthy adults. This kind
of method has the potential to allow partial evaluation of
the sit-to-stand ability in hemiparetic patients.
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